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Abstract
The sterilisation of the packaging material is the essential step in aseptic food processes to
ensure safely packed products, which are microbiologically stable throughout their shelf
life. Today, gaseous hydrogen peroxide (H2O2) in the range of several volume percent
and at elevated temperature is the preferred sterilant due to its strong microbicidal
efficiency and its decomposition in environment-friendly products, namely water vapour
and oxygen. In order to obtain a high degree of sterility, the initial H2O2 concentration
has to be high enough and uniformly distributed over the package’s inner surface. To
ensure that the packaging surface is thoroughly treated by H2O2, a gas sensor is required
that detects the present H2O2 concentration on selected locations of the package’s surface
while it is sterilised.
The present thesis describes the realisation and characterisation of thin-film gas sen-
sors based on an “on chip” differential set-up for monitoring the H2O2 gas concentration
during the sterilisation of the packaging material. The differential set-up contains a
catalytically active sensor segment, where H2O2 decomposes in an exothermic reaction
causing a temperature increase towards a passive sensor segment, where a surface reaction
is inhibited. In a first sensor arrangement, thin-film thermopiles have been fabricated on
a single silicon chip, respectively, and their response behaviour has been characterised in
H2O2 atmosphere. In a further arrangement, thin-film resistances have been built up as
temperature-sensitive transducer platform on a silicon chip. On this platform, different
catalytically active materials – platinum black, palladium and manganese oxide – have
been tested with regard to their response against H2O2, wherein all of them showed a
linear response characteristic, but manganese oxide posseses the highest sensitivity. Fur-
thermore, three temperature-stable polymeric materials – fluorinated ethylene propylene,
perfluoralkoxy and epoxy-based SU-8 photoresist – have been tested for the encapsula-
tion of the sensor surface in terms of their chemical inertness against H2O2. Therein,
all of them have shown a high resistivity against H2O2 underlining their suitability for
sensor passivation.
Within the frame of this work, the sensor set-up has further been realised on a thin
polyimide foil because of its high temperature endurance, its chemical stability and par-
ticularly, its low thermal conductivity allowing an improved thermal separation of the
active and passive sensor segment. As a result, the sensitivity of the polyimide-based
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sensor was strongly increased compared to the concentration-dependent response of the
silicon-based sensors.
Microbiological experiments with bacterial spores of Bacillus atrophaeus have demon-
strated that the microbicidal effectiveness of the sterilisation process depends on the
present H2O2 concentration in first order as well as on the contact time between the
item that has to be sterilised and the gaseous H2O2. By means of sensor measurements
conducted at the same time, a correlation model between the microbial inactivation ki-
netics and the sensor response was established that allows to use the sensor not only for
concentration measurements, but also for the quantification and control of the degree of
the package’s sterility.
In order to determine the present H2O2 concentration spatially resolved over the pack-
age surface during the short sterilisation cycle, a wireless sensor electronic based on the
industrial ZigBee standard was developed. The sensor electronic contains a remote unit,
which is connected to one of the calorimetric gas sensors fixed on a test package, and an
external base unit connected to a laptop computer. For real-time measurements, a novel
sensor read-out strategy was established, wherein the sensor response is measured within
the short sterilisation time and correlated with both the present H2O2 concentration
as well as the microbicidal effectiveness. As a result, this kind of “intelligent” package
represents a novel instrumentation to monitor the package sterilisation in aseptic food
processes under real-time conditions.
vi
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1 Introduction
Parts of this chapter (from section 1.1 to section 1.3 and section
1.4.2) are in preparation for publication as book article:
Hydrogen peroxide monitoring in aseptic food processes
by means of calorimetric gas sensors
KIRCHNER, P., Reisert, S., and Scho¨ning, M. J.
In Springer series on chemical sensors and biosensors: Gas sensing
fundamentals, C.-D. Kohl and T. Wagner, Eds. Springer, Berlin,
2013, submitted.
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Introduction
1.1 Calorimetric gas sensors
Gas sensors based on calorimetry can generally be divided into three different types:
catalytic gas sensors, adsorbent-based gas sensors and thermal conductivity gas sensors.
All of them detect a change in temperature induced by either a chemical reaction on the
sensor surface with a gas species or a change of thermal conductivity of the sensor’s sur-
rounding gas atmosphere. The elementary sensing element is based on the conversion of
temperature in an electrical signal, which is one of the most important physical transduc-
tion principles with well-known sensitivity and accuracy for each temperature detector
[1]. In general, temperature-resistance detectors, monolithic thermopiles or even pyro-
electric sensors are embedded as temperature detectors in calorimetric sensing devices
[2]. Therein, the choice of which temperature detector to use depends on the opera-
tional conditions – the range of temperature change that has to be detected, the scope
of application, the gas concentration as well as the calorimetric sensor type itself.
1.1.1 Catalytic gas sensors
At the beginning of the twentieth century, several oil and gasoline tanker ship-wrecks
occurred, which were caused by gas explosions in the storage tanks. Consequently, the
Standard Oil Company of California sponsored the investigation of detectors for explosive
gases [3]. With the financial support of the oil company, Oliver W. Johnson developed
the first portable gas detector in 1927, whose sensing principle relies on the catalytic
combustion of flammable gases on a heated platinum filament generating a temperature
rise in reference to an enclosed compensation filament [3, 4]. The portable detector was
applied to prevent fuel explosions in storage tanks of oil and gasoline tankers. This
became the birth of the catalytic gas sensors. In the 1950’s, the catalytic detection
principle was broadened to quantitatively monitor methane concentrations as critical
combustible gas in coal mines. The resulting hazard alert-tool enabled miners to protect
them from gas explosions and to replace unspecific flame-safety lamps most frequently
deployed before [5]. Even today, catalytic gas sensors are used for monitoring the presence
of combustible gases such as hydrogen and hydrocarbons (e.g., methane) in concentration
levels up to their respective lower explosive limit (LEL) [6]. The LEL is defined as lowest
concentration of the combustible gas in air, which is sufficiently large enough to result in
an explosion initiated through an ignition source [7]. For example, the LEL of methane
amounts to be 4.6% v/v [8]. The detected gas concentration of the sensing device is often
expressed in percentage of LEL [7].
Current catalytic gas sensors are still also derived from the detection principle firstly
introduced by Johnson, and applied in diversified industrial sectors (oil and gas industry,
mining, chemical plants). They are simply made up of two coils of platinum wires, where
2
both of them are embedded in identical porous ceramic beads (in most instances, alumina
beads). One of the ceramic beads is additionally impregnated with an active catalyst
made up of platinum, palladium, rhodium or iridium [9], whilst a corresponding bared
bead serves as in reference (s. Fig. 1.1). This sensor arrangement is called pellistor (or
catalytic bead sensor) and was first named by A. Baker [10].
Figure 1.1: Schematic view of an “active” pellistor element with platinum wire embedded in an alu-
mina bead that is impregnated with a catalyst (left) and a reference pellistor element without
catalyst (right) (modified from [11]).
The sensor arrangement detects the reaction heat evolved during the catalytic com-
bustion of a flammable gas component on the heated “active” pellistor element in form
of a temperature rise leading to a resistance change of the platinum wire, whereas the
corresponding reference pellistor element compensates effects occurring in form of alter-
ing temperature of the surrounding gas atmosphere [12]. The combustion induced on the
hot catalyst surface proceeds in form of an exothermic reaction between a flammable gas
and an oxidant of ambient air accompanied by the liberation of heat. In an exothermic
reaction, the total energy required for breaking the bonds of a chemical substance is less
than the total energy released, while the chemical bonds of the products are formed [1].
Thus, the resulting excess of energy is liberated from the chemical reaction known as
reaction enthalpy. The reaction enthalpy (∆RH
Θ) can be described by Hess‘s law [13]:
∆RH
Θ =
∑
ni ·∆FHΘprod,i +
∑
nj ·∆FHΘreact,j (1.1)
Here, ni and nj are the number of moles, and ∆FH
Θ
prod,i and ∆FH
Θ
react,j are the heat of
formation of the products and reactants at standard conditions.
For example, the combustion of hydrocarbons (here, methane) with oxygen of ambient
air occurs in the following net reaction:
CH4 + 2O2 → CO2 + 2H2O + ∆RH (1.2)
where ∆RH is the reaction enthalpy and in case of methane amounts to 890.8 kJ/mol
at standard conditions [14].
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In absence of a catalyst, combustion of a flammable gas is only initiated and sustained,
if the gas temperature reaches the ignition temperature of the gas species (autoignition)
or if an external ignition source (e.g., a spark) is present in order to yield enough kinetic
energy of the reactants above the required activation energy of the chemical reaction
(s. Fig. 1.2) [15, 16]. Consequently, the reaction rate rises with increasing temperature
considerably. This fact is expressed by the Arrhenius equation, which defines the rate
constant of the reaction (k) as a function of temperature (T ) and activation energy (Ea)
[16]:
k = A · e− EaR ·T (1.3)
with A as pre-exponential factor and R as gas constant.
Moreover, in absence of a catalyst, the concentration range of the flammable gas has to
be at a specific level between the lower explosive limit (LEL) – lowest concentration level
– and the upper explosive limit (UEL) – highest concentration level – so that combustion
can proceed [7].
Figure 1.2: Distribution (according to Boltzmann) of the molecules’ kinetic energy for two different
temperatures T1<T2 in relation to the activation energy (Ea) (modified from [17]).
In contrast to that, the presence of a solid catalyst enables combustion at a temper-
ature much lower than the ignition temperature and even in a concentration range of
the flammable gas below its LEL [18]. The catalytic gas sensor is electrically heated
through the platinum coil to reach a temperature usually of about 500 ◦C, so that cat-
alytic combustion readily occurs on the “active” pellistor element [9, 19]. The chemical
reaction between the reactants, flammable gas and oxygen, is accomplished in contact
with the catalyst surface forming the combustion products, whereby the catalyst itself is
not consumed. Therefore, the catalyst provides an alternative reaction pathway, wherein
lower activation energy is required for the reaction process, and as a consequence the
rate of the combustion reaction is enhanced according to the Arrhenius equation (s.
Eq. 1.3). The catalytically promoted reaction pathway can be divided into a sequence
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of several intermediate steps (s. Fig. 1.3) referring to [20]. In a first step, the reactants,
the flammable gas and oxygen, are adsorbed on the catalytic surface, which is in most
cases an exothermic process by liberation heat of adsorption. Here, the adsorption pre-
dominantly occurs in form of chemisorption, wherein the electronic states of the catalyst
and adsorbates are strongly perturbed. The heat of adsorption of the reactants must be
low enough to reduce the activation energy for oxidation, but high enough to ensure an
almost complete surface coverage of the adsorbed reactants [9]. If the catalyst is made
up of a transition metal such as platinum or palladium, known as good catalysts for
flammable gases with variable oxidation states and with partially filled d-orbitals leading
to a surface with unsatisfied valencies, the reactants become adsorbed by an electron
exchange with the catalyst surface [2]. In a following step, the adsorbates react with
each other resulting in an intermediate transition complex as precursor to form the final
products, which are first adsorbed on the catalytic surface and finally, desorb from the
surface.
Figure 1.3: Energy profile of a homogeneous exothermic reaction without catalyst (upper curve) and
of a heterogeneous catalysis (lower curve) with the intermediate steps: adsorption of the reactants
(I), reaction of the adsorbates (II), adsorbed products (III) and desorption of the products (IV)
(modified from [20]).
For sensor operation, the catalytic gas sensor is electrically connected in a Wheatstone-
bridge circuit, wherein the two pellistor elements are wired into opposing arms of it (s.
Fig. 1.4) [9, 21]. The pellistor elements are heated to their operating temperature through
a constant power supply in form of an applied constant bias voltage or bias current. When
the sensor is operated in air free of flammable gas components, the two pellistor elements
are balanced and a stable baseline voltage is generated across the bridge. However, the
presence of combustible gas components in air causes a change of the resistance of the
“active”pellistor element due to the exothermic reaction on the catalyst that generates an
out-of-balance voltage across the Wheatstone bridge [9, 22]. The out-of-balance voltage
constitutes directly as sensor-output signal, which increases almost linearly with rising
5
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Figure 1.4: Wheatstone-bridge configuration of a catalytic gas sensor with “active” pellistor element
and reference pellistor element situated in opposing arms of the bridge circuit (modified from [11]).
gas concentration of the flammable gas component in air [22].
Conventional catalytic gas sensors designed as pellistors feature a high response with
low susceptibility to environmental changes and high durability due to the fact that they
are rugged even in harsh environments [6]. Furthermore, they are easy to fabricate and
afford sensor operation with low complexity in circuit design. But pellistors have also
a few drawbacks such as non-specific response to various combustible gases, limited for
concentration measurements up to the LEL and high power consumption between 300
and 700 mW [23]. The latter could be overcome by using micro-machined catalytic gas
sensors, which are based on micro-hotplates, resulting in a low power consumption, in
most cases below 100 mW [19, 23, 24]. This makes micro-machined catalytic gas sensors
especially attractive for usage in portable gas detectors, wherein the sensors are driven
by battery. Krawczyk & Namiesnik introduced also a new method to detect hydrogen
concentrations above the LEL and up to the UEL by driving the catalytic gas sensor with
an altered bias voltage [25]. In further studies, the selectivity of catalytic gas sensors was
improved. Instead of using a catalyst made up of a noble metal and an insulation layer or
dielectric ceramic pellet, the platinum heating wire is covered by a semiconducting metal
oxide of SnO2 or In2O3 enabling a gas-specific detection through selective adsorption
of the gas species [6, 26]. This extraordinary kind of catalytic gas sensor is also called
one-electrode semiconductor gas sensor or semistor.
1.1.2 Gas sensors based on adsorption effects
The detection mechanism of a further type of calorimetric gas sensor relies on the lib-
eration or the abstraction of heat, since a gas species adsorbs on a selective organic
compound. Although, the heat of adsorption is rather low, especially for physical ad-
sorption compared to the reaction heat of combustible gases detected by catalytic gas
sensors, the adsorption of gas molecules on a corresponding adsorbent in form of an in-
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clusion reaction between a gas species and an adsorbent on the sensor surface is highly
selective. To measure the change in temperature resulting from the adsorption process
with an accurate resolution in the sub-Kelvin range, monolithic thin-film thermopiles
with enlarged Seebeck coefficient are used. On top of the “hot” junctions of a thermopile,
a gas-selective polymeric membrane as host compound is applied [27]. This type of
calorimetric gas sensors has been used in gas-sensing microsystems to seek out volatile
compounds in unknown gas atmosphere [28, 29]. At present time, however, gas sensors
based on adsorption effects are still subject of current research.
1.1.3 Thermal conductivity gas sensors
The detection mechanisms of the two calorimetric sensor types described above rely on
the chemical reaction between the sensor surface and gas species that is to be detected.
The sensor based on thermal conductivity, however, exploits the heat transfer from a
heated sensing element to the surrounding gas influenced by the thermal conductivity
of the gas as a quantitative measurement principle without any chemical interaction [2].
The thermal conductivity sensor, also called katharometer or hot-wire detector, is one of
the oldest gas sensors that was first mentioned by the Siemens & Halske Company in 1913
for the detection of methane in binary gas mixtures [30]. Today, thermal conductivity
sensors are mainly applied as non-selective or low-selective but reliable detectors in gas
chromatography [2, 31] and as monitoring devices for combustible gases even at high
gas concentrations implicating the concentration range above the LEL, wherein they are
often used in complementary combination with catalytic gas sensors [9, 32, 33].
The thermal conductivity sensor consists of two platinum or tungsten filaments, which
are electrically heated up to an operating temperature of about 300 ◦C and both are
situated in a Wheatstone bridge. One of the filaments is exposed to the surrounding gas
acting as “active” filament and the other one is either enclosed in a sealed housing for
compensating temperature changes of the surrounding gas or exposed to a reference gas
[21, 34]. If the sensor is exposed to a gas mixture with air as carrier gas and wherein
the thermal conductivity of present gas compounds is higher than the conductivity of
air, then heat is dissipated from the “active” heated filament. The dissipation of heating
power (P ) of the “active” filament can be described by [21]:
P = αT · kg ·∆T (1.4)
Here, αT is a constant defined by the geometry of the heated filament of the sensor, kg
is the thermal conductivity of the surrounding gas and ∆T is the temperature difference
between the filament and surrounding gas.
The power dissipation causes a change in the resistance of the filament that can be
7
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measured then by generating an out-of-balance voltage in the Wheatstone bridge. For
an adequate sensor operation, the heated filaments must be protected from contact with
water vapour, since the thermal conductivity of water vapour could strongly interfere with
the thermal conductivity of the gas mixture [21]. Even though, the detection mechanism
seems to be trivial, a precise calculation of the thermal conductivity of an unknown
gas mixture depends on temperature and does not end up in a linear function of the
mole fraction of the gas components, as considered for ideal binary gas mixtures. A
precise description of the thermal conductivity of a non-binary gas mixture is given by
an empirical equation from Wassiljewa [35, 36]:
kg(xi, T ) =
n∑
i=1
xi · ki(T )∑n
j=1 xj ·Φij(T )
(1.5)
wherein xi and xj are the mole fractions of the gas components i and j, ki is the
thermal conductivity of the component i and Φij(T ) is a correction factor depending on
the viscosity of each gas component according to Mason and Saxena [37]:
Φij(T ) =
(
1 +
√
µi(T )/µj(T )
4
√
Mj/Mi
)2√
8 · (1 +Mi/Mj)
(1.6)
Here, µi and µj are the viscosities of the gas compound i and j, and Mi and Mi are
the molecular weights of the compounds i and j.
1.2 Hydrogen peroxide
Hydrogen peroxide (H2O2) was discovered for the first time by L. J. The´nard in 1818. He
produced it by a reaction of diluted nitric acid with barium peroxide (BaO2) and named
it first oxygenated water [38]. After the discovery of H2O2, the production of aqueous
H2O2 solutions with concentrations up to 50% w/w was performed by slightly improved
processes of the reaction described by The´nard. During this time, it was thought that
pure H2O2 must be unstable due to the fact that H2O2 gradually decomposed resulting
from traces of metallic and organic impurities of the aqueous solutions [39]. In 1894, R.
Wolffenstein gained almost pure H2O2 (99% w/w) by vacuum distillation for the first
time and demonstrated its stability under cleanest conditions [40]. Until the end of
the nineteenth century, different formulas of H2O2 have been proposed, where finally,
P. Melikishvili and L. Pizarjevski determined that the correct formula of H2O2 must be
H-O-O-H [41].
H2O2 (CAS No.: 7722-84-1) is a clear, colourless liquid, which is weakly acid and
has a moderately pungent odour [42]. It has strong oxidising properties and is very
reactive under certain circumstances, which makes it attractive for many applications,
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wherein reactive oxidants are required. In comparison to water, H2O2 is heavier as well
as slightly more viscous. It is miscible with water in any proportion, even though they do
not form an azeotropic mixture, so that H2O2 could be fully separated by distillation [43].
In Tab. 1.1, the main physical properties of H2O2 and the corresponding properties of
water are summarised. A comprehensive overview of the physical and chemical properties
of H2O2 over a wide temperature range is given elsewhere [44].
Table 1.1: Physical properties of H2O2 and water (adapted from [45]).
Property Hydrogen peroxide Water
Molar mass (g/mol) 34.016 18.015
Melting point (◦C) -0.43 0.0
Boiling point (◦C) 150.2 100
Heat of melting (J/g) 368 334
Heat of vaporisation
at 25 ◦C (J/(g ·K)) 1519 2445
Specific heat at 25 ◦C
(J/(g ·K))
2.629 4.182
Critical temperature (◦C) 457 374
Critical pressure (MPa) 20.99 21.44
Relative density at 25 ◦C
(g/m3)
1.4425 0.9971
Viscosity at 20 ◦C
(mPa · s)
1.249 1.002
Refractive index 1.4084 1.3330
H2O2 occurs as a ubiquitous substance in the environment. It naturally exists in sur-
face water, wherein it is mainly produced by a photochemical process of ultraviolet light
and dissolved organic compounds [46]. In atmosphere, H2O2 is produced by photolysis
of ozone or aldehydes [47]. It can be found in living cells as a by-product of aerobic cell
metabolism [48]. Exhale breath of humans contains also small amounts of endogenously
formed H2O2 [49]. Furthermore, a special insect with regard to H2O2 is the bombardier
beetle, which produces concentrated amounts of H2O2 up to 25% w/w for defence pur-
poses [50].
Even though the industrial production of H2O2 could be carried out by various wet
chemical, electrochemical and organic oxidation processes as shown in [45], almost the
total amount of hydrogen peroxide is gained by the organic autoxidation process with
anthraquinone today. Therein, 2-alkyl-anthraquinone reacts with hydrogen in the pres-
ence of a catalyst (e.g., palladium) to form 2-alkyl-anthrahydroquinone in a first step.
After removing the catalyst, the hydroquinone is oxidised usually in ambient air under
the formation of hydrogen peroxide, which is extracted in water and the process begins
9
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anew [51]. The organic autoxidation process enables large-scale production of H2O2 and
permits its widely usage in a variety of industrial, medical and environmental application
fields. Today, hydrogen peroxide is commercially available as aqueous solutions up to
90% w/w. Due to the fact that hydrogen peroxide could easily decompose on traces of
impurities, the solutions are generally stabilised by added weak organic acids [52].
In 2008, the global production of H2O2 amounted to be 3 million tons [53]. According
to a new market report from Global Industry Analysts, a H2O2 world market of 4.3
million tons is forecast for 2015 [54]. The paper and pulp industry represents the main
field of application of estimated 50% of the total H2O2 production, wherein it is used for
bleaching and delignification [53, 55, 56]. The textile industry deploys H2O2 as bleaching
agent as well [57]. In metallurgy and mining, it is applied for leaching processes and
for the detoxification and destruction of cyanides [58, 59]. Highly concentrated H2O2 up
to 90% is used as rocket propellant in space technology [60]. Today, it is increasingly
applied for environmental protection in industrial plants, especially to detoxify industrial
effluents and exhaust gases [45]. The chemical industry uses H2O2 for the production
of other chemicals such as peroxide compounds, for epoxidation as well as for etching
and cleaning processes during the fabrication of micro-machined/semiconductor devices
[51]. Last but not least, H2O2 at low concentrations of 3% w/w is a highly efficient
disinfectant for medical applications, and at high concentrations up to 35% w/w it is
used as sterilant in the food and the pharmaceutical industry as well [61, 62].
1.3 Aseptic food processing
1.3.1 Introduction
Packaging is a key element in food processing in order to ensure a high safety standard
and quality assurance of a packed product by avoiding any physical, chemical as well
as microbiological interaction between the product and environment within its shelf life
[63]. Today, aseptic food processing is one of the most important food-packaging meth-
ods, which allows to keep up with the great demand of the food industry for long-term
preservation of food products at ambient temperature [64]. It is defined as the filling
and hermetic sealing of microbiologically stable products (e.g., ultra-high temperature-
processed (UHT) milk) into pre-sterilised packages under sterile conditions in an aseptic
zone so that microbiological recontamination is prevented [65]. A schematic flow diagram
of an aseptic food process is depicted in Fig. 1.5.
The result of aseptic processing is a safe, packed product with long shelf-life that
does not require preservatives or refrigeration during storage. Thus, aseptically packed
products offer beneficial attitudes to the consumer, the food manufacturer and to the
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Figure 1.5: Schematic flow diagram of aseptic food processing (modified from [66]).
distributor compared to conventionally canned products: the product retains most of its
natural nutrients and of the original sensory characteristics (flavour, texture and colour);
and it enables high savings on logistics (no cold chain is required) and on packaging
material (do not need to be long-term stable at high temperature and pressure such as
cans) [67, 68].
1.3.2 Package sterilisation
A decisive step within aseptic food processing is the sterilisation1 of the packaging ma-
terial prior to the food filling due to the fact that the material could get contaminated
by operational staff, surrounding air or even by recontaminated machine components
[71, 72]. According to Ansari & Datta, the sterilisation of the packaging material must
fulfil the following requirements [61]:
• rapid, reliable and economical microbicidal effectiveness;
• compatibility to the packaging material;
• almost complete removal of residues of the sterilisation agent;
• harmlessness for the consumer at highest possible residue level;
• no adverse effect on product at highest possible residue level;
• compatibility to environment.
1According to Wallha¨ußer, sterility is defined as the total absence of viable microorganisms and trans-
ferable genetic material [69]. Besides this general definition, “commercial sterility” is an established
term in the food industry. It is defined as “the absence of microorganisms capable of growing in
food at normal non-refrigerated conditions at which the food is likely to be held during manufacture,
distribution and storage” [70]. In this work, sterilisation stands always for “commercial sterilisation”
except where noted otherwise.
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The sterilisation of the packaging material could be carried out by various physical
methods in form of heat and irradiation or chemical sterilants such as ethylene oxide,
formaldehyde, peracetic acid or hydrogen peroxide [61, 73, 74]. However, some of the
mentioned chemicals are unsuitable for package sterilisation. While ethylene oxide and
formaldehyde show strong microbicidal effectiveness, they could not be used in food
processing because they are toxic, carcinogenic and potentially explosive leading to a
careful handling [75]. Peracetic acid possesses a rapid microbicidal effectiveness even at
low concentration levels. However, it decomposes to water and acetic acid, which could
generate an off-flavour of the food product and moreover, its vapour is very pungent
[61, 65].
1.3.3 Hydrogen peroxide as sterilant
Today, hydrogen peroxide (H2O2) is the most frequently used sterilant for package-
sterilisation processes. Amongst its benefits, it is non-toxic at residual concentrations
and it decomposes to environment-friendly products, namely water vapour and oxygen,
in a net reaction [76]. Due to the fact that H2O2 has merely a low microbicidal effect at
room temperature, in most instances, a combination of hydrogen peroxide and heat or
even irradiation is applied, in order to increase its microbicidal effectiveness [61, 74, 77].
In general, the microbicidal effectiveness of sterilisation processes with H2O2 depends
in particular on the H2O2 concentration besides other process parameters, like temper-
ature, humidity and gas velocity [78, 79]. Furthermore, the effectiveness is significantly
enhanced through the usage of gaseous H2O2 [62, 80]. In this case, H2O2 is active
against a broad spectrum of microorganisms: bacteria, yeasts, fungi, viruses and spores
[75, 81]. It acts as an oxidant that affords inactivation most likely through formation
of free hydroxyl radicals as intermediate products induced by heat, irradiation or even
by transition-metal ions contained in microorganisms [62, 82]. The hydroxyl radicals
serve as electrophilic surfactants with high reactivity, which could damage essential cell
components such as DNA, proteins, lipids and carbohydrates very site-specific [83–87].
The decisive inactivation step for viable microorganisms during H2O2 treatment relies
on the DNA damage through strand breaks caused by the formed radicals [82, 88, 89].
However, numerous studies have been conducted, wherein various inactivation mecha-
nisms of bacterial spores through H2O2 treatment are supposed. Bacterial spores offer
a much higher resistance towards oxidants, like hydrogen peroxide, than their vegetative
counterparts due to their thick, proteinaceous spore coats [84], the low water content of
the spore core [90, 91], the high impermeability of the inner spore membrane [92] and
the protection of the DNA encased by special proteins of spores, the so-called small,
acid-soluble spore proteins (SASP) [89, 93, 94]. The latter one blocking DNA damage
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occurring by viable bacteria through free radicals [94]. Shin et al. and King & Gould
found out that H2O2 at elevated concentrations causes dissolution of the outer and inner
spore coat as well as lysis of the cortex, which could end up in degradation of the spore
core or protoplast structures [95, 96]. However, at lower lethal concentrations, treated
spores remain fully their shape, so that dissolution of spore coats seems not to be the ini-
tial step of the spores’ lethality [95, 97]. Further studies have shown that possible targets
of H2O2 are enzymes within spores, which are important for the bacterial metabolism
after the germination, or enzymes, which are involved in germination (e.g., hydrolysis of
the cortex) [89, 97]. Whereas Cortezzo et al. found out that H2O2 attacks the spore’s
inner membrane by creating pores or channels, so that the membrane become leaky for
substances of the spore core [98]. Nevertheless, the decisive inactivation process, which
is of major significance in order to understand the inactivation mechanism of spores by
H2O2, is not effectually identified at present time.
1.3.4 Inactivation kinetics
To determine the sterilisation effectiveness, the reduction of the most resistant bacterial
spores for the used chemical sterilant has to be considered. For sterilisation processes,
wherein hydrogen peroxide is deployed, spores of Bacillus atrophaeus (ATCC 9372) or
Bacillus subtilis SA 22 are typically used as test organisms [99]. The microbial inactiva-
tion kinetic is expected to follow a first-order reaction [100]:
dN
dt
= −k ·N (1.7)
Here, N is the number of spores and k is the inactivation rate constant.
By integration of Eq. 1.7, one can obtain a more familiar expression for the microbial
reduction:
ln
Nt
N0
= −k · t (1.8)
where Nt and N0 are the survived spore number at time t and the initial spore number,
respectively.
A general parameter to evaluate the microbicidal effectiveness is the D-value, which
is calculated from the survivor curves (survived spores versus time). The D-value rep-
resents an exposure time (∆t) at a constant temperature setting that results in 90%
reduction of the initial spore number:
D =
∆t
lgN0 − lgN90%
=
2.303
k
(1.9)
However, for chemical sterilisation agents, the microbicidal effectiveness is often merely
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determined by the logarithmic cycle reduction (LCR). This is expressed mathematically
as follows [101]:
LCR = lg
N0
Nt
(1.10)
1.4 Aim and scope of the work
1.4.1 Initial situation
In current research there exists the necessity to develop a gas sensor for monitoring
the H2O2 concentration during the package sterilisation in aseptic filling machineries. In
sterilisation processes with gaseous H2O2, the gas concentration must be sufficiently high
enough to ensure the sterility of the packaging material. Furthermore, a homogeneous
distribution of the gaseous H2O2 must be maintained within the short contact time be-
tween the H2O2 and packaging material. Due to the fact that the H2O2 concentration
seems to be the decisive factor for a sufficient sterilisation effect, the sensor should con-
duce to verify an effectual sterility of the packages treated by H2O2 through sporadic
control measurements in aseptic filling machineries. Therefore, the sensor should be ap-
plied to examine the homogeneity of the overall distribution of gaseous H2O2 on the
package’s inner surface as well as to detect the local H2O2 concentration on folding edges
and curved areas of the packaging material, which are the most critical spots to sterilise.
As a consequence, the sensor could contribute to the control and to the optimisation
of the package sterilisation process with regard to finding out the relevant parameter
settings for the gas flow, H2O2 dosage as well as contact time between the packaging
material and gaseous H2O2.
For industrial application, the sensor must fulfil certain requirements. It has to operate
reliably under harsh environmental conditions of the sterilisation process. This means
that the sensor has to be suitable and approved for elevated gas temperatures, strong
gas flows and H2O2 concentrations up to the percentage range. For an accurate mea-
surement of the H2O2 concentration, the sensor’s concentration-dependent signal should
not be interfered by altering the gas temperature, gas velocity as well as the humidity
in the ambient gas atmosphere. Furthermore, the sensor must detect the present H2O2
concentration in a package within its short contact time with gaseous H2O2 during the
sterilisation process. For placing the sensor directly on the package surface, the sensor
has to have a flat design as well as a small lateral dimension to situate it even on folding
edges. Due to the fact that the measurements must be carried out in a dynamic process,
wherein the packages are moved by a chain, a specific electronic unit for reading out the
signal is required.
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1.4.2 H2O2 monitoring in gas phase – state of the art
During the last two decades, intensive efforts have been focused on detecting gaseous
or vaporised H2O2 by diversified strategies such as infrared spectroscopy, colorimetry,
mass spectroscopy, chemiluminescence as well as amperometric methods. Even though,
most of this detecting principles could merely be used for low concentrations, or are not
suitable either for harsh environmental conditions or for measurement applications inside
of a package, a brief introduction to this methods is given below.
For detecting H2O2 by IR spectroscopy, the strong absorbance band of H2O2 at
1420 nm serves as indication peak, whose intensity is used for determining the H2O2
concentration. However, water vapour shows also a strong absorbance in this wavelength
range and interferes with the H2O2 band. Therefore, a correction must be done by iden-
tifying at first the amount of water vapour at a further peak (i.e., at 1360 nm) and by
following determining the ratio of water vapour and H2O2 at the absorbance band of
1420 nm [102–104].
In a further sensor approach, colorimetric indicators are described, which are based
on a colour change, after they have been exposed to H2O2. For instance, Xu et al.
described paper-based vapour detection of H2O2, wherein a cellulose substrate has been
impregnated by Ti(IV) oxo complexes for binding and reacting with H2O2 and generating
a yellow colour formation [105].
For monitoring H2O2 in workplace atmosphere, amperometric sensors are particularly
suited [106–108]. In its easiest form, such a sensor consists of a two-electrodes arrange-
ment (working and counter electrode), and between both electrodes a solid electrolyte
(e.g., Nafion) is situated as ion-exchange material. At an appropriate potential of the
working electrode (in general, at 600 mV), hydrogen peroxide becomes oxidised by an
anodic reaction, and released hydrogen ions trapped in the membrane are reduced at
the counter electrode by a cathodic reaction. As a result a current is generated, which
depends on the present H2O2 concentration.
A further H2O2-detection principle is described in [109], which is based on chemilumi-
nescence. Therein, a reaction between a peroxalate compound and vapour-phase H2O2
can generate a high-energy intermediate (dioxetanedione) that quickly decomposes pro-
ducing carbon dioxide and photons, which could further chemically excite a fluorescent
dye resulting in an efficient luminescence. This detection principle has been established
to selectively detect H2O2 at low concentrations.
In [110], a mass-spectrometric method for the detection of gaseous H2O2 using a chem-
ical ionisation source is introduced. Therein, oxygen ions are produced from the ioni-
sation of ambient air, which react with H2O2 to form stable, ionised clusters of H2O2
and oxygen, whose specific mass-to-charge ratio was detected by a time-of-flight mass
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spectrometer. The intensity of the mass-to-charge ratio can be used to determine the
present H2O2 gas concentration.
In a further work, Reisert et al. presented the usage of metal-oxide gas sensors even
for the detection of high H2O2 concentrations up to the percentage range and at elevated
temperatures [111]. Therein, the concentration was measured by a change of the resis-
tance of the semiconducting material (in this case, SnO2 showing a drop of the resistance
in the presence of H2O2). Even though, this sensor seems to be suitable for detecting
high concentrations under harsh environmental conditions, for an accurate operation, the
sensor must be heated by an additional voltage source, which makes it complicated to
drive it directly in a package during the sterilisation process.
Nevertheless, all of the above described sensing techniques for gaseous H2O2 are not
suitable for monitoring H2O2 inside the package or package surface in real-time during
the sterilisation process.
1.4.3 Content of the work
In a preceded work, a gas sensor for on-line monitoring H2O2 concentrations in sterilisa-
tion processes was established by Na¨ther [112, 113], which relies on a catalytic detection
mechanism. The sensor was built on top of a conventional transistor-outline (TO) socket
(s. Fig. 1.6). As temperature-sensing elements, two commercial resistance temperature
detectors are situated in opposing positions on the TO socket and are soldered on the
socket’s contact pins. One of the temperature-sensing elements was treated by a cat-
alytically active material, whereas the second element was covered by a thick layer of a
passive coating. The basic sensing principle is based on the exothermic reaction of H2O2
on the catalyst leading to a temperature rise on one of the sensing elements. Such a
sensor could be used for detecting the overall H2O2 concentration at a gas pipe in the
(a) (b)
Figure 1.6: Schematic view of the sensor arrangement for continuous H2O2 monitoring; a) calorimet-
ric differential set-up on transistor-outline (TO) socket and b) sensor shielded by a TO header and
a stainless steel mesh disk.
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sterilisation process in aseptic filling machineries. Based on the developed macroscopic
sensor set-up in the prior work of Na¨ther, the objective of this thesis was to realise
calorimetric thin-film gas sensors, which are suitable for measuring H2O2 concentrations
in packages, while they are being sterilised. Moreover, a sensor read-out electronic should
be designed, which allows the concentration monitoring during package sterilisation in
real-time.
To attain such an ambitious goal, the content of this thesis was split into explicitly
defined scopes corresponding to the number of publications, referring to chapter 2 to
chapter 8:
Chapter 2 describes the investigation of calorimetric gas sensors based on monolithic
thin-film thermopiles, which have been realised for H2O2 detection. Therein, the main
focus was to investigate the influencing factor of chosen material pairs as thermocouple,
which can be deposited by means of thin-film technology, on the sensor response. The
influence of the geometrical arrangement of the thermopile on the sensor signal was
studied as well. Furthermore, two catalytically active materials have been compared with
each other in terms of their sensitivities. A second focus of this chapter was to extensively
validate the sensor-response behaviour of the sensor arrangement with largest sensitivity
in an experimental H2O2 test rig under varied process conditions.
In chapter 3, a calorimetric H2O2 gas sensor that consists of thin-film resistances as
temperature-sensing elements on a single silicon chip is introduced. First of all, potential
catalysts were studied on a sensor-chip platform with regard to their effect on the overall
response behaviour of the calorimetric gas sensor. In addition, the sensor response was
examined in H2O2 atmosphere under altered process conditions according to the sensor
validation in chapter 2.
Chapter 4 deals with an intensified study of the passive coating of the calorimetric gas
sensor against H2O2. Here, polymeric materials have been used with enlarged thermal
endurance as well as high chemical inertness. In order to realise coatings with thin
but homogeneous thicknesses, the materials have been deposited by thin-film technique
on equal sensor platforms and subsequently tested in H2O2 atmosphere with respect to
their suitability as passivation of calorimetric gas sensors. The chapter is additionally
supported by thermal characterisation of the polymeric materials as well as by studying
possible degradation effects of the coatings, after they are treated by H2O2.
In chapter 5, an optimisation of the thin-film calorimetric gas sensors introduced in
the chapters before was performed, wherein their response behaviour against H2O2 was
strongly improved. The sensor was fabricated on a novel basic substrate made up of a
polyimide foil instead of conventional silicon, whereon the sensor’s transducer structures
were fabricated in the same manner as before. Besides a subsequent characterisation of
the sensor in H2O2 atmosphere, a thermal model was designed to evaluate the thermal
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response behaviour of the novel sensor set-up. Moreover, a possible mechanism of the
catalytic surface reaction is given in this chapter that is confirmed by a supplementary
material inspection of the catalytic surface. As additional information, a theoretical
consideration of the sensor’s sensitivity is devised for a better understanding of the sensor-
response behaviour.
In a continuing study presented in chapter 6, the calorimetric sensor arrangement
built on top of the polyimide foil was further on miniaturised and extensively charac-
terised in H2O2 atmosphere under diversified process conditions. In addition, material
investigations have been conducted to evaluate the thermal properties of polyimide as
well as its chemical consistency in gaseous H2O2.
To demonstrate the necessity for monitoring the H2O2 concentration in sterilisation
processes, the microbicidal effectiveness of gaseous H2O2 was determined by microbio-
logical test series with bacterial spores carried out in a wide range of parameter settings.
At the same time, sensor measurements have been conducted at corresponding process
parameters. From the results of both, the microbiological inspection and the sensor mea-
surements, a correlation model was established, whereby the sensor signal was directly
related to the microbicidal effectiveness of gaseous H2O2. This study is the main content
of chapter 7.
In chapter 8, a novel wireless sensor system comprising one of the thin-film calori-
metric gas sensors introduced in the previous chapters and a specially designed electronic
unit that enables real-time monitoring of gaseous H2O2 during the package sterilisation
in aseptic filling machineries is presented. For a rapid concentration measurement in such
a dynamic process, a novel read-out strategy of the sensors was established. The chapter
ends with an exemplary H2O2 measurement with the wireless sensors system that was
accomplished in an industrial aseptic filling machinery for demonstrating its suitability
as monitoring device for sterilisation processes.
Chapter 9 closes the current thesis with a final summary of the results, new experi-
ences gained throughout this work and an outlook including potential ongoing strategies.
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2.1 Abstract
In aseptic filling systems, hydrogen peroxide vapour is commonly used for the reduction
of microbial contaminations in carton packages. In this process, the germicidal efficiency
of the vapour depends especially on the H2O2 concentration. To monitor the H2O2 con-
centration, a calorimetric H2O2 gas sensor based on a catalytically activated thin-film
thermopile is investigated. Two different sensor layouts, namely a circular and a linear
form, as well as two various material pairs such as tungsten/nickel and gold/nickel, have
been examined for the realisation of a thin-film thermopile. Additionally, manganese ox-
ide and palladium particles have been compared as responsive catalysts towards H2O2.
The thin-film sensors have been investigated at various H2O2 concentrations, gas tem-
peratures and flow rates.
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2.2 Introduction
In recent years, the packaging material in aseptic filling processes has become more and
more important, especially to assure high quality of the shelf life of food and beverages,
because the material was found to represent a significant source for microbial contamina-
tions of the filled products [1–4]. Obviating this contamination, hence, the packages have
to be antimicrobially pre-treated before the products are filled into it. In aseptic filling
processes, one of the mostly used sterilisation agents for carton packages is hydrogen
peroxide vapour (HPV) besides to other chemicals, like formaldehyde and ozone. This is
caused by the oxidising effect and the decomposition of HPV in water vapour and oxy-
gen [4–7]. In such an aseptic filling process, the carton packages are firstly pre-heated,
subsequently microbially reduced by HPV and finally filled with the food products or bev-
erages. During the reduction of microbial contaminations, an H2O2 solution (35% w/w)
is evaporated and afterwards streamed together with compressed air into the pre-heated
package at a temperature of nearly 250 ◦C and a flow rate of about 10 m3/h. The H2O2
concentration of the gas mixture, varying between 4 and 10% v/v, correlates thereby
with the germicidal efficiency and should be monitored in this process. Hence, a sensor
system is needed, which can detect the H2O2 concentration in an aseptic filling process
and consequently controls the reduction of microbial contaminations in carton packages.
In the last years, various types of sensors for the detection of hydrogen peroxide have
been introduced. Mainly, these sensors are electrochemical sensors [8–12]. However,
electrochemical sensors cannot be applied either at the required elevated temperatures
or be used for determination of H2O2 concentrations up to 10% v/v in a gas mixture, like
in the introduced aseptic filling process. Other sensors, being presented, are calorimetric
sensors for the detection of volatile and combustible gases which could be used for the
monitoring of HPV [13–19]. But those sensors are highly unspecific and they could also
be responsive to other components of the gas mixture of the HPV process. In this work,
a novel calorimetric H2O2 gas sensor based on a thin-film thermopile is investigated. The
calorimetric sensor device relies on a differential set-up of a catalytically activated and a
passivated segment that was introduced in former works [20–22]. In HPV atmosphere, the
hydrogen peroxide decomposes on the catalyst and exothermic heat can be determined
by a thin-film thermopile in the form of a temperature increase. Therefore, different
layouts and material pairs for the thermopile and catalyst have been examined.
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2.3 Experimental
2.3.1 Sensor design and fabrication
For the realisation of the calorimetric H2O2 gas sensor a thin-film thermopile as temperature-
sensing element that relies on the Seebeck effect was designed. The temperature gradient
of a thermopile between the two segments containing the respective junctions of the ma-
terial pair can be determined by the thermoelectric voltage:
∆UTh =
N∑
n=1
(αA/B ·∆T ) (2.1)
with the Seebeck coefficient αA/B for the material pair A/B and N as the number of
junctions.
As substrate for the thin-film thermopile, silicon with an insulation layer of 500 nm
SiO2 has been used. The thin-film thermopile was designed in a circular and linear form,
both of them consisting of eight junctions of the material pair shown in Fig. 2.1.
(a) (b)
(c) (d)
Figure 2.1: Schematic top-view of the calorimetric H2O2 gas sensor based on a thin-film thermopile
with (a) circular and (b) linear layout of the material pair with a chip size of 10 x 10 mm2; cross-
section scheme of the sensor with (c) circular and (d) linear thin-film thermopile. (1) Si substrate,
(2) SiO2 layer, (3) thin-film thermopile, (4) contact pads, (5) passivation layer and (6) catalyst.
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Two different material pairs, tungsten/nickel and gold/nickel, which have a relatively
high Seebeck coefficient, have been investigated for the thin-film thermopile. The theo-
retical characteristics of the thermoelectric voltage of W/Ni and Au/Ni thermocouples
at various temperature differences are shown in Fig. 2.2. The materials for the thin-film
thermopile have been separately deposited via physical vapour deposition and patterned
by conventional photolithography. The layer thickness of the first deposited material,
tungsten as well as gold, is 200 nm and of the subsequently deposited material, nickel,
300 nm, so that an overlapping of the material pairs at the junctions is assured.
Figure 2.2: Theoretical characteristics of the thermoelectric voltage of tungsten/nickel and
gold/nickel thermocouples at various temperature differences between the junctions (data adapted
from [23]).
Afterwards, the thin-film thermopile was passivated with SU-8 photoresist because of
its chemical and thermal stability. The resist was deposited by spin-coating to achieve
a homogenous layer with a thickness of 1.5 µm. In a final step, the thin-film thermopile
was activated by a catalyst, which is highly selective to H2O2. As catalytically active
materials, manganese oxide and palladium have been investigated. Therefore, the thin-
film thermopile was deposited with either a dispersion of MnO2 particles or Pd particles
via drop-coating and heat-treated at 360 ◦C for 30 min. Particles are chosen to achieve
a high sensitivity towards H2O2 due to their large contact area. The grain size of the
MnO2 amounts to be 10 µm and of Pd particles is up to 500 nm (s. Fig. 2.3).
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(a) (b)
Figure 2.3: Scanning electron microscopic pictures of the catalytically active materials: (a) MnO2
particles and (b) Pd particles.
In HPV atmosphere, a temperature difference between the catalytically active and
passive segment can be detected in the form of a thermoelectric voltage caused by the
released reaction enthalpy of the exothermal decomposition of H2O2 on the MnO2 or Pd
particles. Therein, the reaction enthalpy correlates linearly with the H2O2 concentra-
tion of the gas mixture and the resulting temperature difference can be approximately
calculated as in Ref. [24].
2.3.2 Experimental set-up
For the characterisation of the calorimetric H2O2 gas sensor, an experimental set-up was
developed, where the HPV process of aseptic filling systems can be reproduced. The
set-up contains two reservoirs for H2O2 solution (35% w/w) and deionised water as well
as a dosing system with a flow-control unit and a dosing pump for each reservoir to
realise various concentrations and flow rates. Compressed air is used as carrier gas for
the H2O2 solution and the deionised water. Before the aerosol of air and H2O2 solution or
deionised water is streamed into the measuring chamber, it is vaporised in a heater of the
evaporation unit, which also contains a control system to regulate the gas temperature.
A diagram of the experimental set-up is shown in Fig. 2.4.
The control and regulation of the experimental set-up are accomplished via a data
acquisition system and a LabVIEW program that is also used for reading out the sensor
signal during the measurement.
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Figure 2.4: Diagram of the experimental set-up with measuring chamber for the sensor
characterisation.
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2.4 Results and discussion
2.4.1 Material characterisation
In the experimental set-up the two different sensor layouts, circular and linear, for both
material pairs, tungsten/nickel and gold/nickel, with MnO2 particles as catalyst have
been characterised firstly. Therefore, the combined materials and different layouts have
been examined at various gas concentrations with regard to their sensitivity against
H2O2. In Tab. 2.1, the sensitivities of these compositions are summarised.
Table 2.1: Sensitivities to H2O2 of the sensors as a function of the sensor’s scheme and the junction’s
material pair with MnO2 catalyst.
Material pair
Sensitivity (µV/(% v/v))
Circular thermopile Linear thermopile
Tungsten/nickel 22.0 103
Gold/nickel 22.3 111
The gas sensor based on a circular thermopile of W/Ni as well as Au/Ni provides
a relatively low sensitivity of 22 µV/(% v/v), whereas the sensor based on a linear
thermopile possesses a sensitivity above 100 µV/(% v/v) against H2O2. This effect relies
on the shorter distance between the catalytically activated and passivated junctions of
the circular thermopile that causes an increase in temperature on the passive segment
during the exothermal decomposition of H2O2 on the active segment and reduces the
temperature difference between both segments. Additionally, the sensor based on the
Au/Ni thermopile offers a higher response as the W/Ni-based sensor in spite of the
higher theoretical Seebeck coefficient of W/Ni. This behaviour probably relies on the
large resistance of tungsten, which causes a voltage drop during the measurement. The
resistance of the tungsten layer is about 2.5 times higher than the resistance of the gold
layer.
As a result, the calorimetric gas sensor based on a linear Au/Ni thermopile has been
used for the investigation of the two different catalysts, namely manganese oxide and
palladium. The Pd particles are more catalytically active against H2O2 than the MnO2
particles that may be caused by the rougher and thus larger surface to volume ratio of
the Pd particles. As a consequence of this, the calorimetric H2O2 gas sensor based on a
linear Au/Ni thermopile with Pd particles as catalyst has been used for further sensor
investigations. The sensor signal in the form of a thermoelectric voltage for all of the
combined materials and layouts at various H2O2 concentrations is presented in Fig. 2.5.
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Figure 2.5: Thermoelectric voltage of the different combined materials and sensor layouts at various
H2O2 concentrations (off-set corrected).
2.4.2 Sensor validation
After the material characterisation, the calorimetric H2O2 gas sensor based on a linear
Au/Ni thermopile with Pd particles as catalyst is studied in the experimental set-up.
Therefore, the sensor signal was detected at various H2O2 concentrations from 0 to
8% v/v at a constant gas temperature of 270 ◦C and a flow rate of 10 m3/h to determine
the sensor characteristics and the hysteresis. In Fig. 2.6(a), the sensor signal in the
form of a thermoelectric voltage is presented for various H2O2 concentrations. The
calorimetric gas sensor shows a linear characteristic against H2O2 and has a maximum
hysteresis of 67 µV in this measurement. The response time of this sensor was 2.5 s to
achieve 90% of the stable sensor signal for each concentration. The calibration plot of the
calorimetric H2O2 gas sensor is shown in Fig. 2.6(b). The sensor possesses a sensitivity
of 166 µV/(% v/v) in the concentration range of 0-8% v/v H2O2 and has an off-set
of 120 µV that results from a nonuniform temperature distribution in the measuring
chamber.
Afterwards, the influence of the gas temperature on the sensor signal has been in-
vestigated in the experimental set-up. Various gas temperatures reaching from 180 to
300 ◦C were adjusted in the set-up and the sensor signal has been determined for these
temperatures at a constant H2O2 concentration of 4.2% v/v and a flow rate of 10 m
3/h.
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(a)
(b)
Figure 2.6: (a) Thermoelectric voltage of the calorimetric gas sensor based on a linear Au/Ni ther-
mopile with Pd as catalyst at various H2O2 concentrations (gas temperature: 270
◦C, flow rate:
10 m3/h); and (b) resulting calibration plot.
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In Fig. 2.7, the small influence of the gas temperature on the sensor signal is depicted.
At a low gas temperature, close to 180 ◦C, the sensor exhibits a slightly lower thermo-
electric voltage of 16% compared to the sensor signals between 210 and 300 ◦C, which
are nearly equal. The decreasing sensor signal at lower temperatures can be explained
by means of the Arrhenius equation:
k = A · e−EA/(R ·T ) (2.2)
Therein, k is the reaction rate, A is the pre-exponential factor, EA is the activation
energy, R is the gas constant and T is the temperature.
If the gas temperature is reduced, the reaction rate for the exothermal decomposition
of H2O2 on the catalyst decreases and a lower thermoelectric voltage is detected.
Figure 2.7: Temperature influence on the sensor signal at a constant H2O2 concentration of 4.2% v/v
and a flow rate of 10 m3/h.
In the final measurement series, shown in Fig. 2.8, the influence of the gas-flow rate
on the thermoelectric voltage of the calorimetric gas sensor has been determined at a
constant H2O2 concentration of 4.2% v/v and a temperature of 270
◦C. Here, the gas-flow
rate was varied from 7.5 to 15 m3/h. The sensor shows an almost constant thermoelectric
voltage at the various gas-flow rates from 7.5 to 15 m3/h. At higher flow rates the sensor
signal slightly increases up to about 8.8% at the highest rate of 15 m3/h towards the
thermoelectric voltage at 10 m3/h.
39
Physica Status Solidi A 207, 4 (2010), 787–792
Figure 2.8: Influence of the gas-flow rate on the sensor signal at a constant H2O2 concentration of
4.2% v/v and a gas temperature of 270 ◦C.
2.5 Conclusions
A calorimetric gas sensor based on a catalytically activated thin-film thermopile for the
H2O2 detection has been investigated. Therefore, an experimental set-up together with
a data acquisition system to control and regulate the set-up and to read out the gas
sensor has been developed. The sensor device relies on the Seebeck effect. In a first
step, two different layouts, a circular and a linear thermopile of tungsten/nickel and
gold/nickel have been examined as suitable temperature transducer. Therein, the linear
thermopile has shown a higher sensor signal in the form of a thermoelectric voltage than
the circular one. The material pair gold/nickel possesses a slightly higher sensitivity
than tungsten/nickel. In a subsequent characterisation of the sensor device in the ex-
perimental set-up, the catalytical activity of manganese oxide and palladium particles
towards H2O2 has been compared, in which palladium has shown a higher activity. As a
consequence of the material characterisation, a calorimetric gas sensor based on a linear
Au/Ni thermopile that is catalytically activated with Pd particles has been realised and
further verified. The sensor device offers a sensitivity of 166 µV/(% v/v) against H2O2
in the concentration range from 0 to 8% v/v and a response time of 2.5 s. For a constant
H2O2 concentration, the sensor shows a nearly steady sensor signal in a gas temperature
range of 210-300 ◦C and at a gas-flow rate between 7.5 and 15 m3/h.
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In a next step, the verified calorimetric gas sensor will be coupled on an RFID trans-
mission system for the in-line monitoring of the H2O2 concentration during the reduction
of microbial contaminations in carton packages in aseptic filling systems.
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2.6 Appendix
2.6.1 Additional measurement curves as support to material characterisation
In the following diagrams, the measurement curves of the calorimetric gas sensors with
different layouts and material compositions of the thin-film thermopile are summarised
as supporting material for section 2.4.1.
(a)
(b)
Figure 2.9: Measurement curves of the calorimetric gas sensors based (a) on a linear Au/Ni thermopile
and (b) on a linear W/Ni thermopile, both with MnO2 as catalyst at various H2O2 concentrations
(gas temperature: 270 ◦C, flow rate: 10 m3/h).
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(a)
(b)
Figure 2.10: Measurement curves of the calorimetric gas sensors based (a) on a circular Au/Ni
thermopile and (b) on a circular W/Ni thermopile, both with MnO2 as catalyst at various H2O2
concentrations (gas temperature: 270 ◦C, flow rate: 10 m3/h).
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2.6.2 Additional measurement curves as support to sensor validation
Additional measurement curves of the calorimetric gas sensor with linear Au/Ni ther-
mopile and Pd as catalyst are shown in the next diagrams as support to section 2.4.2.
Figure 2.11: Response time of the calorimetric H2O2 gas sensor based on a linear Au/Ni thermopile
with Pd as catalyst (H2O2 concentration: 4.2% v/v, gas temperature: 270
◦C, flow rate: 10 m3/h).
Figure 2.12: Measurement curve for the determination of the temperature influence on the sensor
signal at a constant H2O2 concentration of 4.2% v/v and a flow rate of 10 m
3/h.
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Figure 2.13: Measurement curve for the determination of the influence of the gas-flow rate on the
sensor signal at a constant H2O2 concentration of 4.2% v/v and a gas temperature of 270
◦C.
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3.1 Abstract
In common aseptic filling processes, hydrogen peroxide vapour is a predominantly ap-
plied antimicrobial for the inactivation of microorganisms in packages. During this pro-
cess, the germicidal effectivity of the antimicrobial treatment depends especially on the
H2O2 concentration of the gas mixture. For the detection of H2O2 in aseptic filling
processes, a novel thin-film calorimetric gas sensor based on a differential set-up of a cat-
alytically activated and a passivated temperature-sensing element has been realised in
the present work. The sensor device contains two meander-shaped platinum resistances
as temperature-sensing elements; both have been passivated with spin-coated perfluo-
ralkoxy. As catalytically active materials for the calorimetric gas sensor, palladium,
platinum black and manganese oxide particles have been studied in the developed ex-
perimental set-up, wherein MnO2 has shown the highest sensitivity of 0.565
◦C/(% v/v)
towards H2O2. Afterwards, the characteristic of the sensor device with MnO2 particles
as catalyst has been examined at various H2O2 concentrations and additionally, the in-
fluence of gas temperature and gas-flow rate on the sensor signal has been validated in
the experimental set-up.
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3.2 Introduction
At present time, the inactivation of microorganisms on the surface of packages for food
and beverages plays an important role in pharmacy and food industry, especially to
assure the shelf life and the hygienic standard of filled products [1–4]. For the inactivation
of microorganisms, hence, the packages have to be pretreated by antimicrobials before
filling them with food products or beverages [3–6]. Therefore, hydrogen peroxide vapour
(HPV) has become a prevalent antimicrobial in aseptic filling processes compared to
other chemicals, like formaldehyde, ethylene oxide and ozone, due to its strong oxidising
effect and the decomposition in environment-friendly products, namely water vapour and
oxygen [6–9]. In such an aseptic filling process, the carton packages are firstly pre-heated,
afterwards antimicrobially treated by HPV and finally, filled with the food products or
beverages. For the inactivation of microorganisms an aqueous solution with 35% w/w
H2O2 is evaporated and subsequently streamed together with compressed air into the
carton package at a temperature above 200 ◦C and a gas-flow rate of nearly 10 m3/h.
During this process, the H2O2 concentration of the gas mixture can be varied between 4
and 10% v/v and correlates thereby with the germicidal effectivity of the HPV treatment
[8, 9]. To control the germicidal effectivity, a sensor system is required, which detects
the H2O2 concentration of the gas mixture and ensures a sufficient HPV treatment.
Over the past years, different types of H2O2 sensors have been realised. In most cases,
these sensors are electrochemical sensors [10–14] that can neither be applied at those
elevated temperatures nor detect H2O2 concentrations up to 10% v/v. Furthermore,
calorimetric sensors for the detection of several volatile and combustible gases have been
introduced [15–20], which were considered for monitoring the HPV process. In [15, 16],
thick-film calorimetric sensors of two platinum heater structures are presented, where
one of them is catalytically activated and a second structure without catalyst serves
as a compensating element. However, a significant disadvantage of these sensors for
monitoring the H2O2 concentration in HPV processes is that they are not passivated,
leading to a strong drift of the sensor signal due to the humidity of HPV. A microsensor
of two platinum filaments for the detection of combustible gases has been introduced
in [17], which could also be applied for H2O2 monitoring. The authors mentioned that
this sensor is also responsive to changes in the gas-flow rate and temperature, so that
the device is not suited in HPV processes. Thermopile-based sensors for the detection
of hydrogen are presented in [18, 19]. The sensor devices offer a sensor signal depending
on the gas-flow rate and they possess a long response time. In addition, a calorimetric
sensor arrangement was developed for the detection of volatile organic compounds in
[20]. As reported in this work, the catalytically active layers of the realised sensors are
responsive to several compounds and they rely on a drift according to the gas flow.
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Considering the different calorimetric sensor devices [15–20], a novel thin-film calori-
metric gas sensor for the detection of H2O2 concentrations in aseptic filling processes
has been investigated in this work. The sensor device is based on a differential set-up
of a catalytically activated and a passivated temperature-sensing element, similar to the
sensor set-up in [21–23]. An adequate passivation material has been selected, which
is stable in the chemically aggressive atmosphere and at elevated temperatures. Ad-
ditionally, various catalysts for H2O2 decomposition have been studied with regard to
their sensitivity. The temperature-sensing elements of the sensor device are not actively
heated, like for conventional calorimetric gas sensors. Instead of an active sensor heat-
ing, the gas temperature of the HPV process is exploited to obtain a sufficiently high
sensor temperature. In order to monitor the H2O2 concentration in-line during the HPV
treatment of packages, the calorimetric gas sensor shall be coupled on an RFID (radio
frequency identification) circuit and embedded in a test package.
3.3 Experimental
3.3.1 Sensor design and fabrication
The calorimetric H2O2 gas sensor based on a differential set-up on chip level con-
sists of two meander-shaped platinum structures as temperature-sensing elements (s.
Fig. 3.1(a)). As bulk material a silicon substrate with an insulation layer of 500 nm SiO2
has been used. A platinum layer of 200 nm together with an adhesion layer of 20 nm tita-
nium was deposited on the bulk material via physical vapour deposition and patterned by
conventional photolithography. The theoretical resistance value of the meander-shaped
platinum structures is in the range of 1.5 kΩ at room temperature. Both structures have
been covered with perfluoralkoxy (PFA) due to its stability at elevated temperatures of
up to 300 ◦C as well as in reactive atmospheres and its hydrophobic property to avoid
condensation on the sensor surface. The PFA resin was deposited via spin-coating at
750 rpm for 10 s to gain a homogeneous and closed passivation layer. Afterwards, the
PFA resin was pre-heated at 160 ◦C for 5 min and finally, heat-treated at 360 ◦C for
25 min. As catalytically active materials, palladium, platinum black and manganese ox-
ide particles have been investigated. Therefore, one of the passivated platinum structure
was coated and heat-treated with a dispersion of either Pd, Pt black or MnO2 particles,
to achieve a large contact area. The catalytically active surface of each dispersion was
inspected by a scanning electron microscope, Gemini 1550 from Zeiss (s. Fig. 3.2). From
the images, large surface areas of the different catalysts can be assured, which imply
a high sensitivity of each sensor. A photographic picture of the fabricated calorimetric
H2O2 gas sensor is presented in Fig. 3.1(b).
52
Thin-film calorimetric H2O2 gas sensor for the validation of germicidal effectivity
(a) (b)
Figure 3.1: (a) Scheme of the calorimetric H2O2 gas sensor and (b) photographic picture of a fab-
ricated sensor with two meander-shaped resistances covered with PFA and catalytically activated
with MnO2 particles (chip size: 10 x 10 mm
2).
(a) (b)
(c)
Figure 3.2: Scanning electron microscopic pictures of the catalytically active materials, (a) Pd parti-
cles, (b) Pt black particles and (c) MnO2 particles.
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If the calorimetric gas sensor is exposed in HPV atmosphere, a temperature difference
between the activated and passivated temperature-sensing element can be detected that
is caused by the exothermal decomposition of H2O2 on the catalytically active particles.
The theoretical temperature difference can be calculated as follows:
∆T =
HR ·n
Cp
(3.1)
where HR is the change of enthalpy during the exothermal decomposition of H2O2 on
the catalyst, n as number of H2O2 and Cp is the heat capacity of the gas components.
3.3.2 Experimental set-up
For material characterisation and sensor validation an experimental test system has been
developed, whereby the HPV process of aseptic filling systems can be simulated. The
experimental set-up consists of two reservoirs for H2O2 solution (35% w/w) and deionised
water, a dosing system for each reservoir, a flow-control and an evaporation unit as well
as a measuring chamber, in which the sensor device can be investigated. In this set-up,
compressed air is used as carrier gas for both reservoirs. With the dosing systems, various
H2O2 concentrations of up to 10% v/v and gas-flow rates between 7.5 and 15 m
3/h can
be adjusted. Additionally, the influence of humidity on the sensor device can be studied
by dosing deionised water to the carrier gas. In the heater of the evaporation unit, the
mixture is vaporised at a certain temperature and then, streamed into the measuring
chamber.
In Fig. 3.3, a diagram of the experimental test system is shown. For regulation and
control of the experimental set-up, a data acquisition system and a LabVIEW program
were established, which have also been used for supplying the sensor device and reading
out the sensor signal during the measurement.
3.4 Results and discussion
3.4.1 Material characterisation
In a first step, the various catalytically active materials such as palladium, platinum
black and manganese oxide particles have been examined with regard to their sensitivity
towards H2O2. Therefore, the signal of the calorimetric gas sensors as temperature dif-
ference between the catalytically activated and passivated temperature sensing element
has been detected at various H2O2 concentrations from 0 to 8% v/v. All catalytically
active materials have shown a linear response characteristic towards H2O2 in the in-
vestigated concentration range. In Fig. 3.4, the regression curves of the temperature
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difference signal for the various catalytically active materials are depicted. The diagram
shows that manganese oxide possesses the highest sensitivity of 0.565 ◦C/(% v/v) to-
wards H2O2 compared to palladium with 0.261
◦C/(% v/v) and platinum black with
0.229 ◦C/(%v/v). Nevertheless, the sensitivity of the sensor with MnO2 particles is re-
duced to 12.2% in contrast to the sensor device reported in [23]. The reason for the lower
Figure 3.3: Diagram of the experimental test system with measuring chamber for material charac-
terisation and sensor validation in HPV atmosphere.
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sensitivity might be that the catalytically active surface area is smaller than the active
area of the sensor in the former work. In addition, the whole differential set-up of cat-
alytically activated and passivated sensor element is built-up on one single chip so that
the increasing temperature on the catalyst due to the exothermal H2O2 decomposition
has also an influence on the detected reference temperature of the passivated sensor ele-
ment, which can result in a smaller temperature difference for each H2O2 concentration.
The sensitivity values of the catalytically active materials, characterised in this work, are
summarised in Tab. 3.1.
Figure 3.4: Temperature difference of the investigated calorimetric gas sensors activated by Pd, Pt
black and MnO2 particles at various H2O2 concentrations.
Table 3.1: Sensitivity of the different calorimetric gas sensors activated by Pd, Pt black and MnO2
particles.
Catalyst Sensitivity
(◦C/(% v/v))
Palladium 0.261 ± 0.010
Platinum black 0.229 ± 0.008
Manganese oxide 0.565 ± 0.007
For the subsequent sensor validation, the calorimetric H2O2 gas sensor with MnO2
particles as catalytically active material has been used due to its high sensitivity towards
H2O2.
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3.4.2 Sensor validation
After characterisation of the different catalytically active materials, the thin-film calori-
metric H2O2 gas sensor with MnO2 particles has been validated in the experimental
set-up. First, the sensor device has been examined at various H2O2 concentrations in
the measuring chamber. Therefore, the sensor signal in form of a temperature difference
between the catalytically activated and passivated temperature-sensing element has been
detected towards higher and then, towards lower concentrations between 0 and 8% v/v
H2O2 (s. Fig. 3.5(a)). Each concentration was adjusted for 1000 s during the measure-
ment. Additionally, deionised water was dosed between the H2O2 concentrations. The
resultant calibration plot of the calorimetric gas sensor is presented in Fig. 3.5(b). The
sensor device has shown a sensitivity of 0.565 ◦C/(% v/v) towards H2O2 and an off-set of
0.120 ◦C. The origin of the off-set relies on the slight different positions of the catalytically
activated and passivated sensor elements under the gas-outlet nozzle in the measuring
chamber of the experimental set-up, which leads to a small difference in temperature
of the two sensor elements. The hysteresis of the sensor amounts to be 0.178 ◦C. At a
constant H2O2 concentration of 4.2% v/v, the response behaviour of the calorimetric gas
sensor was determined (s. Fig. 3.6), where the response time is about 6.7 s (to achieve
90% of a stable sensor signal). Regarding the influence of humidity on the calorimetric
gas sensor, no change in the sensor signal was observed when deionised water was dosed
in the measuring chamber. The whole sensor characteristics are summarised in Tab. 3.2.
In addition, the influence of gas temperature on the calorimetric gas sensor has been
studied in the experimental set-up. Therefore, the temperature of the gas mixture has
been varied in steps of 30 ◦C between 180 and 330 ◦C, which is equivalent to a change
in sensor temperature from above 80 to 180 ◦C, and at the same time the temperature
difference signal of the sensor device has been detected at a constant H2O2 concentration
of 4.2% v/v and a gas-flow rate of 10 m3/h. The relative sensor signal for each gas
temperature is shown in Fig. 3.7(a).
The diagram shows that the sensitivity of the calorimetric gas sensor decreases with
lower gas temperatures. At a gas temperature of 180 ◦C the sensor signal was reduced
by 30% compared to 330 ◦C. The dependence of the sensor signal on the gas temperature
can be described by means of the Arrhenius equation:
k = A · e−EA/(R ·T ) (3.2)
Therein, k is the reaction rate, A the pre-exponential factor, EA the activation energy,
R the gas constant and T is the temperature.
For decreased gas temperatures, the reaction rate of the exothermal decomposition of
H2O2 on the catalyst of the calorimetric H2O2 gas sensor is reduced and consequently,
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(a)
(b)
Figure 3.5: (a) Sensor signal of the thin-film calorimetric gas sensor based on a differential set-up
with MnO2 as catalyst at various H2O2 concentrations and H2O concentrations and (b) calibration
plot of the sensor device (gas temperature: 270 ◦C, gas-flow rate: 10 m3/h).
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Figure 3.6: Response time of the calorimetric H2O2 gas sensor with MnO2 as catalyst (H2O2 con-
centration: 4.2% v/v, gas temperature: 270 ◦C, gas-flow rate: 10 m3/h).
leads to a lower temperature difference of the sensor device. For industrial sensor ap-
plications in aseptic filling processes, the gas temperature can be measured with the
passivated temperature-sensing element of the calorimetric gas sensor additionally, so
that the temperature-dependent behaviour can be compensated accordingly.
Finally, the impact of the gas-flow rate on the sensor signal has been investigated in
the experimental set-up. During the measurement, the gas-flow rate has been changed
from 7.5 to 15 m3/h and the temperature difference of the calorimetric gas sensor has
been detected at a constant H2O2 concentration of 4.2% v/v. The sensor signals in form
Table 3.2: Characteristics of the thin-film calorimetric H2O2 gas sensor with MnO2 particles as cat-
alytically active material.
Characteristics
Sensitivity (◦C/(% v/v)) 0.565
Off-set (◦C) 0.120
Response time (s) 6.7
Hysteresis (◦C) 0.178
Accuracy (% v/v) 0.11
Stability (h) >10
Influence of humidity No
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(a)
(b)
Figure 3.7: Influence of (a) gas temperature (gas-flow rate: 10 m3/h) and (b) gas-flow rate (gas
temperature: 270 ◦C) on the sensor signal of the calorimetric gas sensor with MnO2 as catalyst at
a constant H2O2 concentration of 4.2% v/v.
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of temperature differences at the various gas-flow rates are shown in Fig. 3.7(b). The
sensor device possesses nearly the same sensitivity at the higher flow rates of 12.5 and
15 m3/h. At the lowest gas-flow rate of 7.5 m3/h, the sensor signal decreased to 54% of
its initial value of about 2.45 ◦C at 15 m3/h. This behaviour can be explained due to the
heat dissipation on the sensor surface, which correlates with the gas-flow rate. On the
catalytically activated temperature-sensing element, H2O2 decomposes exothermically
and consequently, reaction heat in form of an increase in temperature is released. At lower
gas-flow rates, the reaction heat has also an influence on the passivated temperature-
sensing element, because the ambient gas next to the catalytically active surface of the
sensor device is heated up and a lower temperature difference between the catalytically
activated and passivated temperature-sensing element of the calorimetric gas sensor is
then detected. At gas-flow rates above 10 m3/h, the heated gas on the sensor surface
is completely dissipated by the gasflow and the reaction heat has no influence on the
passivated temperature-sensing element. In industrial aseptic filling processes, the gas-
flow rate is regulated with a flow-control unit and represents a fixed parameter during
the treatment of packages. This means that the change in sensitivity with respect to the
gas-flow rate has to be considered mainly before the sensor is established for the first
time in an aseptic filling process.
3.5 Conclusions
A thin-film calorimetric H2O2 gas sensor for the validation of the germicidal effectiv-
ity in aseptic filling processes has been fabricated and characterised in the developed
experimental set-up. The sensor device is based on an “on chip” differential set-up of
a catalytically activated and a passivated temperature-sensing element, which consists
of two meander-shaped platinum structures. Spin-coated perfluoralkoxy has been estab-
lished as a suitable passivation layer for the calorimetric H2O2 gas sensor. As catalytically
active materials towards H2O2, palladium, platinum black and manganese oxide parti-
cles have been examined in the experimental test system. Therein, MnO2 particles have
shown the highest sensitivity towards H2O2 and have subsequently been used for further
sensor characterisation in the experimental set-up. The parameters of the calorimetric
H2O2 gas sensor have firstly been determined at various H2O2 concentrations in the
range of 0 to 8% v/v. The sensor device has shown a linear response behaviour with
a sensitivity of 0.565 ◦C/(% v/v) and an accuracy of 0.11% v/v. The sensor response
time (t90%) amounts to be 6.7 s. In addition, the calorimetric H2O2 gas sensor has been
validated at various gas temperatures. Therefore, the sensor signal has been detected at
a constant H2O2 concentration in a temperature range of 180-330
◦C. If the gas temper-
ature decreases, the sensor device possesses a lower sensitivity. While measuring the gas
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temperature with the passivated temperature-sensing element, the influence of the gas
temperature on the sensor signal can be compensated by means of the sensor electronic
and read-out software. In a final step, the influence of the gas-flow rate on the sensor
signal has been determined. It was observed that the sensitivity is decreased with lower
gas-flow rates beneath 10 m3/h. In aseptic filling processes, the gas-flow rate is adjusted
at a constant value, so that the appropriate calibration parameters of the calorimetric
H2O2 gas sensor have to be used.
In order to read out the sensor signal of the thin-film calorimetric H2O2 gas sensor
in-line during the antimicrobial treatment of packages, an RFID transmission system
is envisaged. The transmission system contains a passive RFID transponder that is
inductively coupled to an RFID transceiver. The transponder is directly connected to the
calorimetric gas sensor and shall be fabricated on chip level with an integrated low power
circuit, which includes a microcontroller, receiver circuit with antenna and a capacitor
bank for short energy storage. The RFID transceiver, placed outside of the aseptic filling
system, is used for the power supply of the transponder and to read out the sensor signal
in a pulsed mode at an evaluated frequency. In a final step, the calorimetric H2O2 gas
sensor shall be embedded inside of the test package and the RFID transponder on the
outer surface of this package, so that an in-line detection of the H2O2 concentration in
aseptic filling systems is allowed.
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3.6 Appendix
3.6.1 Additional measurement curves as support to material characterisation
The measurement curves of the calorimetric gas sensors activated by different catalysts
are shown in the following diagrams as support to section 3.4.1.
(a)
(b)
Figure 3.8: Temperature on activated and passivated temperature-sensing element (upper curves)
and temperature difference (lower curve) of (a) the calorimetric gas sensor with Pd and (b) the
calorimetric gas sensor with Pt black as catalyst at various H2O2 and H2O concentrations (gas-flow
rate: 10 m3/h, gas temperatures 270 ◦C).
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Figure 3.9: Temperature on activated and passivated temperature-sensing element (upper curves)
and temperature difference (lower curve) of the thin-film calorimetric gas sensor based on a differ-
ential set-up with MnO2 as catalyst at various H2O2 and H2O concentrations (gas temperature:
270 ◦C, gas-flow rate: 10 m3/h).
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3.6.2 Additional measurement curves as support to sensor validation
In the following diagrams, the measurement curves of the calorimetric gas sensor acti-
vated by MnO2 are shown as support to section 3.4.2.
(a)
(b)
Figure 3.10: (a) Temperature on activated and passivated temperature-sensing element and (b) re-
sulting temperature difference of the calorimetric gas sensor with MnO2 as catalyst at different
gas temperatures varied between 180 and 330 ◦C (gas-flow rate: 10 m3/h, H2O2 concentration of
4.2% v/v).
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(a)
(b)
Figure 3.11: (a) Temperature on activated and passivated temperature-sensing element and (b) re-
sulting temperature difference of the calorimetric gas sensor with MnO2 as catalyst at different
gas-flow rates varied between 7.5 and 15 m3/h (gas temperature: 270 ◦C, H2O2 concentration of
4.2% v/v).
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4.1 Abstract
Calorimetric gas sensors for monitoring the H2O2 concentration at elevated tempera-
tures in industrial sterilisation processes have been presented in previous works. These
sensors are built up in form of a differential set-up of a catalytically active and pas-
sive temperature-sensitive structure. Although, various types of catalytically active
dispersions have been studied, the passivation layer has to be established and there-
fore, chemically as well as physically characterised. In the present work, fluorinated
ethylene propylene (FEP), perfluoralkoxy (PFA) and epoxy-based SU-8 photoresist as
temperature-stable polymeric materials have been investigated for sensor passivation
in terms of their chemical inertness against H2O2, their hygroscopic properties as well
as their morphology. The polymeric materials were deposited via spin-coating on the
temperature-sensitive structure, wherein spin-coated FEP and PFA show slight agglom-
erates. However, they possess a low absorption of humidity due to their hydrophobic
surface, whereas the SU-8 layer has a closed surface but shows a slightly higher absorp-
tion of water. All of them were inert against gaseous H2O2 during the characterisation in
H2O2 atmosphere that demonstrates their suitability as passivation layer for calorimetric
H2O2 gas sensors.
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4.2 Introduction
Hydrogen peroxide is a weak acid and serves as a strong oxidising agent [1]. It is commer-
cially available in form of aqueous solutions and has a wide spectrum of use in industry
that ranges from bleaching agent to propulsion for rockets, reagent for organic peroxides,
disinfection and sterilisation agent for medical devices and food packages [2–4]. In asep-
tic food industry, hydrogen peroxide has become the most significant sterilisation agent
for carton packages within the last decades. Therein, one of the sterilisation methods
employs gaseous hydrogen peroxide gained by the evaporation of a H2O2 solution at an
elevated temperature of above 250 ◦C, which is streamed into the package for a short
contact time prior to the food filling. In this sterilisation process, the microbicidal effi-
ciency depends predominantly on the present H2O2 concentration that can attain 8% v/v
inside the carton package.
For in-line monitoring the sterilisation process with gaseous hydrogen peroxide, a
calorimetric gas sensor in form of a differential set-up of a catalytically activated and a
passivated temperature-sensitive structure was established (s. Fig. 4.1). On the catalyti-
cally active area, hydrogen peroxide decomposes in a chain reaction, wherein free radicals
are generated as intermediates and accelerate the exothermic H2O2 decomposition re-
leasing water vapour and oxygen as final products [5, 6]. The exothermic reaction causes
a local temperature increase that can be detected in form of a temperature difference
between the activated and passivated temperature-sensitive structure, which correlates
linearly with the present H2O2 concentration.
In a prior work [7], dispersions of palladium, platinum black and manganese oxide
were studied as potential catalysts, wherein manganese oxide possessed the highest cat-
alytic activity against hydrogen peroxide. As temperature-sensitive structures, thin-film
resistances [7] and thin-film thermopiles [8] were realised on silicon substrates.
Figure 4.1: Schematic of the calorimetric gas sensor consisting of two thin-film resistances as
temperature-sensitive structures, passivation layer and catalytically active dispersion.
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In the present work, the passivation layer of the calorimetric gas sensor has been inten-
sively studied. The passivation layer serves as an electrical insulation and protection film
for avoiding corrosion of the temperature-sensitive structures. It should be temperature-
stable up to 200-250 ◦C, chemically inert in H2O2 atmosphere and ideally water-resistant
by a hydrophobic surface. Conventional insulation layers, like silicon oxide, alumina or
other ceramics, catalytically react with hydrogen peroxide [9–13], so that they are un-
suitable for this differential set-up. Hence, adequate encapsulating materials have to be
found, which can be deposited on the sensor surface as passivation layer via thin-film
technology, too.
4.3 Experimental
4.3.1 Materials
Three different polymers – epoxy-based photoresist (SU-8) as well as fluoropolymers
(perfluoralkoxy (PFA) and fluorinated ethylene propylene (FEP) – have been studied as
passivation layer for the calorimetric gas sensor. These polymers offer excellent chemical
and thermal stability and the fluoropolymers additionally feature outstanding hydropho-
bicity (s. Tab. 4.1).
Table 4.1: Chemical and physical properties of SU-8 photoresist, PFA and FEP [14–17].
Polymer Density
(g/cm3)
Max. service
temperature
(◦C)
Thermal
conductivity
(W◦C−1m−1)
Water
absorption (%)
SU-8 1.075-1.238 300-315 0.2-0.3 0.55-0.65
PFA 2.150 260 0.195 <0.03
FEP 2.150 205 0.24 <0.01
The initial liquid of SU-8 (Nano SU-8 from Micro-Chem) is a negative photoresist
that primarily consists of an epoxy resin including a photo-acid generator dissolved in an
organic solvent [14, 15, 18]. The fluoropolymers are made of aqueous suspensions with
dispersing agents either of PFA (DuPont PFA 857-110) or FEP (Dyneon FEP 6300G Z).
4.3.2 Polymer coating
The polymers were deposited onto a sensor substrate of silicon with an insulation layer
of silicon oxide (500 nm) that contains meander-shaped resistance structures of plat-
inum with a thickness of 200 nm together with an adhesion layer of 20 nm titanium as
temperature-sensitive structures. For sensor tests in H2O2 atmosphere, one of the passi-
vated resistance structures was additionally coated with a dispersion of manganese oxide
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as catalyst. For obtaining a homogenous and stable coating, the polymers were deposited
onto the sensor surface via spin-coating, which have been heat-treated afterwards.
The SU-8 photoresist was spin-coated with 500 rpm for 5 s and afterwards at 3000 rpm
for 30 s. After the spin-coating process, the resist was soft-baked at 65 and 95 ◦C, in
each case for 1 min to remove the organic solvent and improve the adhesion on the
sensor surface. During the photolithographic cycle, the resist was exposed with UV
radiation at a wavelength of 365 nm (i-line) leading to the formation of a strong acid
that subsequently initiates the epoxy cross-linking during the post-exposure bake again
at the two temperature steps of 65 and 95 ◦C for 1 min. In a final heat treatment, the
SU-8 was hard-baked at 175 ◦C for 5 min to ensure a good adhesion of the coating even at
an increased operating temperature. Such SU-8 coatings are chemically and mechanically
stable and feature a highly thermal endurance.
The fluoropolymers (PFA as well as FEP) were also deposited via spin-coating on the
sensor surface and were sintered by a following heat treatment. Both were spin-coated
at 750 rpm for 20 s and at first heat-treated at 95 ◦C for 1 min and at 160 ◦C for 5 min
to remove water and additives. Afterwards, the PFA coating was sintered at 360 ◦C for
30 min and the FEP coating at 340 ◦C for 25 min. After the spin-coating process, the
polymers’ surfaces have been characterised.
4.3.3 Polymer characterisation
For measuring the average film thickness of the polymer coatings, a surface profiler
(Alpha Step IQ from KLA Tencor) was used and the surface texture of each coating
was inspected by a scanning electron microscope (Gemini 1550 from Zeiss). The sessile
drop method measuring the contact angle of a water droplet on a surface was applied
to determine the hydrophobic properties of the resulting polymer coatings. A surface
analyser (OCA 15 from Dataphysics) was used for the measurements. The samples were
placed on a test stage and a deionised water droplet of 4 ml was placed onto the surface
through a microsyringe and the steady-state contact angles were measured. At least,
five different measurements were performed on different areas of each polymer coating
at room temperature.
Finally, the inertness and stability of the passivation layers have been characterised
in H2O2 atmosphere. Therefore, the gas sensors with passivation layers were set in an
experimental test rig introduced in Refs. [7, 8] and various H2O2 concentration steps
between 0 and 8% v/v were adjusted with a constant heating temperature of 270 ◦C
and a constant gas flow of 10 m3/h. For studying the influence of water vapour on the
polymers, the sensors were additionally exposed to H2O concentrations up to 35% v/v
at same heating temperature and gas flow between the H2O2 concentration steps.
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4.4 Results and discussion
4.4.1 Surface characterisation
The resultant thickness of the spin-coated SU-8 photoresist measured by the surface
profiler is 1.7 µm in average. The average thickness of the PFA coating is 20.4 µm and
the thickness of the FEP layer is 4.1 µm (listed in Tab. 4.2). All of them have a good
adhesion on the sensor surface. However, from the SEM images (s. Fig. 4.2) the coatings
of FEP and PFA show agglomerates in the range of 120 nm on the surface, whereas
SU-8 depicts a homogenously enclosed surface. The reason for the agglomerates of the
fluoropolymers could be explained by an incomplete sintering of the polymeric particles
on the surface during the heat treatment. Nevertheless, due to the high thickness of the
fluoropolymers, the coatings are completely dense.
(a) (b)
(c)
Figure 4.2: SEM images of (a) SU-8 photoresist, (b) PFA and (c) FEP passivation layer.
From the contact angle measurements (s. Fig. 4.3), the hydrophobictiy of the fluo-
ropolymers can be inspected: the contact angle of the water droplet on PFA is 106.3◦ and
the angle on FEP is 113.5◦ (see also Tab. 4.2). The contact angle of the water droplet on
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Table 4.2: Contact angle and average film thickness of the spin-coated polymeric layers.
Polymer Average contact
angle
Average film
thickness (µm)
SU-8 61.68◦ 1.7
PFA 106.3◦ 20.4
FEP 113.5◦ 4.1
the surface of the SU-8 photoresist amounts to be 61.68◦ indicating a more hydrophilic
surface. For the measurements in H2O2 atmosphere, it can be expected that the heat
transfer of the differential sensor set-up with an SU-8 layer is more influenced by water
vapour due to its hydrophilic surface, which may lead to micro-condensation on it.
(a) (b)
(c)
Figure 4.3: Contact angle measurements of a 4 ml water droplet on the polymer coatings; water
droplet on (a) SU-8 photoresist, (b) PFA and (c) FEP layer.
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4.4.2 Characteristics in H2O2 atmosphere
The three calorimetric types of gas sensors with different encapsulation materials have
been exposed to H2O2 and H2O atmosphere. Therefore, alternately different amounts of
an aqueous hydrogen peroxide solution and water have been fed to a carrier gas stream at
a temperature of 270 ◦C. This way, concentrations of H2O2 up to 8% v/v and concentra-
tions of H2O up to 35% v/v have been achieved in gaseous phase. Exemplarily, the results
of a measurement with the SU-8-coated sensor will be shown here. Fig. 4.4(a) depicts
the absolute temperatures of the passive and active temperature-sensitive structures as
well as the temperature difference between them, plotted over time. As expected, the
sensor responds with an increase of the temperature difference when exposed to H2O2,
while the difference in temperature is rising with increasing H2O2 concentration. The
exposure to H2O does not affect the difference signal when compared to the value in
dry air at the beginning and end of the measurement. Though, there is an off-set of the
difference signal in hot air and when exposed to H2O.
To compare the different polymeric encapsulation materials, the characteristics of each
of the three sensors are overviewed in Fig. 4.4(b). Thereby, the measured temperature
differences between the active and passive element are plotted against the hydrogen
peroxide concentration in gaseous phase. Values at 0% v/v H2O2 correspond to the
temperature differences obtained in dry air and during the exposure to water. The
determined off-set values and sensitivities are listed in Tab. 4.3. The PFA-coated sensor
exhibits the highest sensitivity and lowest off-set, while the off-set values of FEP- and
SU-8-coated sensors are somewhat higher and sensitivities somewhat lower. However,
it is not evident that the exposure to water causes any influence on the sensor signal.
The catalytic component on the active element has been prepared the same way for each
of the three sensors with different encapsulation materials. The fact that the sensors
exhibit different sensitivities towards H2O2 may be explained by the thermal conductivity
coefficient on the one hand (s. Tab. 4.1). On the other hand, the heat transfer from the
active to passive temperature-sensitive structure will be influenced by the film thickness
of the different polymers in test (s. Tab. 4.2). The thermal isolation between the active
and passive temperature-sensitive structure is highest for PFA. It has the lowest thermal
conductivity coefficient and highest film thickness, while the thermal conductivity is the
highest and film thickness is lowest in case of the SU-8 photoresist, respectively. The heat
transfer from the active to the passive element will cause a decrease in the temperature
difference resulting in a lower sensitivity. This effect may be increased with the absorption
of water into the passivation layer or micro-condensation on its surface, especially for
hydrophilic surfaces, like that of SU-8. Physical damage of the encapsulation materials
after the exposure to H2O2/H2O could not be observed in any of the materials in test.
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(a)
(b)
Figure 4.4: (a) Typical measurement protocol of a calorimetric gas sensor encapsulated by a polymer-
coating as passivation layer (in this case, SU-8), and (b) resulting characteristics of the sensors with
different polymer coatings (SU-8, FEP and PFA).
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Table 4.3: Sensor characteristics of three calorimetric gas sensors with different polymeric encapsu-
lation material in H2O2/H2O atmosphere.
Polymer Off-set (◦C) Sensitivity
(◦C/(% v/v))
SU-8 0.21 0.45
PFA 0.12 0.56
FEP 0.26 0.48
4.5 Conclusions
In the present work, polymeric materials, epoxy-based SU-8 photoresist, FEP and PFA,
have been investigated as passivation layer for a calorimetric H2O2 gas sensor. The poly-
mers have been deposited via spin-coating on the sensor surface. All polymers provide
good adhesion on the sensor surface. The SU-8 resist has an enclosed surface, whereas the
surfaces of the fluoropolymers (FEP and PFA) show slight agglomerates in the range of
about 120 nm. All materials in test showed good insulation characteristics in the presence
of H2O2 and H2O. A possible explanation could be the absorption or micro-condensation
of water on the hydrophilic surface of the photoresist SU-8 that may influence the heat
transfer on the sensor. The highest thermal insulation was achieved by PFA.
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4.6 Supporting information1
4.6.1 Thermal characterisation
The spin-coated polymeric layers of the calorimetric gas sensors have been additionally
characterised by differential scanning calorimetry (DSC) and thermogravimetric analysis
(TGA) to demonstrate their elevated thermal endurance. A detailed description of DSC
and TGA is given elsewhere [19].
Via DSC the melting points of the polymers have been detected, wherein the heat flow,
which has been required to increase the temperature of the polymeric material against a
reference probe, was measured as a function of temperature. The DSC characterisation
of the polymers is depicted in Fig. 4.5. Therein, PFA shows a melting point at 309 ◦C,
FEP at 268 ◦C and SU-8 does not have a melting point in the considered temperature
range up to 325 ◦C.
By means of TGA, the weight loss of the polymers has been determined in relation
to a temperature profile, whereby the initial degradation temperature of each polymeric
material could be identified (s. Fig. 4.6). SU-8 started to thermally degrade at 393 ◦C,
PFA at 516 ◦C and FEP at 485 ◦C.
Both thermal characterisation methods, differential scanning calorimetry and thermo-
gravimetric analysis, underline the outstanding endurance of the spin-coated polymeric
layers even at elevated temperatures that is necessary to be applied for the envisaged
sterilisation process.
Figure 4.5: DSC diagram of spin-coated SU-8 photoresist, PFA and FEP.
1Note: Results of section 4.6.1 and section 4.6.2 are not part of the present article and will be published
separately.
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Figure 4.6: TGA of spin-coated SU-8 photoresist, PFA and FEP.
4.6.2 FTIR spectroscopy
Furthermore, the polymeric layers have been investigated by Fourier transform infrared
spectroscopy (FTIR) in order to study their chemical composition before and after they
were exposed to H2O2. In an IR spectrometer, IR radiation is passed through a material
probe, where some of the radiation is absorbed by the atomic and molecular composition
of the probe (atomic and molecular rotation, vibration and translational motion) and
some of it is transmitted, whereby the resulting spectrum represents a molecular finger-
print of the material probe. With the help of an interferometer and the Fourier transform
method, the total IR spectrum can be detected in a single moment. In this work, the
FTIR spectrosopy has been carried out with attenuated total reflectance (ATR), wherein
an evanescent wave is passed through the interface of a crystal and the polymeric layer.
A detailed introduction to ATR-FTIR spectroscopy is given in [20].
By using the FTIR spectroscopy, the chemical structures of the polymers could be
determined and hence, their chemical consistency after H2O2 treatment could be pointed
out. For the investigation of the polymeric layers by FTIR spectroscopy, their structural
formulas are given in Fig. 4.7. In Fig. 4.8, the ATR-FTIR spectra of spin-coated SU-8
before and after its exposition to H2O2 are shown. Therein, the strong band at 1508 cm
−1
is caused by the aromatic C=C stretching mode. The peak at 830 cm−1 corresponds to
the aromatic C-H compounds and the strong absorption bands at 1030 cm−1 as well as
at 1250 cm−1 are due to the symmetrical stretching vibration of the epoxy group. The
decisive peak for indicating the curing of the spin-coated SU-8 photoresist is presented by
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Figure 4.7: Structural formulas of (a) SU-8 photoresist, (b) PFA and (c)FEP (adopted from [22, 23]).
the absorption band at 912 cm−1 caused by the C-H asymmetrical stretching vibration of
the epoxy group [21]. If the peak appeared, a perfectly cured SU-8 layer can be expected.
The spectra of the SU-8 before and after exposure to H2O2 largely correspond to each
other demonstrating the chemical inertness of the SU-8 photoresist. A distinction can
merely be drawn at the absorption band at 912 cm−1, where the peak disappeared after
exposition to H2O2. This phenomenon results from a subsequent curing of the SU-8
photoresist at the elevated temperature of the H2O2 atmosphere.
Figure 4.8: ATR-FTIR spectra of spin-coated SU-8, before and after it was exposed to various H2O2
concentrations (gas flow rate: 10 m3/h, gas temperatures 270 ◦C).
83
Physica Status Solidi A 209, 5 (2012), 859–863
The ATR-FTIR spectra of the spin-coated fluoropolymers (PFA and FEP), both before
and after treated by H2O2, are presented in Fig. 4.9. For both materials, two absorption
peaks at 1200 cm−1 and 1147 cm−1 correspond to the asymmetrical and symmetrical
CF2 stretching mode. A distinction between the fluoropolymers can be drawn by the
small peak at 993 cm−1 for PFA and at 981 cm−1 for FEP, which are due their specific
stretching mode of the CF3 side group. Both materials show no difference in their ATR-
FTIR spectra, before and after they have been treated by H2O2 demonstrating their
chemical consistency.
(a)
(b)
Figure 4.9: ATR-FTIR spectra of (a) spin-coated PFA and (b) FEP, before and after they were
exposed to various H2O2 concentrations (gas flow rate: 10 m
3/h, gas temperatures 270 ◦C).
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4.6.3 Elevation profiles of the passivation layers as support to surface
characterisation
In the following diagram (Fig. 4.10), the elevation profiles of the passivation layers are
depicted as supporting information for section 4.4.1.
(a)
(b)
(c)
Figure 4.10: Elevation profiles of (a) spin-coated SU-8 photoresist, (b) perfluoralkoxy (PFA) and (c)
fluorinated ethylene propylene (FEP) passivation layer.
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4.6.4 Additional measurement curves
In the following diagram (Fig. 4.11), the measurement curves of the calorimetric gas
sensors encapsulated by FEP and by PFA are overviewed, wherefrom the sensor charac-
teristics, depicted in Fig. 4.4, results.
(a)
(b)
Figure 4.11: Measurement curves of (a) a calorimetric gas sensor encapsulated by FEP as passivation
layer and (b) a calorimetric gas sensor encapsulated by PFA at various H2O2 and H2O concentrations
(gas flow rate: 10 m3/h, gas temperatures 270 ◦C).
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5.1 Abstract
A calorimetric gas sensor for the detection of vapourised H2O2 in aseptic filling processes
was built up on a polyimide foil instead of silicon as substrate material in order to
optimise the sensor-response behaviour. The sensor was catalytically activated with a
dispersion of manganese(IV) oxide. The reaction mechanism of the exothermic H2O2
decomposition on the catalyst involves two pathways: an initial reaction with electron
exchange between the catalyst surface and H2O2 creating free radicals, and a chain
reaction of these radicals with H2O2, in which the final products, namely water and
oxygen, are formed. The calorimetric gas sensor possesses a linear response behaviour
with a sensitivity of 7.15 ◦C/(% v/v) in a H2O2 concentration range from 0 to 8% v/v.
Figure 5.1: Calorimetric gas sensor on polyimide foil for H2O2 monitoring in sterilisation processes.
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5.2 Introduction
In aseptic filling machineries, the sterilisation of packages for food, especially perishable
food, like milk and fruit juice, is indispensable to assure a long shelf life of filled products
and obviate the transmission of pathogenic microorganisms [1, 2]. For carton packages,
hydrogen peroxide in combination with heat has become one of the most significant
sterilisation agents [3]. Therein, a hydrogen peroxide solution vaporised at a temperature
above 200 ◦C is shortly streamed into pre-heated food packages. The efficiency of the
sterilisation process predominantly depends on the present H2O2 concentration on the
inner surface of the packages.
For monitoring the sterilisation process directly on the inner surface of the carton
packages, silicon-based calorimetric-type sensors were developed in prior works [4, 5].
These sensors are based on an “on-chip” differential set-up of a catalytically activated
and a passivated temperature-sensitive segment and possess a temperature difference
between both segments as sensor signal correlating with the H2O2 concentration. How-
ever, a disadvantage in using silicon substrates is due to the high thermal conductivity
(156 Wm−1K−1 [6]). This leads to a heat transfer from the active to the passive sensor
segment during the catalytic decomposition of H2O2 that is finally resulting in a low
sensitivity.
In order to optimise the sensor characteristics, a flexible polyimide foil that offers a low
thermal conductivity (0.147 Wm−1K−1 [7]) and a heat resistance of up to 400 ◦C was
considered as sensor substrate in the present work. In addition to the thermal abilities,
polyimide as an out-standing polymer features high mechanical stability and flexibility,
electrical insulation as well as chemical inertness. Due to these superior properties, the
application field of polyimide has generally been enlarged from printed circuit boards and
electrical insulation layers in microelectronics to functional layers of humidity sensors
[8–10], shielding layers for sensor surfaces [11] and novel platforms for thermal sensor
devices, like bolometers [12, 13], temperature sensor arrays [14, 15] and micro-hotplates
integrated in gas sensors [16–18]. The fabrication process with polyimide substrates is
relatively simple and inexpensive by utilising conventional chip technology. Compared
to rigid silicon substrates, the flexible sensor chips can also be applied on non-planar,
curved surfaces.
In the following sections, we will demonstrate the feasibility of developing a calorimet-
ric gas sensor on a flexible polyimide foil for in-line monitoring of vapour-phase H2O2
in sterilisation processes of food packages, which has to operate under harsh ambient
conditions (H2O2 concentration up to 8% v/v, gas-flow rate of 10 m
3/h, gas temperature
above 200 ◦C and elevated humidity of the gas stream).
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5.3 Experimental
5.3.1 Sensor design and fabrication
The design of the calorimetric gas sensor is similar to the sensor devices, introduced in
[5, 19, 20]. It is based on an ”on-chip”differential set-up of two temperature-sensitive thin-
film resistances (s. Fig. 5.2(a)), where one of them is catalytically activated and another
one is passivated serving as a reference segment. Instead of an active heating element,
the sensor utilises the elevated temperature of the vapour-phase hydrogen peroxide.
(a) (b)
Figure 5.2: (a) Schematic picture of the sensor set-up, and (b) calorimetric gas sensor on polyimide
substrate (chip size: 10 x 10 mm2).
The differential set-up was built-up on a flexible polyimide substrate instead of con-
ventional silicon. Generally, two different fabrication methods with polyimide as flexible
substrate were established in chip technology [14]: (i) a liquid polyimide film is deposited
by spin-coating onto a silicon wafer with a release layer, which is completely removed at
the end of the fabrication process, and (ii) a solid polyimide foil is temporarily attached
to a silicon carrier wafer by an adhesive and separated after finishing the fabrication pro-
cess on wafer level. In the present work, the second method has been utilised, wherein
a flexible polyimide foil (Kapton R© HN from DuPont) with a thickness of 25 µm serves
as sensor substrate. Platinum with a thickness of 200 nm was deposited together with
an adhesion layer of 20 nm titanium onto the polyimide substrate by physical vapour
deposition and patterned as meander-shaped resistance structures by conventional pho-
tolithography. This results in a resistance of ca. 1.5 kΩ at 0 ◦C for each structure.
Both resistances were covered by SU-8 photoresist, which was established as passivation
material against hydrogen peroxide in [4]. The resist was spin-coated at 3000 rpm and
subsequently heat-treated at 175 ◦C resulting in a layer thickness of 1.5 µm.
After the separation of the wafer-level polyimide foil in single sensor chips with an area
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of 10 x 10 mm2, each of them was catalytically activated by a drop-coated dispersion of
manganese(IV) oxide (s. Fig. 5.3) in the same manner as in [4, 5]. The reason for using
manganese oxide as catalyst relies on its high activity in exothermic decomposition of
vapour-phase hydrogen peroxide even at elevated temperatures compared to other solid
oxides, which was extensively studied by Hart et al. [21]. The final calorimetric gas
sensor built-up on a flexible polyimide foil with two passivated thin-film resistances and
catalyst is depicted in Fig. 5.2(b).
Figure 5.3: SEM picture of the dispersion of manganese(IV) oxide.
5.3.2 Catalytic surface reaction
During the heterogeneous decomposition of hydrogen peroxide on the manganese oxide
surface, reaction enthalpy is released, which causes an increase in temperature on the
catalytically activated thin-film resistance of the sensor. Over the last decades, various
reaction mechanisms have been proposed for the heterogeneous decomposition of H2O2
over solid interfaces, like metal [22, 23], metal oxide [24–26] and especially, manganese
oxide surfaces [21, 27–30]. However, most of them are based on the classical Haber-Weiss
mechanism [31], which invokes a chain reaction with free radicals (e.g., OH and H2O
radicals) as intermediates during the catalytic decomposition of H2O2. The formation
of free radicals is important for a rapid H2O2 decomposition, and the evidence for the
participation of these intermediates has experimentally been adduced in several works
[23–25, 32].
The decisive point for the chain reaction is the initial reaction step in formation of
free radicals – the interaction of hydrogen peroxide with the catalyst surface. Therein,
an electron exchange takes place either by donating an electron from the surface to the
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vapour-phase H2O2 or vice versa [24, 29, 30]:
H2O2 + e
− → OH− + OH• (5.1)
H2O2 + e
+ → H+ + HO•2 (5.2)
Additionally, the decomposition can also be initiated by homolytic cleavage of the O-O
bindings of H2O2 molecules without electron exchange, which occurs predominantly on
metal oxides at elevated temperatures [24, 25, 32]:
H2O2 → OH• + OH• (5.3)
Once free radicals are formed, the further steps can be described by the following
reactions:
OH• + H2O2 → HO•2 + H2O (5.4)
HO•2 + H2O2 → OH• + H2O + O2 (5.5)
HO•2 + OH
• → H2O + O2 (5.6)
The stoichiometric relationship of the exothermic decomposition of H2O2 on the cat-
alyst surface can be summarised as Eq. 5.7.
2 H2O2 → 2 H2O + O2 + ∆RH (5.7)
Here, ∆RH is the released reaction enthalpy.
The reaction kinetic follows a first-order decay and can be written as [20, 22, 31]:
−dcH2O2
dt
= k · cH2O2 (5.8)
Here, k is the decomposition rate coefficient, cH2O2 is the H2O2 concentration and t is
the resident time.
The temperature increase on the surface of the active sensor segment arising from the
released reaction enthalpy during the catalytic decomposition of hydrogen peroxide can
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be described by the following equation1:
∆Treaction =
cH2O2 ·∆RH
Cc
(5.9)
with Cc as heat capacity of the ambient gas close to the sensor surface.
From Eq. 5.9, the resulting temperature increase on the sensor surface, which depends
on the H2O2 concentration, was determined with a reaction enthalpy of 105.3 kJ/mol by
Eq. 5.10:
∆Treaction = cH2O2 · 24.1 ◦C/(% v/v) (5.10)
5.3.3 Sensor modelling
In order to evaluate the thermal response behaviour of the calorimetric gas sensor, equiv-
alent circuits have been developed, which are similar to electric circuits. Therein, the
thermal quantities (heat resistance, heat capacitance, temperature) correspond to elec-
trical quantities (electrical resistance, capacitance, voltage) as shown in [33, 34]. Two
simplified equivalent circuits were considered, where one of them describes the thermal
response behaviour of the sensor in terms of an increase of the ambient gas temperature
(Tgas) and another one specifies the sensor-response behaviour due to the temperature
increase (Treaction) on the surface of the active sensor segment caused by the exother-
mic decomposition of hydrogen peroxide (s. Fig. 5.4). Both of them consist of a heat-
transmission resistance Rα between the interface solid-fluid and an RC element – thermal
resistance and thermal capacity – for each sensor layer (catalyst Rcat/Ccat, passivation
layer Rpas/Cpas, resistance structure Rres/Cres and substrate Rsub/Csub), respectively,
wherein the equivalent circuit for determining the sensor-response behaviour due to the
exothermic H2O2 decomposition is only based on the local heating of the catalyst and
passivation layer on the active sensor segment. The equivalent circuits were simulated
with a SPICE program and the thermal response time has been determined (s. Fig. 5.5).
Therein, the sensor takes 51.7 s until 90% of the increased gas temperature is achieved
and 4.7 s to attain 90% of the temperature increase caused by the exothermic H2O2
decomposition.
5.4 Results and discussion
The characterisation of the polyimide-based calorimetric gas sensor was performed under
a gas mixture with vapour-phase hydrogen peroxide – an evaporated aerosol of a carrier
1A detailed theoretical consideration of the sensor’s sensitivity in form of calculation models for deter-
mining the concentration-dependent temperature increase is given in section 5.6.2.
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(a)
(b)
Figure 5.4: Equivalent circuits of the calorimetric gas sensor for evaluating the thermal response time
(a) due to an increase of the ambient gas temperature (Tgas), and (b) in terms of temperature
increase (Treaction) caused by the catalytic H2O2 decomposition.
gas and a H2O2 solution (35% w/w) – in a measuring chamber of an experimental test
rig, introduced in [4]. In a first step, the sensor response behaviour was determined
at gradually increasing H2O2 concentrations from 0 to 8% v/v (at constant evaporation
temperature of 270 ◦C and flow rate of 10 m3/h) and vice versa. Therein, each concentra-
tion step was adjusted for 300 s, respectively. Between two H2O2 concentrations, water
vapour 0-35% v/v was dosed also for 300 s to study the influence of humidity on the
polyimide-based sensor. The regressions of the temperature on the active (Tactive) and
(a) (b)
Figure 5.5: Simulated response time of the calorimetric gas sensor due to (a) an increase in gas
temperature, and (b) released reaction heat resulting from the H2O2 decomposition.
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passive sensor segment (Tpassive) as well as the temperature difference (∆Tsignal) between
both segments at varied H2O2 and water vapour concentrations are presented in Fig. 5.6.
For the active sensor segment, the raise in temperature (Tactive) at different H2O2 concen-
trations caused by the exothermic H2O2 decomposition can be clearly observed, whereas
the passive segment was not influenced by the released reaction heat because of the low
thermal conductivity of the polyimide substrate. Both sensor segments show a change in
the off-set temperature from 110 ◦C to 135 ◦C during the measurement. Hence, to com-
pensate temperature variations in the gas stream, the temperature difference between
the active and passive sensor segment serves as sensor signal, which is proportional to
the present H2O2 concentration. During the dosage of water vapour, the temperature
difference slightly increases from -0.5 ◦C to 3.7 ◦C, dependent on the particular H2O
concentration.
Figure 5.6: Response behaviour of the calorimetric gas sensor at various H2O2 concentrations (0 to
8% v/v) and H2O concentrations (0 to 35% v/v) with constant evaporation temperature of 270
◦C
and flow rate of 10 m3/h.
From the measurement curve in Fig. 5.6, the calibration plot of the calorimetric gas
sensor was established (s. Fig. 5.7). Here, a sensitivity of 7.15 ◦C/(% v/v) and an off-set
of -0.52 ◦C, resulting from the inhomogeneous temperature distribution in the measuring
chamber of the experimental set-up, were determined. In comparison to silicon-based
sensors presented in [5], the sensitivity of the polyimide-based sensor device is 12.5 times
higher. This relies on the avoidance of an undesired heat transfer between the active
and passive sensor segment due to the low thermal conductivity of polyimide during the
exothermic H2O2 decomposition. In addition, a maximum hysteresis of 2.41
◦C at a
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Figure 5.7: Calibration plot of the calorimetric gas sensor.
H2O2 concentration of 4.2% v/v could be observed, leading to a maximum deviation of
0.32% v/v for the measured H2O2 concentration.
Furthermore, the temporal response behaviour of the calorimetric gas sensor, presented
in Fig. 5.8, has been investigated. Therefore, a constant H2O2 concentration of 5.7% v/v
was adjusted after 100 s and by opening a cover slide, which shields the sensor from the
H2O2 vapour, after 150 s (for a time period of 300 s), the response time of the sensor
was determined.
From Fig. 5.8(a), the slow increase of Tactive and Tpassive can be observed, whereas
the ∆Tsignal rises rapidly. The response time for Tactive and Tpassive is 51.7 s and for
∆Tsignal the response time amounts to 5.9 s until 90% of the final value was achieved (s.
Fig. 5.8(b)). Both of them are comparable to their theoretical response time (57.5 s for
Tactive and Tpassive as well as 4.7 s for ∆Tsignal).
Finally, the impact of the evaporation temperature on the sensor signal was investi-
gated (s. Fig. 5.9). Here, a constant H2O2 concentration of 2.3% v/v was adjusted and
the evaporation temperature was gradually reduced from 270 ◦C to 150 ◦C in steps of
30 ◦C and back to 270 ◦C. Each temperature step was maintained for 300 s. During
variation of the evaporation temperature, no change in the sensor signal (∆Tsignal) was
observed, even though the temperature on the sensor surface (Tpassive) varied between
85 ◦C and 125 ◦C.
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(a)
(b)
Figure 5.8: (a) Temporal response behaviour of the calorimetric gas sensor at constant H2O2 con-
centration of 5.7% v/v, and (b) response time of the temperature difference (∆Tsignal).
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Figure 5.9: Influence of evaporation temperature (varied between 150 and 270 ◦C ) on the polyimide-
based sensor device at a constant H2O2 concentration of 2.3% v/v and flow rate of 10 m
3/h.
5.5 Conclusions
In the present work, a calorimetric gas sensor was successfully fabricated in form of an“on
chip” differential set-up of a catalytically activated and a passivated platinum thin-film
resistance on a polyimide foil (Kapton R© HN from DuPont) for monitoring vapour-phase
hydrogen peroxide in sterilisation processes of aseptic filling machineries. In this sensor
set-up, a dispersion of manganese(IV) oxide serves as catalyst for hydrogen peroxide. A
reaction mechanism has been proposed, wherein hydrogen peroxide is decomposed into
hydroxyl radicals by cleavage of the O-O binding in an initial step followed by a chain
reaction between surface-near radicals and hydrogen peroxide. During the H2O2 decom-
position, reaction enthalpy is released, which causes a temperature increase on the active
sensor segment depending on the present H2O2 concentration. In a H2O2 concentration
range of 0-8% v/v, the calorimetric sensor device has shown a linear response behaviour
with a sensitivity of 7.15 ◦C/(% v/v) and a response time (t90%) of 5.7 s that is com-
parable to the theoretical value (4.7 s) determined by a thermal equivalent circuit. In
addition, by varying the evaporation temperature no change in the sensor signal could be
observed. This demonstrates the suitability of the calorimetric gas sensor for monitoring
the H2O2 concentration in sterilisation processes of aseptic filling machineries.
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5.6 Supporting information2
5.6.1 X-ray photoelectron spectroscopy
The mangenese oxide catalyst has further been investigated by X-ray photoelectron spec-
troscopy (XPS). XPS is a surface analysis technique. The basic mechanism of XPS relies
on the photoelectric effect. If a material probe is irradiated by a beam of X-ray, electrons
eject from the probe surface with a characteristical kinetic energy, once the photonic en-
ergy is higher than the quantified binding energy of the electron. The kinetic energy
and the number of electrons that ejects from the probe surface generates an energy peak
with specific intensity on a detector, whereby the binding energy of the electron can be
determined. Thus, XPS can be used for studying the electronic state of elements within
a material surface as well as the oxidation states of its chemical compounds. A detailed
description of XPS technique is given in [35].
In the present work, the XPS analysis has at first been conducted in order to ob-
serve any changes in the elemental composition of the pure manganese oxide particles,
before and after they were exposed to H2O2. In Fig. 5.10(a), the XPS spectra of the
manganese oxide, before and once they were exposed to H2O2 are shown. Therein, the
typical binding energies of Mn (2p1/2) and (2p3/2) as well as of O (1s) can be clearly
identified in both spectra [36]. However, by taking a closer look to the Mn (2p3/2) peak
(s. Fig. 5.10(b)), a difference of both spectra can be seen resulting from a change in
the oxidation state of manganese. The initial manganese oxide particles show an almost
sharp peak at a binding energy of 641.9 eV resulting from the oxidation state of Mn4+ in
manganese(IV) oxide (MnO2). The particles after H2O2 treatment have a small plateau
around 642.1 and 640.9 eV, indicating further oxidation states of mangenese (Mn3+ in
manganese(III) oxide (Mn2O3), Mn
2+/3+ in manganese(II/III) oxide (Mn3O4) as well as
Mn2+ in manganese(II) oxide (MnO)) according to Tab. 5.1. Thus, the XPS analysis
demonstrates that the mangenese gets reduced in H2O2 resulting in a phase change on
the surface of the manganese oxide particles due to an electron exchange of the initial
reaction step (s. section 5.3.2). However, it seems that the catalytical activity is not
influenced from this phenomenon because the sensor’s sensitivity does not alter during
measurements in H2O2 atmosphere.
In a further XPS analysis, the prepared catalytically active dispersion of manganese
oxide with SU-8 photoresist as adhesive component was studied by means of XPS to
find out, how the mangenese oxide particles are embedded inside the SU-8 photoresist.
Therefore, the XPS analysis of the dispersion was conducted, directly after it was drop-
coated on the sensor surface and once, the sensor was situated in the H2O2 flow for a short
2Note: Results of section 5.6.1 and section 5.6.2 are not part of the present article and will be published
separately.
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(a)
(b)
Figure 5.10: (a) XPS spectra of the pure manganese oxide particles, before (lower curves) and after
(upper curves) they were exposed to H2O2 atmosphere. (b) Difference in the intensity of the Mn
(2p3/2) peak, before and after the manganese oxide was exposed to H2O2.
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Table 5.1: Phase of manganese oxide, binding energy maxima of Mn (2p3/2) and oxidation states of
manganese (adopted from [37]).
Phase Binding energy
(eV)
Oxidation state Ref.
MnO2 641.9 4+ [38]
Mn2O3 641.7 3+ [39]
Mn3O4 641.4 2+/3+ [39, 40]
MnO 640.9 2+ [41]
exposure time (conditioning phase). In Fig. 5.11, the XPS spectra of the drop-coated
dispersion, before and once, it was exposed to H2O2, are shown. From the spectrum of
the dispersion before H2O2 exposition, a strong peak can be identified at 284 eV resulting
from the carbon fraction (C (1s)) of the SU-8 photoresist, whereas the characteristical
binding energies of manganese oxide (Mn (2p1/2) and (2p3/2) as well as of O (1s)) are
rather low. This indicates that the manganese oxide particles are strongly covered by
the SU-8 photoresist after the dispersion was deposited via drop-coating on the sensor
surface. However, after a conditioning phase in H2O2, the C (1s) peak of the carbon
fraction of SU-8 photoresist is sharply shrunk and at the same moment, the binding
Figure 5.11: XPS spectra of manganese oxide particles embedded in SU-8 photoresist (drop-coated
dispersion), before (lower curve) and after (upper curve) it was exposed to H2O2 atmosphere.
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energies resulting from the manganese oxide are strongly increased. This indicates that
the manganese oxide particles are almost completely bared after a short conditioning
phase in H2O2.
5.6.2 Theoretical consideration of the sensor’s sensitivity
In the following, a theoretical consideration of the sensor response in terms of the
concentration-dependent temperature rise is given, wherein an overall H2O2 decomposi-
tion on the sensor surface is presupposed. Therein, the temperature rise is at first, merely
calculated in case of an exothermic surface reaction for a stationary H2O2 atmosphere
(without convection) and without any diffusion effects. In a following model, diffusion
effects are also comprised into the calculation, and in a final step, the forced gas flow is
introduced as well. The developed calculation models are derived from the eminent work
of McBride et al. [42].
Temperature rise caused by exothermic surface reaction alone (stationary condition)
First of all, the maximum temperature rise is simply calculated by taking the change of
the reaction enthalpy into account and ignoring the influence of the gas flow as well as
of diffusion effects. Assuming that the decomposition occurs at constant pressure, the
total heat released from the exothermic surface reaction can be described by Eq. 5.11:
∆Q = nv ·∆RH = ρc · cc ·∆T∞ (5.11)
where nv is the number density of H2O2, ρc and cc are the density and specific heat
of the carrier gas stream, respectively, and ∆T∞ is the resulting, maximum temperature
rise.
The number density can be described by Eq. 5.12:
nv =
n˙H2O2
V˙c
(5.12)
Here, n˙H2O2 is the molar flow of H2O2 and V˙c is the volume flow rate of the carrier gas
stream.
For a considered H2O2 concentration range up to 7.5% v/v and a volume flow of
10 m3/h, values for molar flow as well as the number density of H2O2 are presented in
Tab. 5.2.
The resulting temperature rise (∆T∞) defines the upper limit of the sensor response.
For a reaction enthalpy of -105.3 kJ/mol and the values for ρc and cc given in Tab. 5.3,
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a maximum sensor response can be calculated according to Eq. 5.13:
∆T∞ = cH2O2 · 24.1 ◦C/(% v/v) (5.13)
with cH2O2 as H2O2 concentration.
However, this upper limit of temperature rise can only be attained for low gas flows
and when diffusion effects are neglected.
Table 5.2: Relation between concentration, molar flow and number density of H2O2 for a considered
volume flow of 10 m3/h.
cH2O2 (% v/v) n˙H2O2 (mmol/s) nv (mol/m
3)
0 0 0
2.3 28.9 0.30
4.2 57.9 0.60
5.7 86.8 0.90
7.1 116 1.20
7.5 127 1.32
Temperature rise calculation involving gas diffusion
For a more precise description of the temperature rise, heat and mass transport merely
induced by diffusion effects are introduced into the calculation. The temperature rise
can then be described as:
∆Td =
DH2O2 ·nv ·∆RH
kc
(5.14)
Here, DH2O2 is the diffusion coefficient of H2O2 in air and kc is the thermal conductivity
of the carrier gas stream.
The temperature-dependent diffusion coefficient can be determined with the Chapman-
Enskog theory according to Eq. 5.15 [43]:
DH2O2 =
1.858 · 10−3 ·T 3/2
√
1/MH2O2 + 1/Mair
p ·σ2H2O2/air ·Ω
(5.15)
where T is the gas temperature, MH2O2 and Mair are the molar mass of H2O2 and air,
respectively, p is the absolute pressure, σH2O2/air is the collision diameter and Ω is the
collision integral both given in [44].
For a calculated diffusion coefficient of 3.06 · 10−5 m2/s and the thermal conductivity
of the carrier gas stream given in Tab. 5.3, the diffusion-limited temperature rise of the
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sensor results in:
∆Td = cH2O2 · 14.4 ◦C/(% v/v) (5.16)
At this point, it is important to note that in case of mass and heat transport accom-
panied by diffusion alone, the calculated temperature rise is excluded from the impact
of a forced gas flow. Furthermore, geometrical aspects of the sensor’s catalytic surface
area are neglected in this calculation.
Temperature rise calculation comprising forced gas convection and gas diffusion
In a final consideration, the sensor response is determined by including the impact of a
forced gas flow besides diffusion effects into the calculation. Starting from the energy
balance equation (s. Eq. 5.11), wherein the transfer coefficients for mass (hmass) and
heat (hheat) are additionally introduced,
∆Q = hmass ·nv ·∆RH = hheat · ρc · cc ·∆Tf (5.17)
These coefficients comprise the characteristics of the forced gas flow and the gas dif-
fusion as well as the sensor’s geometry. In this case, the sensor is simply considered as
a sphere situated in the gas flow. According to the description given by McBride et al.
[42], the transfer coefficients can be expressed as:
hmass =
DH2O2
rs · (1 + 0.3 ·N1/2Re ·N1/3Sc )
(5.18)
hheat =
kc
rs · (1 + 0.3 ·N1/2Re ·N1/3Pr )
(5.19)
Here, NRe, NSc, NPr are the Reynolds, Schmitd and Prandtl number and rs is the
radius of the sensor’s geometry simplified as sphere.
The temperature rise depending on the forced gas flow can then be expressed by:
∆Tf =
nv ·DH2O2 ·∆RH
kc
· (1 + 0.3 ·N
1/2
Re ·N1/3Sc )
(1 + 0.3 ·N1/2Re ·N1/3Pr )
(5.20)
The Reynolds number is described by Eq. 5.21:
NRe =
2 · rs · ρc · vc
µc
(5.21)
where vc is the gas velocity and µc is the viscosity of the carrier gas stream.
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The Schmidt number can be expressed by Eq. 5.22:
NSc =
µc
ρc ·DH2O2
(5.22)
and the Prandtl number can be calculated by Eq. 5.23:
NPr =
cp ·µc
kc
(5.23)
According to the given process conditions and the values presented in Tab. 5.3, the
maximum temperature rise on the sensor surface for a forced gas flow could be calculated
as:
∆Tf = cH2O2 · 15.9 ◦C/(% v/v) (5.24)
Table 5.3: Density, specific heat, thermal conductivity, gas velocity and viscosity of the carrier gas
stream at elevated gas temperature of 270 ◦C and a volume flow of 10 m3/h (adapted from
[43, 45]).
ρc (kg/m
3) cc (J/(kg ·K)) kc (W/(m ·K)) vc (m/s) µc (Pa · s)
0.693 1034 0.0404 6.22 27.6 · 10−6
The results of the three different calculation models of the sensor’s sensitivity as well
as the actual sensitivity (∆Tsignal) are listed in Tab. 5.4. The resulting difference between
the actual sensitivity of the sensor (7.15◦C/(% v/v)) and the calculated sensitivity for a
forced gas flow (15.9◦C/(% v/v)), wherein the actual sensitivity is quite lower than the
calulated one, could result from a heat loss by radiation as well as from an incomplete
decomposition of the H2O2 on the catalytic surface of the sensor.
Table 5.4: Comparison of the sensitivity determined by the calculation models as well as the actual
sensor’s sensitivity.
∆T∞ ∆Td ∆Tf ∆Tsignal ∆Tsignal/∆Tf
(◦C/(% v/v)) (◦C/(% v/v)) (◦C/(% v/v)) (◦C/(% v/v)) (%)
24.1 14.4 15.9 7.15 45
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6.1 Abstract
A calorimetric gas sensor is presented for the monitoring of vapour-phase H2O2 at el-
evated temperature during sterilisation processes in aseptic food industry. The sensor
was built up on a flexible polyimide foil (thickness: 25 µm) that has been chosen due
to its thermal stability and low thermal conductivity. The sensor set-up consists of
two temperature-sensitive platinum thin-film resistances passivated by a layer of SU-8
photo resist and catalytically activated by manganese(IV) oxide. Instead of an active
heating structure, the calorimetric sensor utilises the elevated temperature of the evap-
orated H2O2 aerosol. In an experimental test rig, the sensor has shown a sensitivity of
4.78 ◦C/(% v/v) in a H2O2 concentration range of 0% v/v to 8% v/v. Furthermore,
the sensor possesses the same, unchanged sensor signal even at varied medium temper-
atures between 210 ◦C and 270 ◦C of the gas stream. At flow rates of the gas stream
from 8 m3/h to 12 m3/h, the sensor has shown only a slightly reduced sensitivity at a
low flow rate of 8 m3/h. The sensor characterisation demonstrates the suitability of the
calorimetric gas sensor for monitoring the efficiency of industrial sterilisation processes.
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6.2 Introduction
Polyimide as a thermally stable polymer that features outstanding abilities, like mechan-
ical robustness, low weight, chemical inertness as well as beneficially isolating properties,
is gaining more and more interest for applications in microsystems and especially, in
sensor devices. Today, its application field in sensor devices is ranging from functional
layers of humidity sensors [1–3], shielding layers for SAW sensors [4] to novel platforms
for tactile [5, 6] and thermal sensors (e.g., bolometers [7], temperature sensor arrays [8, 9]
and micro-hotplates integrated in gas sensors [10–12]).
In this work, a calorimetric gas sensor for monitoring sterilisation processes in asep-
tic filling systems for food is presented, which was built up on a flexible polyimide foil.
Therein, the sterilisation of packages is the essential process for achieving a long shelf life
of filled products and avoiding the transmission of pathogenic microorganisms, especially
for perishable food such as milk and fruit juice [13, 14]. Among the variety of physical,
thermal and chemical methods, hydrogen peroxide has become the most significant ster-
ilisation agent for carton packages within the last decades. For a sufficient sterilisation
efficiency at low exposure time, the packages have to be treated by hydrogen peroxide in
combination with heat. Four procedures are predominantly established [15]: (i) carton
packages are treated by a tempered hydrogen peroxide solution (dipping path); (ii) hot
hydrogen peroxide aerosol is sprayed on the inner surface of packages; (iii) cold hydrogen
peroxide aerosol is sprayed into packages that have been heat-treated (>120 ◦C) before
to gain a phase change (liquid/gaseous) on the package surfaces; (iv) an aerosol of hy-
drogen peroxide solution (35% w/w), which has been vaporised (>250 ◦C), is streamed
into the food packages. Procedures (iii) and (iv) have the advantage that the residence
time can be enormously reduced (<2 s) and gaseous H2O2 decomposes quickly into water
vapour and oxygen, so that no residues linger in the packages and can reach the filled
products. In both cases, the sterilisation effect primarily depends on the present H2O2
concentration at the inner surface of the packages.
For monitoring the sterilisation process with vapour-phase hydrogen peroxide in-line,
silicon-based calorimetric sensor chips have been developed in former works [16, 17].
However, these sensor chips lacks from a distinct influence towards the gas flow rate and
gas temperature. To increase the sensor’s sensitivity and to compensate the undesired
influence of the above mentioned process parameters, a novel calorimetric gas sensor
based on a flexible polyimide foil has been realised, which can operate under harsh
ambient conditions (H2O2 concentration up to 8% v/v, gas-flow rate of 10 m
3/h, medium
temperature up to 250 ◦C and elevated humidity of the gas stream). An additional
advantage of the novel sensor chip is that it can be directly applied on curved and non-
rigid surfaces, the critical locations of a food package during the sterilisation process.
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6.3 Experimental
6.3.1 Sensor design and fabrication
The calorimetric gas sensor consists of a chip-based differential set-up of a catalytically
activated and a passivated temperature-sensitive thin-film resistance, in a similar manner
as in [17]. As sensor substrate, a flexible polyimide sheet was envisaged. The reason
for using polyimide instead of conventional silicon as sensor substrate relies on the low
thermal conductivity of 0.147 Wm−1K−1 [18] (compared to 156 Wm−1K−1 for silicon
[19]) to guarantee a high sensitivity by avoiding the heat transfer between the active
and passive sensor segment. In addition, polyimide shows a chemical inertness against
hydrogen peroxide and an expedient mechanical stability as well as a sufficient thermal
endurance up to 400 ◦C.
Today, two different methods are established in chip technology, in which polyimide
is used as sensor substrate [8]: (i) a conventional silicon wafer is used, on which a liq-
uid polyimide layer is spin-coated together with an adhesion layer and removed at the
end of the fabrication process; (ii) a polyimide sheet is temporarily fixed by an adhe-
sive on a carrier wafer throughout the fabrication process and separated after finishing.
In this work, the second method was applied, wherein a polyimide foil (Kapton R© HN
from DuPont) with a thickness of 25 µm serves as sensor substrate. The polyimide foil
was punctually fixed on a 3” silicon wafer by a two-component, high-temperature epoxy
(EpotekR© 353ND from Polytec). At first, the two components of the epoxy were mixed
and afterwards, spotted in form of small droplets on the carrier wafer by a micro-syringe
dispenser. The polyimide foil was subsequently attached on the wafer and to assure a
sufficient adhesion the epoxy was cured at 100 ◦C for 10 min on a heating plate. In a
following step, the thin-film resistances were deposited on the polyimide foil. For re-
sistance structuring standard photolithography was utilised. Platinum with a thickness
of 200 nm was deposited together with an adhesion layer of 20 nm titanium by means
of physical vapour deposition and patterned as meander-shaped thin-film resistances on
the polyimide foil via lift off. The width of the meander-shaped paths is 40 µm and
the area of each thin-film resistance amounts to be 1.0 mm2 that results in a theoretical
resistance value of about 200 Ω at room temperature. To avoid the influence of humidity
on the sensor and to insulate the thin-film resistances from the gas stream, the sensor
chips were passivated by SU-8 photoresist (spin-coated at 3000 rpm and heat-treated at
175 ◦C), which is stable up to 350 ◦C as well as in highly concentrated H2O2 atmosphere,
as demonstrated in [16]. In a following step, the polyimide foil was separated into single
sensor chips with a chip size of 10 mm x 10 mm via scalpel (s. Fig. 6.1(a)) and con-
sequently removed from the carrier wafer. Each sensor chip was finally activated by a
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dispersion of manganese(IV) oxide (s. Fig. 6.1(b)) that enables a high catalytic activity
for vapour-phase hydrogen peroxide compared to other possible catalysts [20–22]. The
total fabrication process is schematically depicted in Fig. 6.2.
(a) (b)
Figure 6.1: Calorimetric H2O2 gas sensor on polyimide foil (Kapton
R© HN) with a thickness of 25 µm;
(a) fabricated thin-film resistances with contact pads on polyimide; (b) thin-film resistances with
SU-8 photoresist as passivation and manganese(IV) oxide (left) as catalytically active layer (chip
size: 10 mm x 10 mm).
After sensor fabrication, the polyimide-based sensor chip was fixed on a substrate
holder by an epoxy resin (Epotek R© 353ND, mentioned above) and electrically contacted
to the substrate holder via silver conducting paste. Finally, the electrical contacts were
encapsulated with the mentioned epoxy resin.
(a) (b) (c)
(d) (e) (f)
Figure 6.2: Schematic diagram of the fabrication steps of the polyimide-based sensor: (a) carrier
wafer; (b) on which the polyimide foil is fixed by an adhesive layer; (c) deposition and patterning
of the platinum thin-film resistances; (d) sensor passivation by spin-coated SU-8 photoresist; (e)
separation of the polyimide foil from the carrier wafer by removing the adhesive layer; (f) deposition
of a dispersion of manganese(IV) oxide as catalyst.
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6.3.2 Sensor principle
The sensor principle is similar to that of the silicon-based sensors, introduced in [17].
If the calorimetric gas sensor is exposed to H2O2 atmosphere, a temperature difference
between the active and passive sensor segment caused by the exothermal decomposition
of hydrogen peroxide on the catalytic surface correlates with the present H2O2 concentra-
tion and serves as a sensor signal. Compared to conventional gas sensors, the differential
set-up enables the minimisation or even the elimination of influences of temperature
variations or changes in the gas flow on the sensor signal. In place of an active heat-
ing structure, the sensor utilises the elevated temperature of the sterilisation process
for initialising the catalytic reaction mechanism. In the last decades, various reaction
mechanisms for the decomposition of hydrogen peroxide over different metal and metal
oxides have been discussed [23–27]. However, most of them are based on the classical
Haber-Weiss mechanism [28], which predicts free radicals as intermediates. The total
reaction mechanism of the exothermic H2O2 decomposition on the catalyst involves two
pathways. The first relies on the initial reaction step, wherein two hydroxyl radicals
are formed by cleavage of the O-O binding of a H2O2 molecule on the catalytic surface
followed from either an electron exchange transfer between catalyst and hydrogen per-
oxide [24, 25] or a homolytic dissociation [26, 27]. The second pathway describes a chain
reaction between the free radicals and hydrogen peroxide, wherein the final products,
namely water vapour and oxygen, are formed and reaction enthalpy is released [24–27].
The stoichiometric relationship can be summarised in the following reaction:
2 H2O2 → 2 H2O + O2 + ∆RH (6.1)
where ∆RH is the released reaction enthalpy.
The reaction kinetic follows a first-order decay and can be written as:
−dcH2O2
dt
= k · cH2O2 (6.2)
Therein, k is the decomposition rate coefficient, cH2O2 is the H2O2 concentration and
t is the resident time.
The resulting temperature increase on the active sensor segment arising from the re-
leased reaction enthalpy can be approximately described by the subsequent equation:
∆Treaction = cH2O2 ·
∆RH
Cp
(6.3)
Here, Cp is the heat capacity of the ambient air close to the catalyst surface of the
sensor.
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6.3.3 Measurement scheme
The characterisation of the calorimetric gas sensor was performed in an experimental
test rig for simulating the sterilisation process with vaporised hydrogen peroxide [16, 17].
The test rig contains a dosing system with two piston pumps, one of them for H2O2
solution (35% w/w) and the other for deionised water, and a vaporisation unit consisting
of two heater elements. For realising various H2O2 and water concentrations, the dosage
of each liquid (H2O2 solution and deionised water) via piston pumps has to be adjusted.
An air flow, which is controlled by a flow meter and a regulation valve, serves as carrier
gas for both liquids. The heating power of the heating elements is electrically controlled
by the measured medium temperature of the gas stream at the outlet nozzle of the
vaporisation unit. The sensor with substrate holder is placed via mounting fixture in a
distance of 5 cm beneath the outlet nozzle in a measuring chamber of the test rig and
it is directly exposed to the gas flow without protecting shield, as like a mesh. The
measuring chamber contains also a gas exhaust as gas outlet. For reading out the sensor
signal of the calorimetric gas sensor a high-resolution data acquisition card (National
Instruments, USB-9219) and a developed LabVIEW-based program was applied.
For the investigation of the calorimetric gas sensor, four different measurements were
carried out in the experimental test rig. In a first measurement, the response behaviour
of the calorimetric gas sensor that means its sensitivity, off-set as well as hysteresis was
studied at varied H2O2 concentrations and at a constant gas-flow rate and medium tem-
perature. Afterwards, the influence of humidity on the sensor signal was investigated in
a second measurement. Therefore, the sensor was characterised at same H2O2 concentra-
tion steps with and without added water concentration (at constant gas flow and medium
temperature). In a third measurement, the influence of variations in the medium tem-
perature on the sensor signal was validated. During this test, the medium temperature
was varied at same settings of H2O2 concentration for each temperature step and at a
constant gas flow. Finally, the impact of changes in the gas flow on the sensor signal
was studied. Therein, the gas flow was gradually increased at constant settings of H2O2
concentration and at a constant medium temperature.
6.4 Results and discussion
Before the calorimetric gas sensor was characterised in H2O2 atmosphere of the experi-
mental test rig, the thin-film resistances of the active and passive sensor segment were
calibrated in a temperature range between 10 ◦C and 85 ◦C in steps of 5 ◦C in a ther-
mostat (RE 207 from LAUDA) (s. Fig. 6.3(a)).
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(a)
(b)
Figure 6.3: (a) Response characteristic of the thin-film resistances of active and passive sensor seg-
ment in a temperatures range between 10 ◦C and 8 ◦C, and (b) resulting temperature characteristic
for each thin-film resistance of the sensor.
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From the response behaviour of the thin-film resistances, the temperature character-
istic for each resistance was ascertained (s. Fig. 6.3(b)). The temperature-dependent
resistances of the active and passive sensor segment can be calculated by the following
equations in linear approximation:
Ractive(T ) = 171.01 Ω · (1 + 3.541 · 10−3 ◦C−1 ·T ) (6.4)
Rpassive(T ) = 173.36 Ω · (1 + 3.546 · 10−3 ◦C−1 ·T ) (6.5)
Both resistances show almost the same temperature-dependent behaviour with a tem-
perature coefficient of 3.54 · 10−3 ◦C and a reference resistance of about 170 Ω.
After the temperature calibration of the thin-film resistances, the sensor-response be-
haviour was determined at increased H2O2 concentrations from 0% v/v to 8% v/v and
vice versa in the experimental test rig (s. Fig. 6.4(a)). Each concentration step was kept
for 300 s, respectively. A constant gas-flow rate of 10 m3/h and a medium temperature
of 240 ◦C were adjusted during this measurement. The temperature on the active sensor
segment (Tactive) has been raised from 138
◦C at a H2O2 concentration of 0% v/v to
a maximum value of 205 ◦C at a H2O2 concentration of 7.5% v/v, and on the passive
sensor segment (Tpassive) from 138
◦C at 0% v/v to 171 ◦C at 7.5% v/v. The reason for
the shift in the temperature on the passive sensor segment could rely on a heat transfer
between the active and passive sensor segment during the catalytic H2O2 decomposition
or even on a temperature change of the gas stream between different H2O2 concentrations
because the heat capacity of the gas stream is influenced by added H2O2 resulting in a
change of the heat transport from the vaporisation unit to the sensor. With rising H2O2
concentrations in the gas stream, the heat capacity increases and could generate a tem-
perature raise on the sensor surface. To compensate variations in the temperature, the
temperature difference (∆Tsignal) between the active and passive sensor segment served
as sensor signal. From the calibration plot of the polyimide-based sensor (s. Fig. 6.4(b)),
a sensitivity of 4.78 ◦C/(% v/v) and a low off-set of 0.35 ◦C can be determined. In
addition, a maximum hysteresis of 1.98 ◦C at a H2O2 concentration of 4.2% v/v was
observed, leading to a deviation in a measured H2O2 concentration of 0.4% v/v.
In a second experiment, the influence of humidity in the gas stream on the polyimide-
based gas sensor was studied. Therein, the response behaviour of the sensor device was
investigated at various H2O2 concentrations gradually changing between 0% v/v and
7% v/v without additional humidity, and in comparison to the same concentration steps
with added water concentration of 25% v/v in the gas stream (s. Fig. 6.5(a)).
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(a)
(b)
Figure 6.4: (a) Response behaviour of the calorimetric gas sensor on polyimide foil at various H2O2
concentrations up to 8% v/v (constant medium temperature of 240 ◦C and flow rate of 10 m3/h),
and (b) calibration plot of the calorimetric gas sensor.
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(a)
(b)
Figure 6.5: (a) Comparison between sensor-response behaviour without and with humidity of 25% v/v
in gas stream (constant medium temperature of 240 ◦C and flow rate of 10 m3/h), and (b) resulting
temperature difference vs. H2O2 concentration with and without humidity.
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Both sensor segments (Tactive and Tpassive) are strongly influenced by fluctuations in
the gas stream during the measurement. However, the temperature difference (∆Tsignal)
between the active and passive sensor segment at H2O2 concentration steps with humidity
in the ambient air is in good compliance with the signal at concentration steps without
humidity (s. Fig. 6.5(b)). Only at a high H2O2 concentration around 7.1% v/v with
humidity in the ambient air a slightly lower sensor signal, compared to the signal without
humidity, can be observed.
In addition, the influence of the medium temperature on the response behaviour of
the calorimetric gas sensor was determined. Therefore, various H2O2 concentration steps
between 0% v/v and 7.1% v/v were appointed for the medium temperatures of 210 ◦C,
240 ◦C and 270 ◦C, respectively (s. Fig. 6.6(a)). The temperature on the sensor surface
(Tactive and Tpassive at 0% v/v) raised from 123
◦C to 160 ◦C at increased medium
temperatures from 210 ◦C to 270 ◦C. In spite of this change in the temperature on
the sensor surface, the temperature difference (∆Tsignal) between the active and passive
sensor segment is not influenced by the medium temperature itself, even by varying the
H2O2 concentration in the investigated concentration range (s. Fig. 6.6(b)).
Finally, the impact of the gas-flow rate on the polyimide-based sensor was studied. For
each gas flow rate of 8 m3/h, 10 m3/h and 12 m3/h, different H2O2 concentrations varying
from 0% v/v to 6.6% v/v were adjusted (s. Fig. 6.7(a)). Therein, the temperature on
the sensor surface (Tpassive and Tactive at 0% v/v H2O2) increased from 114
◦C to 149 ◦C
with raising gas flow rate. However, concerning the temperature difference (∆Tsignal),
only at the lowest flow rate of 8 m3/h, a decreased sensor signal of ca. 14% compared
to the signal at high flow rates of 10 m3/h and 12 m3/h, respectively, was detected for
each H2O2 concentration (s. Fig. 6.7(b)). The decreased sensor signal at a flow rate of
8 m3/h could be caused by a heat transfer between the active and passive sensor segment
during the catalytic reaction at a low flow rate. Here, due to the smaller exchange rate
of the gas stream in comparison to the higher flow rate, this might result in an increased
temperature on the passive sensor segment and includes a decrease of the temperature
difference between both sensor segments.
6.5 Conclusions
In the current work, we have presented a calorimetric gas sensor for the detection of high
H2O2 concentrations of up to 8% v/v at elevated temperatures in sterilisation processes
of packages in aseptic filling rigs. The sensor has been successfully realised as an “on-
chip” differential set-up of a catalytically activated and reference thin-film resistance on
a thin and flexible polyimide foil (Kapton R© HN). A differential set-up was envisaged
to minimise the influence of variations in the medium temperature or in the gas flow
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(a)
(b)
Figure 6.6: Influence of medium temperature (210 ◦C, 240 ◦C and 270 ◦C) on the sensor signal of
the polyimide-based gas sensor (constant flow rate of 10 m3/h), and (b) temperature difference vs.
medium temperature plot at various H2O2 concentrations.
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(a)
(b)
Figure 6.7: (a) Influence of gas-flow rate (8 m3/h, 10 m3/h and 12 m3/h) on the sensor signal
(constant medium temperature of 240 ◦C), and (b) temperature difference vs. gas flow rate plot
at various H2O2 concentrations.
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on the sensor signal. Polyimide as sensor substrate features expedient abilities, like an
appropriate thermal stability and chemical inertness in H2O2 atmosphere as well as a low
thermal conductivity in order to avoid a heat transfer from the active to the reference
sensor segment during the exothermal H2O2 decomposition. The sensor has shown a
sensitivity of 4.78 ◦C/(% v/v) in a H2O2 concentration range of 0% v/v to 8% v/v.
Additionally, no impact of the medium temperature on the sensor signal was observed;
at various gas flow rates, the sensor has shown only a slightly reduced sensitivity at the
lowest flow rate of 8 m3/h. The sensor characterisation demonstrates the suitability of
the calorimetric gas sensor for in-line monitoring of H2O2 concentrations in industrial
sterilisation processes. In future experiments, the flexible polyimide-based sensor shall be
placed in a test package and connected to a wireless electronic board for the realisation
of a so-called “intelligent” package.
Acknowledgements
The authors gratefully thank the Federal Ministry of Education and Research (Germany)
and VDI/VDE (project “Intellipack”) for financial support.
References
[1] Ralston, A. R., Klein, C. F., Thoma, P. E., and Denton, D. D. A model
for the relative environmental stability of a series of polyimide capacitance humidity
sensors. Sensors and Actuators B: Chemical 34, 1–3 (1996), 343–348.
[2] Lee, C.-Y., Wu, G.-W., and Hsieh, W.-J. Fabrication of micro sensors on a
flexible substrate. Sensors and Actuators A: Physical 147, 1 (2008), 173–176.
[3] Oprea, A., Barsan, N., Weimar, U., Bauersfeld, M.-L., Ebling, D., and
Wo¨llenstein, J. Capacitive humidity sensors on flexible RFID labels. Sensors
and Actuators B: Chemical 132, 2 (2008), 404–410.
[4] Wessa, T., Barie´, N., Rapp, M., and Ache, H. J. Polyimide, a new shielding
layer for sensor applications. Sensors and Actuators B: Chemical 53, 1–2 (1998),
63–68.
[5] Engel, J., Chen, J., and Liu, C. Development of polyimide flexible tactile sensor
skin. Journal of Micromechanics and Microengineering 13, 3 (2003), 359–366.
[6] Kim, K., Lee, K. R., Kim, W. H., Park, K.-B., Kim, T.-H., Kim, J.-S., and
Pak, J. J. Polymer-based flexible tactile sensor up to 32 x 32 arrays integrated
125
Sensors and Actuators B 170 (2012), 60–66
with interconnection terminals. Sensors and Actuators A: Physical 156, 2 (2009),
284–291.
[7] Dayeh, S. A., Butler, D. P., and Celik-Butler, Z. Micromachined infrared
bolometers on flexible polyimide substrates. Sensors and Actuators A: Physical 118,
1 (2005), 49–56.
[8] Xiao, S. Y., Che, L. F., Li, X. X., and Wang, Y. L. A novel fabrication process
of MEMS devices on polyimide flexible substrates. Microelectronic Engineering 85,
2 (2008), 452–457.
[9] Lichtenwalner, D. J., Hydrick, A. E., and Kingon, A. I. Flexible thin film
temperature and strain sensor array utilizing a novel sensing concept. Sensors and
Actuators A: Physical 135, 2 (2007), 593–597.
[10] Kim, Y. S. Microheater-integrated single gas sensor array chip fabricated on flexible
polyimide substrate. Sensors and Actuators B: Chemical 114, 1 (2006), 410–417.
[11] Aslam, M., Gregory, C., and Hatfield, J. V. Polyimide membrane for micro-
heated gas sensor array. Sensors and Actuators B: Chemical 103, 1–2 (2004), 153–
157.
[12] Briand, D., Colin, S., Courbat, J., Raible, S., Kappler, J., and de Rooij,
N. Integration of MOX gas sensors on polyimide hotplates. Sensors and Actuators
B: Chemical 130, 1 (2008), 430–435.
[13] Moruzzi, G., Garthright, W. E., and Floros, J. D. Aseptic packaging ma-
chine pre-sterilisation and package sterilisation: statistical aspects of microbiological
validation. Food Control 11, 1 (2000), 57–66.
[14] Gould, G. W. Methods for preservation and extension of shelf life. International
Journal of Food Microbiology 33, 1 (1996), 51–64.
[15] Cerny, G. Testing of aseptic machines for efficiency of sterilization of packaging
materials by means of hydrogen peroxide. Packaging Technology and Science 5, 2
(1992), 77–81.
[16] Kirchner, P., Ng, Y. A., Spelthahn, H., Schneider, A., Henkel, H.,
Friedrich, P., Kolstad, J., Berger, J., Keusgen, M., and Scho¨ning, M. J.
Gas sensor investigation based on a catalytically activated thin-film thermopile for
H2O2 detection. Physica Status Solidi A 207, 4 (2010), 787–792.
126
Thin-film calorimetric H2O2 gas sensor for the validation of germicidal effectivity
[17] Kirchner, P., Li, B., Spelthahn, H., Henkel, H., Schneider, A.,
Friedrich, P., Kolstad, J., Keusgen, M., and Scho¨ning, M. J. Thin-film
calorimetric H2O2 gas sensor for the validation of germicidal effectivity in aseptic
filling processes. Sensors and Actuators B: Chemical 154, 2 (2011), 257–263.
[18] Morf, T., Biber, C., and Bachtold, W. Effects of epitaxial lift-off on the
DC, RF, and thermal properties of MESFET’s on various host materials. IEEE
Transactions on Electron Devices 45, 7 (1998), 1407–1413.
[19] Glassbrenner, C. J., and Slack, G. A. Thermal conductivity of silicon and
germanium from 3 K to the melting point. Physical Review 134, 4A (1964), A1058–
A1069.
[20] Na¨ther, N., Jua´rez, L. M., Emmerich, R., Berger, J., Friedrich, P., and
Scho¨ning, M. J. Detection of hydrogen peroxide (H2O2) at exposed temperatures
for industrial processes. Sensors 6, 4 (2006), 308–317.
[21] Na¨ther, N., Henkel, H., Schneider, A., and Scho¨ning, M. J. Investigation of
different catalytically active and passive materials for realising a hydrogen peroxide
gas sensor. Physica Status Solidi A 206, 3 (2009), 449–454.
[22] Hart, A. B., McFadyen, J., and Ross, R. A. Solid-oxide-catalyzed decompo-
sition of hydrogen peroxide vapour. Transactions of the Faraday Society 59 (1963),
1458–1469.
[23] Salem, I. A., El-Maazawi, M., and Zaki, A. B. Kinetics and mechanisms
of decomposition reaction of hydrogen peroxide in presence of metal complexes.
International Journal of Chemical Kinetics 32, 11 (2000), 643–666.
[24] Giamello, E., Rumori, P., Geobaldo, F., Fubini, B., and Paganini, M.
The interaction between hydrogen peroxide and metal oxides: EPR investigations.
Applied Magnetic Resonance 10, 1 (1996), 173–192.
[25] Kanungo, S. B., Parida, K. M., and Sant, B. R. Studies on MnO2–III. The
kinetics and the mechanism for the catalytic decomposition of H2O2 over different
crystalline modifications of MnO2. Electrochimica Acta 26, 8 (1981), 1157–1167.
[26] Do, S.-H., Batchelor, B., Lee, H.-K., and Kong, S.-H. Hydrogen perox-
ide decomposition on manganese oxide (pyrolusite): kinetics, intermediates, and
mechanism. Chemosphere 75, 1 (2009), 8–12.
127
Sensors and Actuators B 170 (2012), 60–66
[27] Hiroki, A., and LaVerne, J. A. Decomposition of hydrogen peroxide at water-
ceramic oxide interfaces. The Journal of Physical Chemistry 109, 8 (2005), 3364–
3370.
[28] Haber, F., and Weiss, J. The catalytic decomposition of hydrogen peroxide by
iron salts. Proceedings of the Royal Society of London. Series A - Mathematical and
Physical Sciences 147, 861 (1934), 332–351.
[29] Srinivasan, R. Ablation of polyimide (KaptonTM) films by pulsed (ns) ultraviolet
and infrared (9.17 µm) lasers. Applied Physics A: Materials Science and Processing
56, 5 (1993), 417–423.
[30] Feurer, T., Sauerbrey, R., Smayling, M. C., and Story, B. J. Ultraviolet-
laser-induced permanent electrical conductivity in polyimide. Applied Physics A:
Materials Science & Processing 56, 3 (1993), 275–281.
128
Thin-film calorimetric H2O2 gas sensor for the validation of germicidal effectivity
6.6 Supporting information1
6.6.1 Thermal characterisation
The polyimide substrate has been thermally characterised by differential scanning calori-
metry (DSC) and thermogravimetric analysis (TGA) in order to study its thermal stabil-
ity. A brief introduction to these thermal characterisation techniques was already given
in section 4.6.1 of chapter 4. From the DSC diagram shown in Fig. 6.8(a), no melting
point could be observed in the considered temperature range up to 400 ◦C. By means of
TGA, an initial degradation temperature was observed at 562 ◦C (s. Fig. 6.8(b)). Thus,
the thermal characterisation demonstrates the good thermal endurance of the polyimide.
(a)
(b)
Figure 6.8: (a) DSC diagram and (b) TGA of the polyimide substrate.
1Note: Results of section 6.6.1 and section 6.6.2 are not part of the present article and will be published
separately.
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6.6.2 FTIR spectroscopy
The FTIR spectroscopy with attenuated total reflectance (ATR) has been adopted to
investigate possible changes in the chemical composition of the polyimide substrate,
before and after it was exposed to H2O2. The FTIR spectrocopic analysis was introduced
in section 4.6.2 of chapter 4. For the interpretation of the ATR-FTIR spectra, the
structural formula of polyimide is given in Fig. 6.9.
Figure 6.9: Structural formula of polyimide (modified from [29]).
The ATR-FTIR spectra of the polyimide before and after H2O2 treatment is shown in
Fig. 6.10. Therein, no distinction can be drawn between the spectra before the polyimide
substrate was treated by H2O2 and once, it was exposed to the H2O2 atmosphere. Hence,
the chemical inspection of the polyimide by FTIR spectroscopy demonstrates its chemical
inertness and its suitability as substrate for calorimetrc H2O2 gas sensors. The main
absorption bands of the polyimide and their chemical assignments are finally listed in
Tab. 6.1.
Figure 6.10: ATR-FTIR spectra of the polyimide, before (upper curve) and after (lower curve) it was
exposed to H2O2 for several hours.
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Table 6.1: Assignments of the absorption peaks (adapted from [30]).
Absorption peak (cm−1) Assignment
1775, 1709 Carbonyl compounds
1605, 1501 Aromatic C-C
1369, 1115, 1088 Imide C-N
1239 C-O-C
879, 810 Aromatic C-H
721 Imide C-N-C
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6.6.3 Additional measurement curve as support to results and discussion
Dynamic response behaviour of the calorimetric gas sensor based on polyimide is shown
in the next diagrams as support to section 6.4.
(a)
(b)
Figure 6.11: (a) Dynamic response behaviour of the calorimetric gas sensor at constant H2O2 con-
centration of 4.2% v/v, and (b) response of the temperature difference (∆Tsignal) with a responce
time (t90%) of 3.8 s.
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7.1 Abstract
In the present work, a novel method for monitoring sterilisation processes with gaseous
H2O2 in combination with heat activation by means of a specially designed calorimetric
gas sensor was evaluated. Therefore, the sterilisation process was extensively studied by
using test specimens inoculated with Bacillus atrophaeus spores in order to identify the
most influencing process factors on its microbicidal effectiveness. Besides the contact
time of the test specimens with gaseous H2O2 varied between 0.2 and 0.5 s, the present
H2O2 concentration in a range from 0 to 8% v/v (volume percent) had a strong influence
on the microbicidal effectiveness, whereas the change of the vaporiser temperature, gas
flow and humidity were almost negligible. Furthermore, a calorimetric H2O2 gas sensor
was characterised in the sterilisation process with gaseous H2O2 in a wide range of pa-
rameter settings, wherein the measurement signal has shown a linear response against the
H2O2 concentration with a sensitivity of 4.75
◦C/(% v/v). In a final step, a correlation
model by matching the measurement signal of the gas sensor with the microbial inacti-
vation kinetics was established that demonstrates its suitability as an efficient method
for validating the microbicidal effectiveness of sterilisation processes with gaseous H2O2.
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7.2 Introduction
The sterilisation of packaging material is an essential part of an aseptic food filling
system in order to achieve an extended shelf life of packed products (especially low-
acid food such as milk) on the one hand, and to obviate the transmission of pathogenic
microorganisms to the consumers on the other hand [1]. In general, the process of
sterilisation should possess a rapid and reliable microbicidal effectiveness so that the
potential number of viable microorganisms on the package surface is entirely inactivated
[2, 3]. Furthermore, it should be compatible with the packaging material, easily removable
from the package surface, and the unavoidable residue of the sterilisation agent should
not affect the product and should be harmless for the consumer [2].
In aseptic food technology, hydrogen peroxide (H2O2) is the most commonly used ster-
ilisation agent for food-packaging material at present time. Amongst its benefits, H2O2
at low concentration levels of residue is not toxic and it has a highly microbicidal effec-
tiveness against a broad spectrum of microorganisms, such as bacteria, spores, viruses,
fungi and yeast [4, 5], that is enhanced by a physical process of either heat or UV radi-
ation [6–8]. The mechanism of the microbial inactivation seems to rely on the fact that
H2O2 serves as an oxidant by generating free hydroxyl radicals as intermediates during
its physically induced decomposition [9]. These radicals damage cell components, like
proteins, lipids and DNA [4, 10]. In general, the microbicidal effectiveness is significantly
increased by gaseous H2O2 [9].
For the validation and control of the sterilisation’s effectiveness, microbiological chal-
lenge tests have to be carried out. In these tests, artificially inoculated package material
with bacteria spores, which are highly resistant against the sterilisation agent, are ex-
posed to the sterilisation process, afterwards, incubated for a defined time and finally,
either the number of survived spores in form of grown bacterial colonies are counted
(count-reduction test) or the relation between sterile and unsterile packages is deter-
mined (end-point test) [11]. Even though, these procedures represent well-established
and reliable validation methods of the sterilisation process that is indispensable for its
inspections in defined intervals, they have some disadvantages: the methods are time-
and labour-consuming; continuous controlling is not possible and the results are subject
to statistical fluctuations. Due to these facts, there is a great demand of the aseptic food
industry for a method that additionally allows the determination of the microbicidal
effectiveness of the sterilisation process continuously in-line with low operational costs.
Supposed that the sterilisation’s effectiveness predominantly depends on the amount of
gaseous H2O2, a sensor system is required for quantitatively measuring the gaseous H2O2
concentration under harsh environmental conditions of the sterilisation process and thus,
this system could help to verify the sterilisation’s effectiveness in-line.
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The objective of this study can be divided into three steps. In a first step, the microbi-
cidal effectiveness of gaseous hydrogen peroxide at elevated gas temperatures is evaluated
for various settings of contact time, gas velocity, humidity and especially, of the gaseous
H2O2 concentration, whereby the predominant effect of the gas concentration on the
effectiveness will be demonstrated. Therein, the chosen parameter ranges correspond to
real, industrial sterilisation processes. In a second step, the actual H2O2 concentration
is quantitatively measured by a novel gas sensor at same settings of the process param-
eters as for the determination of the sterilisation’s effectiveness. The H2O2 gas sensor
module is based on a calorimetric differential set-up that was first introduced Na¨ther et
al. [12]. In a final step, a correlation model between the microbicidal effectiveness and
the measurement signal of the calorimetric gas sensor is established.
As a result, the present study should demonstrate that the use of such a calorimetric
H2O2 gas sensor and the development of a correlation model between the sensor’s sig-
nal and the microbicidal effectiveness are representing a novel method to continuously
monitor industrial sterilisation processes.
7.3 Materials and methods
7.3.1 Sterilisation test rig
In a developed test rig, already introduced in [13, 14], the sterilisation process with
gaseous hydrogen peroxide at elevated gas temperature was reproduced. The test rig
contains a dosing system with two piston pumps, where one of them serves for the H2O2
solution (35% w/w, from FMC Industrial Chemicals) and the other one for deionised
water. A gas flow of compressed air controlled by a flow meter and a regulation valve
was used as carrier gas for both liquids. Furthermore, the test rig includes a vaporisation
unit built up by two heating elements in series. The heating power of the heating elements
is controlled by the measured temperature of the gas stream at the outlet nozzle of the
vaporisation unit. The microbiological specimens and the calorimetric gas sensor have
been placed via a hydraulic slide rail in a defined distance – similar as for industrial
processes with carton packages – underneath the gas-outlet nozzle in an aseptic chamber
of the test rig.
7.3.2 Calorimetric gas sensor
For measuring the gaseous H2O2 concentration, a calorimetric gas sensor has been imple-
mented in the aseptic chamber of the sterilisation test rig. The sensor principle is based
on a calorimetric differential set-up, which consists of two temperature-sensitive thin-film
resistors, wherein one of them is covered by a polymeric passivation layer (here, SU-8
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photoresist) and the second one is additionally coated by a catalytically active dispersion
of manganese(IV) oxide (s. Fig. 7.1).
If the calorimetric gas sensor is exposed to a H2O2 gas stream, a temperature difference
between the catalytically activated (active sensor segment) and the passivated thin-film
resistor (passive sensor segment) caused by an exothermal decomposition of hydrogen
peroxide on the catalytic surface correlates with the present H2O2 concentration in the
gas phase and yielding a measurement signal according to Eq. 7.1:
∆Tsignal = S · cH2O2 + ∆T0 (7.1)
Herein, S is the sensor’s sensitivity, cH2O2 is the H2O2 concentration and ∆T0 is the
sensor’s off-set.
Before the sensor was exposed to the H2O2 gas stream, the resistors of the sensor
were calibrated in a temperature range between 10 ◦C and 85 ◦C in steps of 5 ◦C in
a thermostat (RE 207 from LAUDA) in order to precisely detect the temperature on
the active and passive sensor segment, respectively. The fabrication procedure of the
thin-film sensor and its sensor-response mechanism were already presented in [15, 16] in
detail.
(a)
(b)
Figure 7.1: (a) Scheme of the sensor set-up with two thin-film resistors, passivation layer and catalyst
and (b) calorimetric H2O2 gas sensor on a polyimide substrate (sensor size: 10 x 10 mm
2).
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7.3.3 Microbiological test specimens
A spore suspension of Bacillus atrophaeus ATCC 9372 was used for the microbiological
tests of the sterilisation process. Spores of Bacillus atrophaeus are recommended for
testing H2O2 sterilisation processes due to their high resistance against H2O2 [17]. The
suspension has an initial load of 8 · 108 cfu/ml (cfu: colony forming units) in ethanol so-
lution (70%). The test specimens, each of them made up of a flat aluminium plate with a
size of 10 x 10 mm2, were inoculated with 10 µl of the spore suspension via a micropipette
resulting in a nominal spore number of 8 · 106 cfu/specimen. The spore-inoculated spec-
imens were stored for 12 h in a laminar flow hood for drying the suspension.
7.3.4 Spore quantification
In the microbiological test series, five of the microbiological test specimens were treated
by the gas stream in the aseptic chamber of the test rig for each process condition
(constant setting of contact time, H2O2 concentration, gas temperature, gas velocity and
humidity), respectively. In addition, three untreated test specimens were used for the
determination of the recovery rate (R) for each test series as a reference:
R =
1
n ·N0 ·
n∑
i=1
N0,i (7.2)
Therein, N0 is the nominal number of spores, N0,i is the actual number of spores for
each reference specimen i, and n is the number of reference specimens.
The test specimens were put into test tubes filled with 10 ml of 1/4 Ringer’s solution
(38.5 mM NaCl, 1.4 mM KCl, 1.1 mM CaCl2, 0.6 mM NaHCO3) and 0.1% Polysorbate 80.
In order to strip off the spores from the aluminium plates, the test tubes were treated by a
vortex shaker for 1 min at first and afterwards, in an ultrasonic bath for 20 min. For each
test specimen, a tenfold logarithmic dilution series with five dilution steps was prepared
based on the initial test tube with spores stripped off from the plate. An amount of 1 ml
from the spore solution of each test tube was plated on a Plate Count Agar medium and in
a final step, the cultures were incubated at 30 ◦C for 5 days, the formed bacterial colonies
counted according to Farmiloe’s formula [18] and the logarithmic cycle reduction (LCR)
– a measure of the microbicidal effectiveness of a sterilisation process – for a constant
parameter setting calculated:
LCR = lg
N0,i
NS
(7.3)
Here, NS is the total number of survived spores after the sterilisation process.
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7.3.5 Experimental scheme
A sequence of four microbiological test series was carried out, wherein the influence of the
main process factors (contact time, H2O2 concentration, gas temperature, gas velocity
and humidity) on the microbicidal effectiveness of gaseous H2O2 was ascertained. In
the first test series, the contact time was varied between 0.2 and 0.5 s in a specified
H2O2 concentration range from 0 to 8% v/v for a gas velocity of 20 m/s and at a
constant temperature of 240 ◦C of the vaporisation unit measured directly on the gas-
outlet nozzle. In the following series, the gas temperature of the vaporisation unit was
incrementally changed from 210 to 270 ◦C, again in a H2O2 concentration range of 0 to
8% v/v for a gas velocity of 20 m/s as well as for a fixed contact time of 0.2 s. For the
evaluation of the influencing factor of the gas velocity on the sterilisation’s effectiveness,
the flow of the H2O2 gas stream was varied so that the resulting gas velocity could be
adjusted gradually from 16 to 20 and 24 m/s in the mentioned H2O2 concentration range
at a constant temperature of 240 ◦C and again, for a contact time of 0.2 s. In a final
microbiological test series, the microbicidal effectiveness of gaseous H2O2 was studied
with increased humidity by dosing deionised water to the H2O2 stream and compared
to the gas stream without additional humidity, even again in a range of up to 8% v/v
H2O2, at a vaporiser temperature of 240
◦C, a gas velocity of 20 m/s and a contact time
of 0.2 s.
In a further step, a sequence of four measurement series was carried out with the
calorimetric H2O2 gas sensor similar to the microbiological test series with consistent
parameter settings. In a final step, a correlation between the measurement signal of the
sensor and the logarithmic cycle reduction determined at varied parameter settings for
a fixed contact time of 0.2 s was established.
7.4 Results and discussion
7.4.1 Microbiological tests
Prior to each microbiological test series, the actual number of spores on three reference
specimens was determined. In Fig. 7.2(a), the median and the spreading of the actual
spore number (7.8 · 106 ±4.0 · 106 cfu/specimen) on a total of twelve reference specimens
are shown. Compared to the nominal spore load (8 · 106 cfu/specimen), the mean recovery
rate according to Eq. 7.2 amounts to be 97%. Furthermore, the inoculated spores on the
surface of an aluminium plate were inspected via scanning electron microscopy (SEM),
wherein a homogeneous spore distribution without spore agglomerates was verified (s.
Fig. 7.2(b)).
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(a)
(b)
Figure 7.2: (a) Recovery of spores on reference specimens inoculated with an initial load of
8 · 106 cfu/specimen and (b) SEM image showing the homogenous distribution of the spores on an
aluminium plate (magnification: 7,000x).
In the first microbiological test series, the influence of the contact time on the loga-
rithmic cycle reduction (LCR) was determined in a H2O2 concentration range from 0 to
8% v/v (s. Fig. 7.3(a)). After the treatment of the microbiological test specimens by
a hot gas stream without H2O2, the low LCR of about 0.5 did not reveal any distinct
difference for the various contact times. In contrast, a significant difference of the LCR
was observed at the lowest H2O2 concentration of 2.3% v/v, wherein the maximum LCR
of 6.9 was already attained for the highest contact time of 0.5 s and even at the next
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(a)
(b)
Figure 7.3: (a) Logarithmic cycle reduction (LCR) for varied contact times between 0.2 and 0.5 s
and (b) interpolation of the LCR characteristic by a sigmoid function in a H2O2 concentration
range from 0 to 8% v/v and for a contact time of 0.2 s.
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concentration step of 4.2% v/v, the maximum LCR was achieved for a contact time of
0.3 and 0.4 s as well. Only for a short contact time of 0.2 s, the microbicidal effective-
ness obviously depends on the H2O2 concentration over the whole concentration range
from 0 to 8% v/v. Therein, the LCR slightly grows with low H2O2 concentrations and
significantly increases with high H2O2 concentrations leading to an interpolation of the
LCR against the H2O2 concentration by using an exponential function (s. Fig. 7.3(b)):
LCR = LCR0 · eλ · cH2O2 (7.4)
Therein, LCR0 is the logarithmic cycle reduction at 0% v/v H2O2 and λ is an empirical
factor of the exponential function.
In addition to the evaluation of the microbicidal effectiveness by means of micro-
biological challenge tests, the bacterial spores inoculated on an aluminium plate were
investigated via SEM after the treatment by a gas stream with a H2O2 concentration of
0, 4.2 and 7.6% v/v for a contact time of 0.2 s in the sterilisation test rig, respectively (s.
Fig. 7.4). After treating the spores by a hot gas stream without H2O2, the mostly intact
spores were homogenously distributed on the aluminium plate demonstrating their good
adhesion on the plate surface even at a forced gas flow and moreover, they showed a
uniform, ellipsoidal shape without markable deformations (s. Fig. 7.4(a)). In contrast
to that, the bacterial spores were strongly deformed or even disrupted by gaseous H2O2
and due to their formation, most of them did not adhere to the plate surface leading to
spore agglomerates that increase with rising H2O2 concentration (s. Fig. 7.4(b),(c)).
In further microbiological test series, the influence of the gas temperature, gas veloc-
ity and humidity on the microbicidal effectiveness of gaseous H2O2 was evaluated. In
Fig. 7.5(a), the dependence of the LCR on gas temperature of the vaporisation unit is
shown. Therein, the gas temperature measured directly below the vaporisation unit was
changed in three temperature steps of 210, 240 and 270 ◦C and the LCR was determined
against the H2O2 concentration, respectively. The variation of the gas temperature at
the vaporisation unit led to a difference in the surface temperature at the placement of
the test specimens from 120 to 140 and 160 ◦C measured by a temperature sensor in
the gas flow without H2O2 dosage. It can be clearly observed that the progressions of
the LCR in the considered H2O2 concentration range are in good compliance for the
three different gas temperatures. This test series demonstrates that the gas temperature
in an adjusted range highly above the dew point of H2O2 did not markedly influence
the microbicidal effectiveness. In the third microbiological test series, wherein the mi-
crobicidal effectiveness was detected for varied gas velocities of 16, 20 and 24 m/s, no
significant distinctions of the LCR progressions between the gas velocities could be drawn
(s. Fig. 7.5(b)). Only a slightly decreased LCR was achieved for the lowest gas velocity
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(a)
(b)
(c)
Figure 7.4: SEM images of spores on aluminium plates treated by (a) a hot air stream, (b) a H2O2
gas stream with a H2O2 concentration of 4.2% v/v and (c) by a gas stream of 7.5% v/v H2O2,
each of them at a gas temperature of 240 ◦C, a gas velocity of 20 m/s and for a contact time of
0.2 s (magnifications: 7,000x, 20,000x and 50,000x).
of 16 m/s at the highest H2O2 concentration of 6.7% v/v. In the final test series, the
effect of additionally dosed, deionised water on the LCR was inspected and compared to
the LCR determined in the same H2O2 concentration range without elevated humidity
(s. Fig. 7.6). Therein, the LCR showed the same characteristic behaviour for gaseous
H2O2 both with and without elevated humidity, except to the highest H2O2 concentra-
tion of 6.7% v/v, wherein the LCR was slightly decreased for a H2O2 gas stream with
additionally dosed water. During the test series, it could be observed that the dosage of
high amounts of water vapour to the H2O2 gas stream led to condensation droplets of
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water and H2O2 in the aseptic chamber, resulting in a lower LCR according to a lower
amount of H2O2 in the gas stream.
(a)
(b)
Figure 7.5: Influence of (a) gas temperature (setting range: 210 to 270 ◦C) and (b) gas velocity (16
to 24 m/s) on the logarithmic cycle reduction (LCR).
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Figure 7.6: Influence of humidity (additional dosage of 300 µl/s deionised water) on the logarithmic
cycle reduction (LCR).
In summary, the inactivation kinetics demonstrated that both, H2O2 concentration
and contact time, have a strong influence on the microbicidal effectiveness of gaseous
H2O2. As a result, the LCR was additionally plotted against the dose (DH2O2), wherein
a clear dependence of the LCR on the dose of gaseous H2O2 in form of an exponential
function similar to Eq. 7.4 can be identified (s. Fig. 7.7). Therein, the dose of gaseous
H2O2 was calculated according to Eq. 7.5:
DH2O2 = cH2O2 · tc (7.5)
Here, tc is the contact time of the test specimens with gaseous H2O2.
7.4.2 Sensor measurements
In addition to the microbiological tests, the calorimetric H2O2 gas sensor was charac-
terised in the aseptic chamber of the sterilisation test rig. First of all, a sensor calibration
procedure was carried out. Therefore, the temperatures on the active (Tactive) and the
passive sensor segment (Tpassive) were detected at defined H2O2 concentration steps be-
tween 0 and 8% v/v, at a constant gas temperature of 240 ◦C and a gas velocity of
20 m/s (s. Fig. 7.8). The temperatures on both sensor segments are always below the
gas temperature of the vaporizer. The sensor was situated in a defined distance below
the gas-outlet nozzle of the “cold” aseptic chamber so that the H2O2 gas stream is cooled
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Figure 7.7: Logarithmic cycle reduction (LCR) plotted against the dose of H2O2 until the maximum
LCR of 6.9 was obtained.
Figure 7.8: (a) Temperature-response behaviour of the calorimetric gas sensor (active and passive
sensor segment) at varied H2O2 concentrations up to 8% v/v (gas temperature: 240
◦C, gas
velocity: 20 m/s).
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down to temperatures below 200 ◦C until the stream attained to the sensor. The tem-
perature on the active sensor segment Tactive increased from 136
◦C at 0% v/v H2O2
to a maximum of 205 ◦C at a H2O2 concentration of 7.6% v/v. Tpassive, which should
not be affected by the decomposition effect of H2O2, showed also a temperature rise
from 140 ◦C at 0% v/v H2O2 to 172
◦C at 7.6% v/v H2O2. The temperature shift on
the passive sensor segment could depend on the heat transfer between the active and
passive sensor segment during the decomposition of H2O2 on the active sensor segment
as well as on a possible temperature change of the gas stream between different H2O2
concentrations caused by a change of the heat capacity of the gas stream that depends
on the present H2O2 concentration. As measurement signal, the temperature difference
(∆Tsignal) between the active and passive sensor segment was calculated (s. Fig. 7.9(a))
and a calibration plot with a good linear correlation between ∆Tsignal and the particular
H2O2 concentration was generated (s. Fig. 7.9(b)). The characterised sensor had a sen-
sitivity (S) of 4.75 ◦C/(% v/v) and a low temperature off-set (∆T0) of -2.25 ◦C in the
considered H2O2 concentration range.
In a second measurement series, the influence of gas temperature on the sensor signal
was investigated. From the diagram depicted in Fig. 7.10(a), it can be clearly seen that
a change of the gas temperature in temperature steps of 210, 240 and 270 ◦C had no
effect on ∆Tsignal in a H2O2 concentration range from 0 to 8% v/v.
However, by changing the gas velocity in steps of 16, 20 and 24 m/s, a slight difference
in the sensor-response behaviour can be noticed (s. Fig. 7.10(b)). The measurement
signal was approximately 15% lower at a gas velocity of 16 m/s compared to the signal at
20 and 24 m/s, caused by an increase of the heat transfer between the active and passive
sensor segment during the catalytic H2O2 decomposition at a reduced gas velocity.
In the final sensor-measurement series, the sensor signal was detected for various H2O2
concentrations with and without additionally dosed deionised water (s. Fig. 7.11). Here,
the sensor signal at elevated humidity is in good compliance to the signal without humid-
ity. Only a slightly smaller sensor signal was observed at the highest H2O2 concentration
step of 6.7% v/v with additionally dosed water. The reason for the lower signal relies
on the fact that condensation droplets appeared during the dosage yielding a decrease of
the gaseous H2O2 concentration as observed in the final microbiological test series.
7.4.3 Correlation model
For developing a correlation model between the measurement signal of the calorimetric
H2O2 gas sensor and the microbicidal effectiveness of gaseous H2O2, all measurement
data of the sensor were matched with the logarithmic cycle reductions determined at
a fixed contact time of 0.2 s for the various setting points of H2O2 concentration, gas
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(a)
(b)
Figure 7.9: (a) Temperature difference at varied H2O2 concentrations up to 8% v/v (gas temperature:
240 ◦C, gas velocity: 20 m/s), and (b) calibration plot of the gas sensor.
temperature, gas velocity and humidity. In a first step, the logarithmic cycle reduc-
tions detected at higher contact times were disregarded in the correlation model. In
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Fig. 7.12(a), a diagram is shown, wherein the correlation of the sensor signal with the
logarithmic cycle reduction could almost be interpolated by a logarithmic function.
(a)
(b)
Figure 7.10: Influence of a) gas temperature (setting range: 210 to 270 ◦C) and b) gas velocity (16
to 24 m/s) on the sensor signal (∆Tsignal).
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Figure 7.11: Influence of humidity (additional dosage of 300 µl/s deionised water) on the sensor’s
signal (∆Tsignal).
The measurement signal increases rapidly to a temperature difference of up to 20 ◦C
for low logarithmic cycle reductions. This sharp rise of the measurement signal against
the logarithmic cycle reduction matches with a slight effect of low H2O2 concentrations
on the microbicidal effectiveness, whereas the measurement signal correlates linearly
with further raising H2O2 concentrations. Above a measurement signal of 20
◦C, a
linear approximation was drawn between the measurement signal and logarithmic cycle
reduction (s. Fig. 7.12(b)) according to Eq. 7.6:
∆Tsignal = SLCR ·LCR+ ∆T0,LCR (7.6)
Herein, the sensor’s sensitivity (SLCR) amounts to be 2.16
◦C per logarithmic cycle
reduction and its off-set (∆T0,LCR) to be 20.92
◦C. This linear correlation results from
both an approximately linear relationship between the logarithmic cycle reduction and
the H2O2 concentration between 4 and 8% v/v (s. section 7.4.1), as well as a linear
dependency of the measurement signal and the H2O2 concentration in the considered
concentration range (s. section 7.4.2).
In addition to the relationship between the measurement signal and the LCR specified
for a defined contact time, a correlation model can be established, wherein the relevant
contact time over all inactivation kinetics to the maximum LCR of 6.9 is implicated.
Therefore, the measurement signal of the sensor was multiplied by the contact time and
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(a)
(b)
Figure 7.12: (a) Correlation between measurement signal (∆Tsignal) and logarithmic cycle reduction
(LCR) determined for a contact time of 0.2 s of the considered setting points, and (b) linear
approximation at increased ∆T0,LCR (between 21 and 36
◦C temperature difference) for the relevant
LCR range at elevated H2O2 concentrations.
related to the LCR (s. Fig. 7.13). The resulting progression can also be interpolated
by a logarithmic function with a similar behaviour to the correlation model for a fixed
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contact time of 0.2 s shown in Fig. 7.12(a). Such correlation models could be used for
the indirect determination of the microbicidal effectiveness in sterilisation processes of
gaseous H2O2 in combination with elevated gas temperatures.
Figure 7.13: Logarithmic cycle reduction (LCR) plotted against measurement signal multiplied by
the contact time until the maximum LCR of 6.9 was attained.
7.5 Conclusions
The evaluation of the microbicidal effectiveness of gaseous H2O2 in combination with heat
by using microbiological specimens inoculated with Bacillus atrophaeus spores showed
that the most influencing factors of the sterilisation process are the contact time varied
between 0.2 and 0.5 s, on the one hand, and the H2O2 concentration inspected in a
range of 0 to 8% v/v, on the other hand, whereas the effect of changing the gas tem-
perature highly above the dew point of H2O2, the gas velocity and the humidity in the
considered ranges is negligible. In addition to the microbiological tests, a novel H2O2 gas
sensor module arranged as calorimetric differential set-up was extensively characterised
at various parameter settings of the sterilisation process, and the measurement signal
was successfully correlated with the logarithmic cycle reduction of Bacillus atrophaeus
spores. The use of the calorimetric H2O2 gas sensor and the establishment of a correla-
tion model between the sensor’s signal and the microbial inactivation kinetics specific to
the sterilisation process of gaseous H2O2 feature a reliable and time-consuming method
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to determine the sterilisation’s microbicidal effectiveness. In contrast to microbiolog-
ical challenge tests, the calorimetric sensor set-up might enable a quantitative in-line
monitoring for sterilisation processes for future applications.
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8.1 Abstract
A wireless sensor system based on the industrial ZigBee standard for low-rate wireless
networking was developed that enables real-time monitoring of gaseous H2O2 during the
package sterilisation in aseptic food processes. The sensor system consists of a remote unit
connected to a calorimetric gas sensor, which was already established in former works,
and an external base unit connected to a laptop computer. The remote unit was built up
by an XBee radio frequency module for data communication and a programmable system-
on-chip controller to read out the sensor signal and process the sensor data, whereas the
base unit is a second XBee radio frequency module. For the rapid H2O2 detection on
various locations inside the package that has to be sterilised, a novel read-out strategy
of the calorimetric gas sensor was established, wherein the sensor response is measured
within the short sterilisation time and correlated with the present H2O2 concentration.
In an exemplary measurement application in an aseptic filling machinery, the suitability
of the new, wireless sensor system was demonstrated, wherein the influence of the gas
velocity on the H2O2 distribution inside a package was determined and verified with
microbiological tests.
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8.2 Introduction
Aseptic packaging is defined as the filling of a microbiologically stable product into ster-
ilised packages under aseptic conditions that prevent microbial recontamination. Therein,
the sterilisation of packaging material is the essential process prior to the food filling in
order to inactivate microorganisms, which could contain in packages during their trans-
port and forming [1]. The result is a safe, packed product with long shelf-life that does
not require preservatives or refrigeration during storage.
Since more than a half century, hydrogen peroxide (H2O2) is used for the sterilisation
of packaging material started with the first aseptic filling system for carton packages from
Tetra Pak in 1961 [2]. Even today, hydrogen peroxide is the most significant sterilisation
agent in aseptic food processes among a variety of other physical and chemical methods
(e.g., UV radiation, ionisation, ethylene oxide, peracetic acid) [3]. The wide-spread usage
of H2O2 in sterilisation processes relies on its strong microbicidal effectiveness, especially
in combination with heat [4, 5], and on its non-hazardous effect on the package surface,
product or consumer at a low concentration level of residue [1]. Due to the fact that the
microbicidal effectiveness is additionally enhanced by gaseous H2O2 [6, 7], the aseptic
food industry has been enlarged its focus on using H2O2 in gas phase as sterilisation
agent within the last few decades in order to improve the efficiency of the sterilisation
process. In this process, it is indispensable that the package surface is uniformly treated
by gaseous H2O2 during a short sterilisation time, wherein the microbicidal effectiveness
predominantly depends on the local H2O2 concentration. Due to this fact, there is a
great demand in the aseptic food industry for a monitoring device that enables the
measurement of the H2O2 distribution on the inner surface of a package within this short
sterilisation time.
In previous works, gas sensors for measuring the H2O2 concentration were introduced,
which are based on a calorimetric differential set-up of a catalytically activated and passi-
vated temperature-sensitive segment. If the sensor is exposed to gaseous H2O2, it detects
the reaction enthalpy of H2O2 decomposition on the catalyst in form of an increased
temperature difference between the catalytically activated and passivated temperature-
sensitive segment. Starting from a macroscopic sensor set-up introduced by Na¨ther et
al. [8, 9] that was designed for on-line monitoring of H2O2, thin-film gas sensors with
different layouts and material compositions have been developed in ongoing research ac-
tivities, which can be mounted on the package’s inner surface and detect the local H2O2
concentration. First, thin-film gas sensors were successfully built up on conventional sil-
icon substrates with thin-film resistances or even thin-film thermopiles as temperature-
sensitive segments, which have been passivated by perfluoralcoxy, fluorinated ethylene
propylene or SU-8 photoresist and catalytically activated by platinum black, palladium
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or manganese oxide [10–12]. Furthermore, sensors on a polyimide substrate have been
additionally realised and extensively characterised in order to optimise their response
behaviour in terms of sensitivity and response time in comparison to silicon-based sen-
sors [13, 14]. The characteristics of the different thin-film gas sensors are overviewed in
Tab. 8.1.
Table 8.1: Characteristics (sensitivity, off-set and response time) of the different thin-film gas sensors
for H2O2 detection (adapted from [10–14]).
Sensor concept Sensitivity
( ◦C/(% v/v))
Off-set (◦C) Response time,
t90% (s)
Silicon-based
sensor (thin-film
resistance)
0.57 0.12 6.7
Silicon-based
sensor (thin-film
thermopile)
0.84* 0.61* 2.5
Polyimide-based
sensor (large
contact area)
7.15 -0.52 5.9
Polyimide-based
sensor (small
contact area)
4.78 -0.35 3.8
* Calculated sensitivity and off-set from specified signal in mV.
Even though, various sensors have been successfully established, a sensor electronic
is required for measuring the H2O2 concentration inside of a moving package with one
of the mentioned gas sensors during the rapid and dynamic sterilisation process in an
aseptic filling machinery. Therefore, the open standard ZigBee for short-range wireless
connections between miniaturised electronic modules was envisaged. This standard is
built on top of the physical layer (PHY) and medium-access control sublayer (MAC) in
the network-protocol stack defined in the IEEE standard 802.15.4 for low-rate wireless
networking [15, 16]. ZigBee specifies the network layer (NWK) that is responsible for
the organisation of data forwarding and routing in a network and the application layer
(APL) providing a framework for communication and application programming [16, 17].
Its architecture provides cost-effective, low-power and reliable wireless networking with
convenience of installation that can also be applied in dynamic industrial processes. Thus,
ZigBee has gained huge attractiveness in the development of wireless sensor networks,
since the standard was released in 2004. Today, the application field of wireless sensor
networks based on the ZigBee standard varies in a wide range: for instance, in civil
engineering such as for measuring the mechanical stress of bridges [18, 19]; to determine
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the climatic conditions in crop fields [20, 21]; for detecting forest fires [22]; for monitoring
the ambient conditions in food logistics [23] and in the medical field, e.g., to control the
physiological state of patients by measuring the heartbeat (ECG) or blood pressure [24–
26].
In the present work, a ZigBee-based wireless sensor system has been designed, which
enables the monitoring of the local H2O2 concentration on the inner surface of a pack-
age in a dynamic sterilisation process. Furthermore, a novel read-out strategy for the
investigated thin-film gas sensors has been established that is necessary for measuring
the local H2O2 concentration in real-time during the short sterilisation time in the order
of 1.9 s.
8.3 Experimental
8.3.1 Wireless sensor system
The wireless sensor system consists of three main components: (i) a remote unit, which is
directly connected to (ii) the calorimetric gas sensor - in this case, a sensor with thin-film
resistances as temperature-sensitive segments, and (iii) an external base unit connected
to a laptop computer.
The remote unit comprises a low-power XBee radio frequency (RF) module (model
series 1 from Digi International) with a pre-assembled XBee circuit board and a pro-
grammable system-on-chip (PSoC) controller (PSoC 3 from Cypress Semiconductor)
connected to a sensor interface (s. Fig. 8.1(a)). The PSoC controller is applied for
reading out the sensor signal over the sensor interface, processing the sensor data and
providing them to the XBee RF module. The XBee RF module with integrated antenna
is based on the ZigBee standard using the industrial, scientific and medical (ISM) fre-
quency band at 2.4 GHz. It has an effective radio range of 30 m (indoor). The XBee
RF module of the remote unit was configured as an end-point device that only allows it
to communicate with the base unit. Both, PSoC controller and XBee RF module, are
supplied by a 9 V battery.
The base unit is merely another XBee RF module fixed on a pre-assembled XBee circuit
board with USB connection (s. Fig. 8.1(b)). The XBee RF module of the base unit was
configured as coordinator that serves as central node of the wireless network with the
envisaged star topology. This network architecture enables the operator to simply include
additional remote units as end devices connected to further gas sensors for simultaneous
read-out of H2O2 concentrations even for different food-processing lines in an aseptic
filling machinery. The base unit is directly connected to a laptop computer via USB
port. To initialise the remote unit as well as to read out and store the sensor data, which
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(a)
(b)
Figure 8.1: (a) Block diagram of the remote unit comprising an XBee RF module with circuit board,
a PSoC controller with sensor interface connected to the calorimetric gas sensor and a power supply.
(b) Block diagram of the base unit built up by an XBee RF module with circuit board and the user
interface made up of a laptop with a developed LabVIEW program.
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are transmitted by the remote unit and received by the base unit, a LabVIEW program
was developed as graphical user interface.
The constructed wireless sensor electronic, which consists of a remote unit with sensor
interface and a base unit with USB connection, is depicted in Fig. 8.2.
Figure 8.2: Wireless sensor electronic consisting of the remote unit with sensor interface and the base
unit with USB connection.
8.3.2 Configuration of the PSoC controller
The programmable system-on-chip (PSoC) controller includes an embedded microcon-
troller unit (MCU) together with mixed-signal integrated circuits of configurable analog
and digital peripheral blocks and functions (e.g., analog-to-digital converter, signal ampli-
fier, filter, serial data transmission, timer, counter, pulse width modulator) and general
purpose input/output (GPIO) pins on a single chip platform. Its architecture offers
the possibility to create application-specific configurations just by selecting the desired
embedded peripheral blocks or functions that reduce the number of electronic compo-
nents in an external electronic circuitry and thus, affords a high degree of flexibility in
programming [27, 28].
In this work, a PSoC 3 controller has been used that contains an 8-Bit MCU based
on 8051 architecture. Two current digital-to-analog converters have been implemented
in the controller configuration as constant current sources for the thin-film resistances of
the calorimetric gas sensor, wherein each of them providing an output current of 1 mA.
A delta-sigma analog-to-digital converter with a resolution of 20 Bit and an analog mul-
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tiplexer with two input channels were configured to read out the voltage drops on the
thin-film resistances and to digitise the voltage signals. A sampling rate of 1 kHz was
ascertained by a counter linked to an internal oscillator (IMO: internal main oscillator).
By means of a developed subroutine, the temperatures of the catalytically activated and
passivated thin-film resistances of the calorimetric gas sensor as well as the H2O2 con-
centration resulting from the temperature difference is calculated from the temperature
drops on both thin-film resistances.
For serial communication between the PSoC controller and the XBee RF module, a
UART (universal asynchronous receiver transmitter) component was implemented in the
controller configuration.
8.3.3 Sensor read-out strategy
Due to the fact that the different thin-film gas sensors based on a calorimetric differen-
tial set-up offer response times above the contact time of the sterilisation process that
amounts to be 1.9 s (s. Tab. 8.1), a novel read-out strategy has been established for real-
time monitoring. In the present work, the calorimetric gas sensor built-up on a polyimide
substrate with small catalytic contact area, which was already introduced in [14], was
used due to its high sensitivity by a low response time (s. Tab. 8.1). The temperature
difference (∆Tsignal) between the catalytically active (Tactive) and passive sensor segment
(Tpassive) serves as sensor signal. Instead of waiting until the sensor signal has reached a
steady state condition, the signal peak after a contact time of 1.9 s with gaseous H2O2 has
been correlated with the present H2O2 concentration. For calibrating the sensor signal
in a developed sterilisation test rig, which was already presented in [8, 10] in detail, the
sensor was mounted on a hydraulic slide rail and exposed to gaseous H2O2 for a contact
time of 1.9 s at varied H2O2 concentration steps between 0 and 8% v/v, at a constant
outlet-gas temperature of 240 ◦C and a gas flow of 10 m3/h. Three signal peaks were
detected for each concentration step, respectively, which have been correlated with the
particular H2O2 concentration.
8.3.4 Application of the wireless sensor system
In an exemplary application of the wireless sensor system in an aseptic filling machinery,
its suitability for measuring the distribution of the H2O2 concentration on the inside of a
package in real-time during the sterilisation process should be demonstrated. Two mea-
surement series were conducted, wherein the influence of the gas flow on the homogeneity
of the H2O2 distribution on the package’s inner surface has been investigated during the
sterilisation process. Therefore, a constant, initial H2O2 concentration of 3.7% v/v at
the gas-outlet nozzle was adjusted for two different gas velocities of 40 and 100 m/s,
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respectively. The local H2O2 concentration was consecutively measured by the calori-
metric gas sensor at five different positions (upper and middle position of side panel as
well as middle position and at two corners of the package bottom) on the inner surface
of a package, respectively (s. Fig. 8.3(a)). The sensor signal was read out by the remote
unit of the wireless sensor electronic mounted on the outer side of the test package (s.
Fig. 8.3(b)) and transmitted to the external base unit.
(a) (b)
Figure 8.3: (a) Schematic picture of a test package with marked sensor positions and (b) test package
with mounted remote unit.
In addition to the sensor measurements, the logarithmic cycle reduction (LCR) – a
measure of the microbicidal effectiveness of a sterilisation process by using bacterial
spores of Bacillus atrophaeus – was determined for the two varied gas velocities in a
corner of the package bottom according to Eq. 8.1 and compared to the concentration
measurement results:
LCR = lg
N0
NS
(8.1)
Here, N0 is the initial spore load of the package surface located on a corner of the
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bottom, and NS is the total number of survived spores after the sterilisation process.
8.4 Results and discussion
8.4.1 Sensor calibration
After transmission tests of the wireless sensor electronic were successfully carried out
and the functionality of the PSoC controller was verified, the electronic was connected to
the calorimetric gas sensor and a calibration protocol has been conducted. Therein, the
sensor was calibrated in a H2O2 concentration range between 0 and 8% v/v according
to the novel read-out strategy introduced in section 8.3.3. During the measurement a
constant gas temperature of 240 ◦C and a gas flow of 10 m3/h were adjusted in the
sterilisation test rig. In Fig. 8.4(a), the response behaviour of the temperatures on the
active (Tactive) and passive sensor segment (Tpassive) as well as the temperature difference
(∆Tsignal) are depicted. During the measurement, a rapid rise of Tactive and Tpassive
was noticed after the sensor was exposed to the gas stream for a short contact time
of 1.9 s. Even in a gas stream without H2O2, both Tactive and Tpassive increased from
75 ◦C to 125 ◦C resulting from the elevated gas temperature, whereas the temperature
difference (∆Tsignal) did not change significantly demonstrating an equal temperature-
response behaviour of the active and passive sensor segment.
A growth in ∆Tsignal was observed with rising H2O2 concentrations caused by a fast
H2O2 decomposition effect on the sensor surface during the contact time. After the
sensor was exposed again to the same H2O2 concentration, even no distinction between
the peaks of ∆Tsignal could be drawn (s. Fig. 8.4(b)) that points out a high repeatability
of the novel read-out strategy.
The resulting calibration plot from the measurement curve shows a linear correlation
between the signal peaks of ∆Tsignal and the applied H2O2 concentration (s. Fig. 8.5).
Therein, a sensitivity of 2.06 ◦C/(% v/v) was determined that amounts to be 43% of the
sensor’s sensitivity as steady-state signal (s. Tab. 8.1). Furthermore, the sensor showed
a low off-set of 0.60 ◦C.
8.4.2 Application of the wireless sensor system
In an exemplary measurement application of the wireless sensor system, the impact of
the gas flow on the H2O2 distribution on the package’s inner surface has been studied at
a H2O2 concentration of 3.7% v/v on the gas-outlet nozzle of the sterilisation process.
Therein, the local H2O2 concentration was determined by the sensor system at five
different locations inside the package at an adjusted gas velocity of 40 and 100 m/s,
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(a)
(b)
Figure 8.4: (a) Measurement curve of the calorimetric gas sensor exposed for a contact time of 1.9 s
with the gas stream in a H2O2 concentration range from 0 to 8% v/v (gas temperature: 240
◦C,
gas flow: 10 m3/h); and (b) signal peaks for a H2O2 concentration of 7.6% v/v demonstrating the
repeatability of the novel read-out strategy.
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Figure 8.5: Calibration plot of the calorimetric gas sensor for the considered H2O2 concentration
range from 0 to 8% v/v.
respectively (s. Fig. 8.6(a)). A strong influence of the velocity on the distribution of the
H2O2 concentration inside the package was observed.
At a low gas velocity a decreased H2O2 concentration with a minimum of 1.6% v/v on
the bottom of the package compared to the upper region of the side panel with a maxi-
mum concentration of up to 2.8% v/v was identified. This effect could rely on the low gas
flow resulting in a non-uniform dilution of the H2O2 gas stream with ambient air, which
increases with longer distances from the gas-outlet nozzle leading to a reduced H2O2 con-
centration on the package bottom. In contrast, an almost equal H2O2 concentration level
of around 2.5% v/v was achieved at the different measurement points inside the package
for an increased gas velocity of 100 m/s, presenting a homogenous H2O2 distribution on
the package’s inner surface. Both measurement series implicate a strong influence of the
H2O2 gas distribution inside the package. Moreover, a maximum H2O2 concentration of
2.8% v/v was detected that is 25% lower compared to the H2O2 concentration of 3.7%
v/v at the gas-outlet nozzle. The reason for decreased H2O2 concentrations inside the
package results from an unavoidable dilution of the H2O2 gas stream with the ambient
air during the short sterilisation period.
An exemplary, real-time measurement curve with two measurement cycles for each
gas velocity (100 and 40 m/s) in a bottom corner of a moving package is depicted in
Fig. 8.6(b). The diagram demonstrates a good reproducibility in measuring the local
166
Towards a wireless sensor system for real-time H2O2 monitoring
(a)
(b)
Figure 8.6: (a) Distribution of the H2O2 concentration on five different positions at the package’s
inner surface measured by the wireless sensor system for a gas velocity of 40 and 100 m/s, re-
spectively, during the sterilisation process; and (b) real-time measurement curve for the two gas
velocities detected in the 1st corner on the bottom of a moving package.
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H2O2 concentration by means of the wireless sensor system and presents the distinct
difference in the measured H2O2 concentration of the two different gas velocities.
To confirm the measurement results obtained by means of the wireless sensor system,
the logarithmic cycle reduction of bacterial spores as test microorganisms was determined
in one of the corners of the package bottom for each H2O2-gas stream (gas velocity of
40 and 100 m/s) and for a gas stream without H2O2, respectively. Afterwards, the LCR
was matched with the local H2O2 concentration measured by the wireless sensor system.
From the diagram depicted in Fig. 8.7, an obvious dependency of the LCR on the local
H2O2 concentration was figured out.
Figure 8.7: Logarithmic cycle reduction determined in the 1st corner of the package bottom for a gas
velocity of 40 and 100 m/s, respectively, as well as for a gas stream without H2O2 and matched
with the local H2O2 concentration.
Thus, this experiment the wireless sensor system highlights its suitability to monitor
local H2O2 concentrations inside of packages in real-time during their sterilisation in
aseptic food processes.
8.5 Conclusions
In the present work, a wireless sensor system was developed for monitoring the distribu-
tion of H2O2 concentrations inside of food packages in real-time, when they are sterilised
by gaseous H2O2. The wireless sensor system contains a remote unit connected to one of
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the calorimetric gas sensors, which have been realised in former works, and an external
base unit with USB interface. The remote unit is built up by an XBee RF module for
wireless data communication based on the ZigBee standard and a PSoC controller with
sensor interface for reading out the sensor signal and providing the sensor data. The
base unit only consists of another XBee RF module serving as coordinator of the ZigBee
network. The sensor system allows the monitoring of gaseous H2O2 inside of packages
in a dynamic sterilisation process. Furthermore, a novel read-out strategy for real-time
detection of the H2O2 concentration within the sterilisation period was established. In-
stead of correlating the steady-state sensor signal with the H2O2 concentration, the signal
peak attained within the sterilisation was matched with the present gas concentration. In
an exemplary measurement, the functionality of the wireless sensor system was demon-
strated, wherein the influence of the gas flow on the H2O2 distribution on the package’s
inner surface was investigated. The obtained measurement results were additionally
confirmed by microbiological inspections with bacterial spores as test microorganisms.
Thus, the novel sensor system could be a supporting monitoring device for the control
and the optimisation of sterilisation processes in aseptic filling systems.
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8.6 Appendix
8.6.1 Additional information of the wireless sensor system
In Fig. 8.8, the interior part of the remote unit of the wireless sensor system is depicted
as support to section 8.3.1.
Figure 8.8: Interior part of the remote unit of the wireless sensor system.
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9 Summary and perspectives
In aseptic food processes, the sterilisation of the packaging material is the decisive step
in order to avoid that the product subsequently filled into the package stays in contact
with food-spoilage microorganisms or even pathogenic organisms. Today, the packaging
material is progressively treated by gaseous H2O2 at elevated temperatures due to its
strong microbicidal effectiveness and its environment-friendly decomposition products.
In this process, the H2O2 concentration ranging up to several volume percent must be
high enough in order to ensure a required degree of sterility of the packaging material.
Furthermore, the gaseous H2O2 must be uniformly distributed on the package’s inner
surface during the rapid sterilisation process. This is leading to the huge demand of
the aseptic food industry for a gas-sensor system to monitor quantitatively the H2O2
concentration during the sterilisation of food packages under real-time conditions.
The initial situation led to the realisation of thin-film gas sensors based on a calorimet-
ric differential set-up, which is suitable for the measurement of H2O2 gas concentrations
up to the percentage range under harsh environmental conditions. The sensors consist of
a catalytically active sensing segment, where H2O2 decomposes at elevated gas temper-
ature in an exothermic reaction, and a passive sensing segment, where decomposition is
avoided. The temperature difference between the active and passive segment serves as a
measure of the gaseous H2O2 concentration and can be detected by an implemented tem-
perature transducer. The results obtained in each chapter of this thesis have conduced to
achieve this overall principal outcome and consequently, they demonstrate the feasibility
of the thin-film calorimetric gas sensors as a novel, potential method for monitoring the
gaseous H2O2 concentration within the package sterilisation carried out by gaseous H2O2
as sterilant in aseptic food processes.
Chapter 1 gives an introduction to calorimetric gas sensors, in general, and to hy-
drogen peroxide and in particular, to its usage in aseptic food processes. Furthermore,
the state of the art of measurement systems for gaseous H2O2 and the initial situation
as motivation for this work is presented in chapter 1.
In chapter 2, thin-film calorimetric gas sensors with silicon-based, monolithic ther-
mopiles have been fabricated and their response behaviour for the detection of H2O2
under altered atmospheric conditions – changed gas concentration, temperature and gas
flow – has been investigated. The thermopiles are made up of gold/nickel and tung-
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sten/nickel and they have been designed in form of circular and linear arrangements.
In a first comparative study, the response behaviour of the sensors with different ther-
mopile layouts and material compositions activated by the same catalyst of MnO2, have
been characterised in H2O2 atmosphere. Therein, the sensors with linear thermopile
exhibit an enlarged sensitivity in comparison to the sensors with circular thermopile.
This phenomenon can be derived from the different distances of the “hot” and “cold”
junctions of the thermopiles leading to a change in the heat transfer from the “hot” to
the “cold” junctions of the thermopiles. Moreover, the sensors with thermopiles made
up of gold/nickel showed always a slightly higher sensitivity than the sensors of tung-
sten/nickel. Even though, the theoretical Seebeck coefficient of tungsten/nickel is greater
than the coefficient of gold/nickel, the elevated resistance of the tungsten layer is effecting
a voltage drop that results in a lower sensor sensitivity. A further study was conducted
in order to determine the response characteristics of sensors activated by manganese(IV)
oxide particles in the range of several micrometres and nanometre-sized palladium, re-
spectively. The sensors with palladium as catalyst possessed the largest sensitivity of
166 µV/(% v/v), which is adequate to a maximum temperature rise of 0.84 ◦C/(% v/v)
and results from the enlarged surface-to-volume ratio of the particles in the nanometre
range compared to the lower ratio of the manganese(IV) oxide particles. In final mea-
surements at altered gas temperatures and gas-flow rates, the sensor signal was hardly
influenced from the changed process conditions. The obtained results of chapter 2 high-
light the stable response characteristic of the sensors made up of thin-film thermopiles
and their suitability as monitoring device for gaseous H2O2 concentrations even at harsh
conditions. However, drawbacks of the sensors represent their low voltage rise in H2O2
atmosphere of several microvolts and that the thermopile layouts could act as antenna
leading to an increased noise behaviour in industrial food processes.
Consequently, chapter 3 was focusing on the realisation of calorimetric gas sensors
made up of thin-film resistances as temperature transducer, where each sensor was also
built up on a single silicon chip. In this study, the sensors were coated by three different
catalytically active dispersions of platinum black, palladium or manganese(IV) oxide
particles, respectively, and they have been characterised under gaseous H2O2 atmosphere.
The particle size of each dispersion was in an equal range of up to 10 µm in order to
enable a comparability of the chosen catalytically active materials. In this study, the
sensor activated by a dispersion of manganese(IV) oxide showed the largest sensitivity of
0.565 ◦C/(% v/v), which could rely on its reactive properties allowing a strong surface
interaction with the H2O2 molecules. The oxidised manganese as transition metal with
partially filled d-orbitals and its diversified oxidation states seem to effectively promote
the cyclic transfer of electrons between H2O2 as strong oxidant and the catalyst surface,
and thus, it yields a high surface reactivity for the exothermic H2O2 decomposition. In
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a further intensified study of the sensor response at varied process conditions, a strong
impact of gas temperature and gas flow on the sensor signal was recognised. During
this measuement series, the sensor was situated very close to the gas-outlet nozzle of
the vaporizer, where the elevated gas temperature on the sensor surface seems to affect
strongly the sensor’s sensitivity. Nevertheless, the sensor chips with thin-film resistances
built up on a silicon substrate represent an alternative H2O2 gas-sensing device, where
potential improvements could help to enforce an increase in sensitivity and its response
characteristic under changed process conditions.
In the following chapter, the encapsulation of the thin-film gas sensors with passive,
polymeric materials has been investigated in detail. As potential passive materials, fluo-
rinated ethylene propylene, perfluoralkoxy and epoxy-based SU-8 photoresist have been
tested due to their well-known temperature stability and chemical inertness. In order
to create thin, homogeneous layers, the polymers have been deposited as liquid films
via spin-coating with specific fabrication protocols and cured by defined heat-treatment
profiles. The morphological characteristics of the polymeric layers have been studied by
scanning electron microscopy, wherein agglomerates have been recognised at the layers
of the fluorpolymers, and by profilometry, where is to be seen that the polymeric sur-
faces are enclosed and the layer thicknesses amount to be in the lower micrometre range,
but can be distinguished from each other. From contact angle measurements, the flu-
orpolymers exhibit pronounced hydrophobic surfaces, whereas the SU-8 photoresist has
a more hydrophilic surface, which might have an effect on the encapsulation properties
in extremely humid surroundings. Nevertheless, as a result of the characterisation in
H2O2 atmosphere, the sensors covered by the different polymeric materials beared equal
response behaviour towards gaseous H2O2 with slight differences in the sensors’ sensi-
tivities. In additionally conducted studies, the polymeric layers’ stability in H2O2 under
harsh environmental conditions have been approved by FTIR spectroscopy, where no
changes of their chemical structure were observed after H2O2 treatment. Their elevated
thermal endurance was further confirmed by differential scanning calorimetry and ther-
mogravimetric analysis. To summarise chapter 4, all of the tested polymeric materials
are suitable as thin passivation layers for calorimetric gas sensors to detect gaseous H2O2
concentrations.
Chapter 5 deals with the optimisation of the calorimetric gas sensors with regard to
the response behaviour, concerning the sensitivity in particular. In former works, silicon
was used as sensor substrate. Even though, silicon as conventional substrate in thin-film
technology implicates a well-known fabrication procedure, it has also a drawback for the
use in single chip, calorimetric gas sensors. Silicon holds a large thermal conductivity
that does not allow to thermally isolate the active from the passive sensing segment on a
single chip leading to a drop in the sensor signal – the temperature difference between the
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two sensor segments. As a consequence, a new substrate was needed, which offers a low
thermal conductivity, and hence, it should acting as thermal barrier between the active
and passive sensor part. Therefore, a thin polyimide foil with low thermal conductivity
has been chosen as novel substrate for the calorimetric gas sensor. For comparison
with the sensors developed in the previous works, thin-film resistances were chosen as
temperature transducers, which are passivated by SU-8 photoresist and activated by
mangenese(IV) oxide catalyst.
In order to gain a better understanding how the surface reaction takes place, a review
of the literature on H2O2 decomposition processes, in particular on manganese(IV) oxide,
has been done. The initial step of the surface reaction is the cleavage of the O-O bind-
ing of the H2O2 molecule inducing the formation of hydroxyl radicals as intermediated
products, which react with H2O2 in further steps of the reaction pathway, whereby H2O2
decomposes to water vapour and oxygen in a summarised stoichiometric reaction. From
an additionally taken XPS analysis, it can be observed that the manganese becomes re-
duced in H2O2 atmosphere causing a phase change on the surface of the manganese oxide
particles due to an electron exchange of the initial reaction step – the formation of radi-
cals. However, the phase change seems to do not have any effect on the sensor-response
behaviour. Before the sensor was tested in H2O2 atmosphere, a theoretical approach of
the released temperature from the catalytic reaction was developed, to determine what is
the maximum (theoretical) temperature increase arising from the catalytic H2O2 decom-
position. Therein, the temperature rise was at first calculated in case of an exothermic
surface reaction for a stationary H2O2 atmosphere without convection and diffusion ef-
fects, and in following models, diffusion effects were also comprised into the calculation,
as well as the forced gas flow was introduced in the theoretical consideration. For the
latter calculation model, the maximum temperature rise amounts to be 15.9 ◦C/(% v/v).
In an subsequent step, the novel calorimetric gas sensor based on a polyimide foil was
then characterised in H2O2 atmosphere, wherein a sensitivity of 7.15
◦C/(% v/v) was
achieved, which is 45% of the calculated maximum temperature rise, but even 12.5 times
higher than for the silicon-based sensor of chapter 3. The difference between calculated
and measured temperature rise could rely on a heat loss by radiation and thermal dissi-
pation due to the gas flow as well as on an incomplete decomposition of the H2O2 on the
catalytic surface of the sensor. As a result of chapter 5, the developed calorimetric gas
sensor built up on a thin polyimide foil showed a distinctly improved response behaviour
and moreover, this chapter gives also a deep insight into the sensor-response mechanism
with regard to the catalytic surface reaction and the resulting temperature rise.
In chapter 6, the sensor design was slightly modified, wherein the active and passive
sensing areas were reduced compared to the sensor introduced in the chapter before.
Moreover, a detailed description is given about how exactly the polyimide-based sensor
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was fabricated and how the sensor responds to altered process conditions in a wide range
of parameter settings (H2O2 concentration with and without additional water dosage, gas
temperature and gas flow). In an initial step of the sensor fabrication, a polyimide sheet
was temporarily fixed by an adhesive on a conventional silicon wafer as carrier platform
throughout the fabrication process. The thin-film resistances were deposited via physical
vapour deposition and structured by conventional photolithography. The thin-film resis-
tances have been passivated by spin-coated SU-8 photoresist and the single sensor chips
separated via scalpel and thereby, removed from the carrier platform. In a final process
step, a dispersion consisting of manganese(IV) oxide particles have been drop-coated on
one of the passivated thin-film resistances acting as active sensing element. The response
behaviour of the sensor was further on intensively studied in H2O2 atmosphere, wherein
over the whole measurement sequences a stable sensor response could be observed with-
out strong influence from changed process conditions in form of varied gas temperature
and gas flow as well as added humidity. In an additionally conducted characterisation of
the polyimide foil by differential scanning calorimetry and thermogravimetric analysis as
well as by FTIR spectroscopy, its outstanding thermal stability and chemical inertness
was verified.
A summary of the response characteristics in form of sensitivity, off-set, hysteresis and
response time of the different thin-film gas sensors based on a calorimetric differential
set-up is given in the following table (s. Tab. 9.1). The sensor built up on polyimide foil
with large contact area possesses the highest sensitivity. However, it offers a response
time of 5.9 s, which relies on the large surface area that has to be heated during H2O2
decomposition, whereas the polyimide-based sensor with small contact area delivers a
shorter response time of 3.8 s and an adequate sensitivity of 4.78 ◦C/(% v/v).
Furthermore, a comparative study of the developed thin-film gas sensors with regard to
the effort of the fabrication process (the number of process steps, the degree of complex-
ity and the time- as well as cost-consumption), their response behaviour (sensitivity and
response time), the long-term stability in H2O2 atmosphere and their suitability for mon-
itoring the H2O2 concentration in packages during their sterilisation is given in Tab. 9.2.
The fabrication of the sensor with thin-film thermopile as temperature transducer needs
more process steps, whereas the sensors with thin-film resistances are quiet faster to
realise. The response behaviour are in general improved by using polyimide as sensor
substrate, but the silicon-based sensors showed a slightly higher long-term stability. For
the sensor implementation on the package surface for detecting the H2O2 concentration
spatially resolved, the flexible polyimide foils are more suitable than the silicon-based
sensors due to the possibility to fix the sensor also on rugged and curved surfaces. Fur-
thermore, a sensor with small contact area enables the detection of H2O2 concentration
even of tiny spots on the package’s inner surface. As a result of the sensor comparison, it
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Table 9.1: Summary of the response characteristics (sensitivity, off-set, hysteresis and response time)
of the different thin-film gas sensors for H2O2 detection.
Thin-film
gas sensor
Temperature
transducer
Sensitivity
(◦C/(% v/v))
Off-set (◦C) Hysteresis
(◦C)
Response
time, t90%
(s)
Sensor on
silicon
Thin-film
thermopile
0.84* 0.61* 0.34* 2.5
Sensor on
silicon
Thin-film
resistances
0.57 0.12 0.18 6.7
Sensor on
polyimide
(large size)
Thin-film
resistances
7.15 -0.52 2.41 5.9
Sensor on
polyimide
(small size)
Thin-film
resistances
4.78 -0.35 1.98 3.8
*Calculated sensitivity and off-set from specified signal in mV.
can be emphasised that the calorimetric gas sensor with thin-film resistances and small
contact area seems to possess the most appropriate attributes for monitoring the H2O2
concentration during the package sterilisation in aseptic food processes.
In chapter 7, the microbicidal effectiveness of gaseous H2O2 has been extensively
studied in order to find out the most influencing process factors on the degree of sterility
corresponding to the sterilisation of food-packaging materials. Furthermore, measure-
ments have been carried out with the calorimetric gas sensor that was developed in the
previous chapter 6, and the sensor response has been correlated with the microbiological
results. For the investigation of the microbicidal effectiveness of gaseous H2O2, test spec-
imens inoculated with Bacillus atrophaeus spores have been used. Besides the contact
time of the test specimens with gaseous H2O2, the present H2O2 gas concentration is
the most influencing process factor on the microbial inactivation, whereas the change of
the gas temperature, gas flow and humidity could be almost neglected in the considered
setting ranges. The resulting inactivation kinetics follow an exponential function against
the H2O2 concentration. From studies conducted with scanning electron microscopy, a
strong morphological deformation of the bacterial spores after H2O2 treatment was ob-
served, where some spores seemed even to be burst. Therein, the degree of deformation
depended on the present H2O2 concentration. The inactivation kinetics have then been
matched with measurements done with the gas sensor, and a correlation model in form of
a linear approximation was developed for a considered concentration range, which is ap-
plied at package sterilisation in aseptic food processes. The correlation model, wherein
the sensor-response signal was directly related to the microbial inactivation kinetics,
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Table 9.2: Comparison of the thin-film gas sensors with regard to fabrication process, response be-
haviour, long-term stability and suitability for detecting H2O2 concentrations inside of packages
during their sterilisation.
Thin-film
gas sensor
Temperature
transducer
Fabrication
process
Response
behaviour
Long-term
stability
Suitability
Sensor on
silicon
Thin-film
thermopile
– – + ◦
Sensor on
silicon
Thin-film
resistances
+ – ++ ◦
Sensor on
polyimide
(large size)
Thin-film
resistances
◦ + ◦ +
Sensor on
polyimide
(small size)
Thin-film
resistances
◦ + ◦ ++
Here, ++ is excellent, + is good, ◦ is satisfactory and – is poor.
demonstrated that the calorimetric gas sensor can also be used for the validation of the
microbicidal effectiveness of sterilisation processes with gaseous H2O2, and consequently,
provide information about the sterility of the packaging material that has to be sterilised
in aseptic food processes.
For monitoring the H2O2 concentration during the package sterilisation in aseptic
food processes under real-time conditions, a specially designed wireless sensor system
including one of the thin-film calorimetric gas sensors is introduced in chapter 8. The
sensor system, which is based on the industrial ZigBee standard, comprises a remote unit
connected to the calorimetric gas sensor on polyimide foil that was presented in chapter
6 and an external base unit. The remote unit was built up by an XBee radio frequency
module and a programmable system-on-chip controller. The base unit consists of a second
XBee radio frequency module, which is connected to a laptop computer. The sensor
system can be used for measuring the H2O2 concentration on various locations inside of
packages, in particular on critical locations, during the sterilisation process. However, for
detecting the gas concentration within the extremely short sterilisation time of almost
two seconds, a novel read-out strategy needed to be established. Instead of reading out
the steady-state signal of the sensor response, the maximum signal peak within the short
sterilisation time has been considered as measure for the local H2O2 concentration. In
order to verify the wireless sensor system and the accuracy of the read-out strategy, an
exemplary measurement has been conducted, wherein the influence of the gas flow on the
distributed H2O2 concentration on the inner surface of a package has been determined
during the sterilisation process. To demonstrate that the sensor signal is acting also as
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a measure for the microbicidal effectiveness, the spatially resolved H2O2 concentration
detected by the sensor system was then correlated with the microbial inactivation of
inoculated Bacillus atrophaeus spores on spots of the package’s surface, wherein a proper
compliance of detected H2O2 concentration and microbicidal effectiveness can be drawn.
As a result, the novel wireless sensor system and the specified read-out strategy represent
a promising method for measuring the H2O2 gas concentration in real-time and thus,
enabling the monitoring of the microbicidal effectiveness of the sterilisation process –
the sterility of the package that is to be treated by gaseous H2O2 – under industrial
production conditions.
In summary, the ultimate result of this thesis was the establishment of novel thin-
film gas sensors based on a calorimetric sensing principle in various arrangements and
with different material compositions, which have been extensively investigated. The
sensors are suitable for detecting H2O2 gas concentrations up to the percentage range
under harsh environmental conditions as predominantly occurs during the sterilisation
of packaging material in aseptic food processes. For the sensor application in industrial,
aseptic food processes a wireless sensor system and a novel sensor read-out strategy have
been developed, which can be used to built up“intelligent”packages for the validation and
control of the package sterilisation in aseptic food processes under real-time conditions.
In ongoing studies, the application of the novel thin-film calorimetric gas sensors and the
whole sensor system could be broadened to monitor the sterilisation or disinfection of
medical equipment and operating rooms as well. Therein, H2O2 even in the gas phase
or in form of condensation is increasingly used due to its strong microbicidal properties.
In order to gain a better understanding about the microbicidal action of gaseous H2O2
on bacterial spores, the microbial inactivation kinetics have been studied in the present
work as well. Furthermore, they have been correlated with the sensor-response behaviour.
The results provides a lot of valuable information for the design and interpretation of
sterilisation processes. However, as already mentioned in chapter 1, the inactivation
mechanism of H2O2 in particular on bacterial spores is not yet fully understood in detail.
In prospective works, a deeper look onto the microbicidal properties of gaseous H2O2
should be envisaged, wherein more information about the inactivation effect, especially
on resistant bacterial spores should be gained.
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10 Zusammenfassung und Ausblick
In der aseptischen Lebensmittelindustrie stellt die Entkeimung von Packstoffen einen
Schlu¨sselprozess dar, um eine mo¨glichst lange Haltbarkeit des abgefu¨llten Lebensmittels
zu gewa¨hrleisten und um eine U¨bertragung von pathogenen Mikroorgansimen auf den
Endverbraucher zu verhindern. Zur Inaktivierung lebensfa¨higer Mikroorganismen auf
dem Packstoff wird zunehmend gasfo¨rmiges Wasserstoffperoxid bei erho¨hten Prozesstem-
peraturen aufgrund der hohen, keimreduzierenden Wirkung und des Zerfalls in umweltfre-
undliche Abbauprodukte – Wasserdampf und Sauerstoff – als Entkeimungsmittel einge-
setzt. Dabei muss eine ausreichend hohe H2O2-Konzentration sowie eine gleichma¨ßige
Gasverteilung an den Packstoffinnenfla¨chen wa¨hrend der meist kurzen Einwirkzeit er-
langt werden, um eine vollsta¨ndige Keimfreiheit der Verpackung garantieren zu ko¨nnen.
In der vorliegenden Arbeit wurden Du¨nnschicht-Gassensoren in Form einer kalorimet-
rischen Differenzanordnung realisiert, die quantitativ die H2O2-Konzentration wa¨hrend
der Packstoffentkeimung erfassen ko¨nnen, um somit den sensiblen Schlu¨sselprozess des
aseptischen Abfu¨llvorgangs besser kontrollieren zu ko¨nnen. Die Sensoren bestehen dabei
aus einem katalytisch aktivierten und einem passivierten Sensorsegment. Am aktiven
Segment zerfa¨llt H2O2 unter den erho¨hten Prozesstemperaturen exotherm, woraufhin
ein lokaler Temperaturanstieg entsteht, der als Temperaturdifferenz zwischen aktivem
und passivem Sensorsegment u¨ber Temperaturtransducer erfasst werden kann. Die Tem-
peraturdifferenz dient somit als Maß fu¨r die vorliegende H2O2-Konzentration.
In einem ersten Sensorlayout wurden Chip-basierte Du¨nnschicht-Thermosa¨ulen auf
einem Siliziumsubstrat als Temperaturtransducer zur Erfassung der konzentrationsab-
ha¨ngigen Temperaturdifferenz ausgelegt. Die Temperaturdifferenz wurde dabei direkt
als Thermospannung erfasst, wodurch keine zusa¨tzliche Hilfsenergie zur Versorgung des
Sensors beno¨tigt worden ist. In einem weiteren Sensoraufbau wurden Du¨nnschicht-
Widersta¨nde als Temerpaturtransducer zuna¨chst ebenfalls auf einem Siliziumsubstrat
prozessiert und verschiedene Katalysatormaterialien – Mangan(IV)-oxid, Palladium und
Platinschwarz – auf ihre Empfindlichkeit hin untersucht. Generell konnte mit allen
Katalysatoren eine lineare Abha¨ngigkeit des entstehenden Temperaturanstiegs von der
vorliegenden H2O2-Konzentration erreicht werden. In einer direkten Gegenu¨berstel-
lung der Ansprechverhalten zeigte Mangan(IV)-oxid jedoch die ho¨chste Empfindlichkeit.
Daru¨ber hinaus wurden verschiedene Passivierungsmaterialien aus Perfluorethylenpropy-
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len, Perfluoralkoxylalkan und SU-8 Photoresist mittels Spin-Coating auf die Sensorchip-
Oberfla¨chen abgeschieden und mit Hilfe von oberfla¨chenanalytischen Methoden sowie
thermischen Analyseverfahren charakterisiert. Trotz erkennbarer Unterschiede in der
Oberfla¨chenbeschaffenheit – Hydrophobizita¨t und Schichthomogenita¨t – eignen sich alle
drei Materialien zur Sensorpassivierung, insbesondere unter den harschen Prozessbedin-
gungen.
Auch wenn mit den oben genannten Sensoraufbauten bereits eine lineare Abha¨ngigkeit
zwischen Temperaturdifferenz und H2O2-Konzentration erzielt und die Funktionalita¨t
der Sensoren nachgewiesen werden konnte, so hat sich gezeigt, dass durch die Wahl von
Silizium als Grundsubstrat mit seiner hohen thermischen Leitfa¨higkeit das Sensorsig-
nal stark verringert wird, da der Temperaturanstieg am aktiven Sensorsegment u¨ber
das Substrat auch eine Temperaturerho¨hung am passiven Sensorsegment erzeugt. De-
shalb wurde anschließend der Sensoraufbau auf einer du¨nnen Polyimidfolie aufgrund der
niedrigen thermischen Leitfa¨hgkeit realisiert, wodurch die Sensorempfindlichkeit deutlich
gesteigert werden konnte.
Im weiteren Verlauf der vorliegenden Arbeit wurde die keimreduzierende Wirkung von
gasfo¨rmigen H2O2 auf Bacillus atrophaeus-Sporen unter vera¨nderten Prozessparametern
eruiert. Es konnte gezeigt werden, dass in erster Linie die Keimreduktion von der vor-
liegenden H2O2-Konzentration und von der Einwirkzeit des H2O2 auf die Baktierensporen
abha¨ngt. Die resultierenden Inaktivierungskinetiken wurden anschließend mit simultan
durchgefu¨hrten Messungen des Poylimid-basierten Sensors in Relation gebracht und ein
Korrelationsmodell aufgestellt. Somit ko¨nnen die Sensoren auch direkt zur Bestimmung
der keimreduzierenden Wirkung des gasfo¨rmigen H2O2 wa¨hrend der Packstoffentkeimung
herangezogen werden.
Um mit den Du¨nnschicht-Gassensoren die lokale H2O2-Konzentration an der zu ent-
keimenden Packstoffoberfla¨che unter Echtzeitbedingungen messen und somit die o¨rtliche
Keimreduktion wa¨hrend des Entkeimungsvorgangs bestimmen zu ko¨nnen, wurde eine
beru¨hrungslose Sensorelektronik basierend auf dem ZigBee-Standard realisiert und eine
neue Auslesestrategie der Sensoren etabliert. Diese Art “intelligenter Verpackung” dient
der aseptischen Lebensmittelindustrie als eine neuartige Messmethode, insbesondere zur
Validierung und zur Inline-Kontrolle der Packstoffentkeimung mit gasfo¨rmigem H2O2.
In weiterfu¨hrenden Arbeiten ko¨nnte die Anwendung der kalorimetrischen Gassensoren
auf die U¨berwachung von Sterilisations- und Desinfektionsprozessen von medizinischem
Equipment und von Operationssa¨len ausgeweitet werden, worin ebenfalls zunehmend
gasfo¨rmiges H2O2 zur Keimreduktion Einsatz findet. Schließlich wa¨re eine intensivere
Betrachtung des Inaktivierungsmechanismus insbesondere auf Bakteriensporen durch
gasfo¨rmiges H2O2 ratsam, um den Entkeimungsprozess besser verstehen und den Schlu¨s-
selmechanismus der Keimreduktion durch H2O2 eindeutig identifizieren zu ko¨nnen.
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